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35502

INSTRUMENT CALIBRATION REPORT

PRANAAM HOSPITALS, MADINAGUDA, ITYDERABAD
MICROPIPETTE

CLIENT
INSTRUMENT
MAKE
MODEL
LOCATION

TEST RESULTS:

TEST CONDITIONS

STATUS

THERMO SCIENTIFIC
FINE PIPETTE
LAB

SRNO
RANGE

KV/O3171
5-50 pL

: Ambient temperature 28 "C Humidity: 55o/o

: PASSED

TEST EQUIPMENT USED:

Volume.

Reading in Ranges

5.0pI 5.0pl

1 10.0 10.02

2. 20.0 20.04

30.0 29.09

4. 40.0 39.07

5. 50.0 50.05

Mean 50.0p1 50.05pI

Acc+l-o/o -0.03 0.04

CY% 0.50 0.07

l. WeightBox
2.Weighing Balance

(Used as a Source)
AWI
Sr No:020410

TRUEVALUE
TRUE VALUE

23 - 08 -2021
23 -08 -2021

*EQUIPMENTUSEDISTRACEABLEToNATIoNALSTANDARDS
Cal due date: 02-09-2021Cal done date: 02'09-2020

Approvedby: N. VENKATCalibrated by: N. PETER
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35503

INSTRUMENT CALIBRATION REPORT

PRANAAM HOSPITALS, MADINAGUDA, HYDERABAD
MICROPIPETTE

CLIENT'
INSTRUMENT
MAKE
MODEL
LOCATION

T}MRMO SCIENTIFIC
FINE PIPETTE F3

LAB

SRNO
RANGE

KW02734
10-100 pL

TEST RESULTS

Volume.

Reading in Ranges

10.0 prl 10.2 pl

1. 20.8 20.1p|

2. 40.5 40.41tl

3. 60.s 60.2 pl

4. 80.4 80.3 pl

5. 1^00.2 100.5 prl

Mean 100.3 pl 1"00.3 pl

Acc+/-% -0.81 0.04

cv% 0.20 0.06

TEST CONDITTONS : Ambient temperature 28 oC Humidity: 55%

STATUS : PASSED

TEST EQUIPMENT USED:

* EQUIPMENT USED IS TRACEABLE TO NATIONAL STANDARDS

used Model & Manufacturer Traceabili Cal Validi

l. Weight Box
2.Weighing Balance

(Jsed as a Source)
AWI
Sr No:020410

TRUE VALUE
TRUfl/ALUE

23 - 08 -2021
23 -08-2021

Cal done date: 02-09-2020 Cal due date: 02-09-2021

Calibrated by: N. PETER
-r4\

Approvedby:N. VENKAT

hx#
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3550 r

INSTRUMENT CALIBRATION REPORT

PRANAAM HOSPITALS, MADINAGLIDA, HYDERABAD
MICROPIPETTE

CLIENT
INSTRUMENT
MAKE
MODEL
LOCATION

THERMO SCIENTIFIC
FINE PIPETTE F3
LAB

SRNO
RANGE

: KW194l
: 100-1000 pL

TEST RESULTS:

Volume.

Reading in Ranges

100.0 pl 100.2 pl
I 300.0 300.02

2. 500.0 s00.04

J. 600.0 600.02

4. 700.0 700.06

5. 1000.0 1000.05

Mean 1000.0p1 1000.5pl

Acc+l-o/o -0.03 0.04

cv% 0.s0 0.07

TEST CONDITIONS

STATUS

: Ambient temperature 28 'C Humidity:55%o

: PASSED

TEST EQUIPMENT USED:

uipment/Stds used Model & Manufacturer Traceability Cal Validi
(Used as a Source)

l. WeightBox AWI TRUE VALUE 23 -08-2021
2.Weighing Balance Sr No:020410 TRUE VALUE 23 -08 -2021

* EQUIPMENT USED IS TRACEABLE TO NATIONAL STANDARDS

Cal done date: 02-09 -2020 Cal due date: 02-09 -2021

Calibrated by: N. PETER Approved by: N. VENKAT


