
Cert. No : CC-2788

#4O, 2ndFloor, 2nd Street,
Padmav athi N ag ar, Chromep et,
Chennai,Tamil Nadu - 5OO 044.

CALIBRATI O N CERTI FICATD
FOR/QD-12

MCAL/PRF/Or2t17
MSrR/41012r/17-OOt

Date of Calibration

Recom. Due Date

28-Dec-2O

27-Dec-21

DETAILS O.P USER CUSTOMER

/S. Qualitycare diagnostic center ,

Madurai Road ,Theni.

ULR #

Calibrated at

Date of Receipt

Cond. On Receipt

Date of Issue

ULR-CC27882 1000000 1 1 1F

Onsite

28-Dec-2O

Satisfactory

O6-Jan-21

DETAILS OF TEST / U,II,IT UNDER CALIBRATION

Identification No.Description : Refrigerator 
Serial No.

Range : 2'to 8"C Make

Least Count : -- Model I Type

l./Working Range : -- Accuracy

Location : --

t206t7
Whirlpool

As per Manual

DETAILS OF UESTER INSTRUMENT USED

Description Identification # Valid upto Certificate #

RTD MCAL/INS/TH-07 t4-May-21. MSIR/41052O|INT-O26

Digital Thermometer MCAL/INS/ET-06 13-Sep-21 MSIR/410920/INT-055

MFC # : MCAL/MFC/TH-07

Details of Env. : Temperature: 25t5"C Relative Humidity: 40-70 % RH

CALIBRATION RESULT

Sl.No.
TEST READING

('c )

STD READING
('c )

ERROR

('c )

Uncertainty
+oc

1

2

J

2.0

.6.0

8.0

2.1

6.L

8.2

-0.1

-0.1

-0.2

0.40

0.40

0.40

Remorks:
1. The reported Expanded Uncertainty is calculated at 95.45 oh C.L

2. The reading given was the average of three measuements.

with coverage factor k=2
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