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CERTIFICATE OF 
CALIBRATION 

 

 
 

Certificate No   2020110034 
 
 

Name of the Instrument : Electra Junior Lab Centrifuge 
 
 

Model : 6 Tubes 
 
 
Running Speed Level                              : 3356 rpm  
 
 
Max Speed Level                                     : 4000 rpm 

 
 

Make : Zenith lab Co. Ltd 
 
 

Serial No 2015062311 
 
 

Customer Address : Sri Vinayaka 
microlab Palani. 

 
 

Calibrated by: Reviewed by: 

 

Sounderarajan Charles 
 
 
            Declaration: We Declare that this centrifuge is calibrated and working properly. 
 

NOTE: Only for Audit purpose. 

 


