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GALIBRATION CERTIFICATE
elofl

CALIBRATION CERTIFICATE Or CCTTNIrUOC

M/s Polo Lab.,
IVY Hospital,
Opp. ST. Joseph School,
Chandigarh Road Hosh

RESULTS: Mechanicat eatiOration
MEASURE

REMARKS: The recommended date for next calibration is mentioned, as asked by the customer
".END OF REPORTT'

Calibratlon Certificate No. 20900002826 Issued On; 25t11t2020
ULR No cc214620900002826F Calibration Daie: 21t11t2020
Job ldentification No. lcs/c/As/11/2826 Next Calibration Date: 20105t2021
Ref. No. sRF, Dated - 17i 11/2020

CALIBRATED FOR:

EOIJIPMENT DFSCRIPTION
Name Cenk e, Fitted with ital RPM lndicator
Make/Model Visual lnspeclion ok
Serial No. l.D. No. ]VY/HSPR/PATHi CFlo1
Ran Up to 3500 RPM Least Count 1OO RPM
Location Calibration Site On-Site

eNvtnotr/lerutat coHotttoNs
25.0'C r 2.0" C 45to75%RH

stltolno nerener.rtE oeraLLs-
T.aceable to National Standard (NpL, Now Dethi

Name o, the
Standard l\rake Certificate No. Calibration Oate of

Calitlreti6h Valid up to
Oigital
Tachomeler

LUTRON/
Dr-2234C FCRUEQLn9-20i 051 FCRI, Palakkad 26104t2a19 2610412021

USED EQUIPMENT DETAILS Not ApplicablepnNctpLeruetHoooL6Gy oF
CALIBRATION:

As per catibraton proced ure-I6l i-srcaf7so p -Rp M 01
(Comparison Method)

MENT: R

CENTRIFUGE' READING
(AVERAGE}

coRREcrEo VALUE oF
TACHOMETER READING

(AVERAGE)
UNCERTAINTY AT APPROX 95%

C.L AND COVERAGE FACTOR K=2

1500 1502 t62
2100 2105 r62
2700 2709 t63
3'100 3114 163
3400 3418 t63

j 1 Thrs Epon h nor ro b€ reprcdued who y or i pa and circl be us€d as an ev dse h the Coli ot Law and sioltd iol b. usd il
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lndian Calibration Services
An Exclulive Hou3. tor Validation E Calibration orAnalyticallnstrumentr

3Ol& 313, LaxmiDeep, DistrictCentre, Near Nkman Vihar Metrostation, taxmiNagar, Delh!110092
Phone / Fax : (011) 2245325 9,22434362, 959949230j
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CALIBRATION CERTI FICATE

CALIBRATION CERTIFICATE OF CENTRIFUGE

Calibration Certificate No. 20900002827 lssued On: 25111t2020
LJLR No. cc214620900002827F Calibration Date: 21t11t2020
Job ldeniification No. tcslctAst1112827 Next Calibration Date: 2010512021
Rel. No. SRF. Dated - 1711112020

CALIBRATED FOR:

M/s Poto Lab.,
IVY Hospital,
Opp. ST. Joseph School,

Road Hoshi

EQUIPMENT DESCRIPTION
Name Cen Fitted with Dioital RPM lndicator
Make/Model Glomax Visual lnsDection ok
Serial No. l.D. No. IVY/HSPFYPATH/CF/02
Ranoe Uo to 5000 RPM Least Count
Location Calibration Site On Ste

ENVIRONMENTAL CONDITIONS
45to75%RH

STANDARD REFERENCE DETAILS
Tracoable to National Standard {NPL. New Delhi

Name of the
Slandard Make Certificate No.

Calibration Date of
Agency calibration vallo uP to

Digital
Tachometer

LUTRON/
01-2234C

FCRrEQUt9,20/051 FCRI, Palakkad 26n4l211g . 26t04t2021

USED EQUIPMENT OETAILS
PRINCIPLE/METHOOOLOGY OF
CALIBRATION:

Not Applicable
As per Calibralion Procedure
(Moasursmont Melhod)

No.: ICS/CAL/SOP-RPM01

RESTJLTS: Mechanical Calibration
MEASUREMENT: {in RPM

CENTRIFUGE' KNOB POSITION
CORRECTED VALUE OF

TACHOMETER READING (AVG.)
lJncertainty at approx 95% C.L

and coveraqe factor k=2

Position # 1 1843

Position # 2 2376 i5
Position # 3 3319 r5
Position # 4 3742 r5
Posd on # 5 4945 16

REMARKS: The recommended date for next calibration rs mentroned, as asked by the customer
*-END OF REPORT *"
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