
 

 
 
HIN/MED/2020-2021/100513 
28th Oct 2020 

CALIBRATION CERTIFICATE 

This is to certify that the Hematology Analyzer MICROS 60 bearing serial number: 
308OS93273 installed at MAYOM HOSPITAL, GURUGRAM as calibrated on 28th Oct 
2020. 

 
Calibrator : ABX MINOCAL 
Lot No. : CX452  
Expiry Date : 05th Dec 2020 
 
 
The reports of Blank Cycle, Repeatability and Calibration Values were all found in 
acceptable range. 
 
 
 
 
Next calibration cycle is due on 27th Oct 2021. 

 

 

Shrish Dixit  
 
(Head- Products & Marketing)  
For Horiba India Pvt. Ltd. 
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