
 

 

 

 

 

CALIBRATION CERTIFICATE 

          
          

 

This is to certify that the system maintenance & calibration was 

performed on 06th APRIL 2021 for the VITROS V5600 Integrated 

system installed at CIHSR laboratory, 4th mile, Dimapur bearing 
Serial No.56001966 

The system’s calibration includes checking the reproducibility 

performance of the instrument as per the guidelines provided by the 
manufacture.  

 

Validity: Six months for Optics Calibration.  
 

 

 

For Ortho Clinical Diagnostics. 

 

 
 

Monuj Saikia 

Sr. Service Engineer 

 
  

 
 

 

 
 
 
 







Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0

0.089709

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: ALB Level Result Mean

Units: g/dL Conc 1 1.300 1.300

Analyser: 5600 % 1 1.300 1.300

Repeatability Goal: 15 % 2 2.800 2.800

Linearity/Accuracy Cut-off: 125 g/dL 2 2.800 2.800

Linearity/Accuracy Goal <= Cut-off: 15 g/dL 3 3.700 3.700

Linearity/Accuracy Goal > Cut-off: 12 % 3 3.700 3.700

4 4.900 4.900

Level 4 4.900 4.900

1 Measuring Range Low 1.000 5 6.000 6.000

2 3:1 5 6.000 6.000

3 3:3

4 1:3

5 Measuring Range High 6.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Linearity Verified
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.003353

25.34817

Use Second Order Model to Check for Acceptable Non-Linearity

Analyte: ALKP Level Result Mean

Units: U/L Conc 1 20.000 20.000

Analyser: 5600 % 1 20.000 20.000

Repeatability Goal: 15 % 2 358.000 354.000

Linearity/Accuracy Cut-off: 125 U/L 2 350.000 354.000

Linearity/Accuracy Goal <= Cut-off: 15 U/L 3 700.000 696.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 692.000 696.000

4 1025.000 1015.500

Level 4 1006.000 1015.500

1 Measuring Range Low 20.000 5 1349.000 1389.500

2 3:1 5 1430.000 1389.500

3 3:3

4 1:3

5 Measuring Range High 1500.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision may not be adequate for a reliable determination of linearity. Check instrument and/or method and rerun experiment OR repeat experiment with four replicates at each level.
Imprecision could exceed the repeatability goal. A more specific estimate of random error should be performed (CLSI EP5 or EP15)
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Statistically significant non-linearity detected
Non-linearity beyond Linearity/Accuracy Goal
Non-linearity beyond Linearity/Accuracy Goal -2.7E-05

2.972293

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: ALT Level Result Mean

Units: U/L Conc 1 9.000 9.000

Analyser: 5600 % 1 9.000 9.000

Repeatability Goal: 15 % 2 208.000 207.500

Linearity/Accuracy Cut-off: 125 U/L 2 207.000 207.500

Linearity/Accuracy Goal <= Cut-off: 15 U/L 3 404.000 407.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 410.000 407.000

4 579.000 579.000

Level 4 579.000 579.000

1 Measuring Range Low 4.000 5 729.000 729.500

2 3:1 5 730.000 729.500

3 3:3

4 1:3

5 Measuring Range High 750.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0

2.415229

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: AMYL Level Result Mean

Units: U/L Conc 1 35.000 35.000

Analyser: 4600 % 1 35.000 35.000

Repeatability Goal: 15 % 2 290.000 290.000

Linearity/Accuracy Cut-off: 125 U/L 2 290.000 290.000

Linearity/Accuracy Goal <= Cut-off: 15 U/L 3 580.000 580.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 580.000 580.000

4 865.000 865.000

Level 4 865.000 865.000

1 Measuring Range Low 30.000 5 1140.000 1140.000

2 3:1 5 1140.000 1140.000

3 3:3

4 1:3

5 Measuring Range High 1200.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal -0.00239

4.396156

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: AST Level Result Mean

Units: U/L Conc 1 14.000 14.000

Analyser: 5600 % 1 14.000 14.000

Repeatability Goal: 15 % 2 169.000 174.500

Linearity/Accuracy Cut-off: 750 U/L 2 180.000 174.500

Linearity/Accuracy Goal <= Cut-off: 60 U/L 3 356.000 355.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 354.000 355.000

4 524.000 522.000

Level 4 520.000 522.000

1 Measuring Range Low 3.000 5 670.000 673.000

2 3:1 5 676.000 673.000

3 3:3

4 1:3

5 Measuring Range High 750.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
Imprecision could exceed the repeatability goal. A more specific estimate of random error should be performed (CLSI EP5 or EP15)
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.103343

0.234749

Use Second Order Model to Check for Acceptable Non-Linearity

Analyte: Bc Level Result Mean

Units: mg/dL Conc 1 0.200 0.200

Analyser: 5600 % 1 0.200 0.200

Repeatability Goal: 15 % 2 5.600 5.700

Linearity/Accuracy Cut-off: 125 mg/dL 2 5.800 5.700

Linearity/Accuracy Goal <= Cut-off: 15 mg/dL 3 10.900 10.800

Linearity/Accuracy Goal > Cut-off: 12 % 3 10.700 10.800

4 15.600 15.750

Level 4 15.900 15.750

1 Measuring Range Low 0.000 5 21.000 20.650

2 3:1 5 20.300 20.650

3 3:3

4 1:3

5 Measuring Range High 27.018

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.007169

0.146141

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: Bu Level Result Mean

Units: mg/dL Conc 1 0.300 0.300

Analyser: 5600 % 1 0.300 0.300

Repeatability Goal: 15 % 2 8.100 8.150

Linearity/Accuracy Cut-off: 125 mg/dL 2 8.200 8.150

Linearity/Accuracy Goal <= Cut-off: 15 mg/dL 3 14.300 14.250

Linearity/Accuracy Goal > Cut-off: 12 % 3 14.200 14.250

4 19.200 19.350

Level 4 19.500 19.350

1 Measuring Range Low 0.000 5 25.800 25.800

2 3:1 5 25.800 25.800

3 3:3

4 1:3

5 Measuring Range High 27.018

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.030447

0.050474

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: Ca Level Result Mean

Units: mg/dL Conc 1 1.800 1.800

Analyser: 5600 % 1 1.800 1.800

Repeatability Goal: 15 % 2 5.000 5.000

Linearity/Accuracy Cut-off: 15 mg/dL 2 5.000 5.000

Linearity/Accuracy Goal <= Cut-off: 11 mg/dL 3 8.100 8.100

Linearity/Accuracy Goal > Cut-off: 12 % 3 8.100 8.100

4 11.200 11.250

Level 4 11.300 11.250

1 Measuring Range Low 1.002 5 14.000 14.000

2 3:1 5 14.000 14.000

3 3:3

4 1:3

5 Measuring Range High 13.988

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.007006

2.239792

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: CHOL Level Result Mean

Units: mg/dL Conc 1 123.000 122.500

Analyser: 5600 % 1 122.000 122.500

Repeatability Goal: 15 % 2 170.000 170.000

Linearity/Accuracy Cut-off: 350 mg/dL 2 170.000 170.000

Linearity/Accuracy Goal <= Cut-off: 230 mg/dL 3 207.000 207.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 207.000 207.000

4 251.000 249.500

Level 4 248.000 249.500

1 Measuring Range Low 49.884 5 295.000 292.500

2 3:1 5 290.000 292.500

3 3:3

4 1:3

5 Measuring Range High 324.826

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal -0.04298

0.218354

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: CREA Level Result Mean

Units: mg/dL Conc 1 0.600 0.600

Analyser: 5600 % 1 0.600 0.600

Repeatability Goal: 15 % 2 3.600 3.700

Linearity/Accuracy Cut-off: 14.5 mg/dL 2 3.800 3.700

Linearity/Accuracy Goal <= Cut-off: 2 mg/dL 3 7.700 7.750

Linearity/Accuracy Goal > Cut-off: 12 % 3 7.800 7.750

4 10.700 10.700

Level 4 10.700 10.700

1 Measuring Range Low 0.045 5 13.100 13.250

2 3:1 5 13.400 13.250

3 3:3

4 1:3

5 Measuring Range High 14.005

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.065291

2.041533

Use Second Order Model to Check for Acceptable Non-Linearity

Analyte: dHDL Level Result Mean

Units: mg/dL Conc 1 7.000 7.000

Analyser: 5600 % 1 7.000 7.000

Repeatability Goal: 15 % 2 19.000 19.000

Linearity/Accuracy Cut-off: 125 mg/dL 2 19.000 19.000

Linearity/Accuracy Goal <= Cut-off: 15 mg/dL 3 38.000 37.500

Linearity/Accuracy Goal > Cut-off: 12 % 3 37.000 37.500

4 64.000 64.000

Level 4 64.000 64.000

1 Measuring Range Low 5.027 5 103.000 99.500

2 3:1 5 96.000 99.500

3 3:3

4 1:3

5 Measuring Range High 109.822

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.001801

3.096465

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: GLU Level Result Mean

Units: mg/dL Conc 1 36.000 36.000

Analyser: 5600 % 1 36.000 36.000

Repeatability Goal: 15 % 2 173.000 173.000

Linearity/Accuracy Cut-off: 125 mg/dL 2 173.000 173.000

Linearity/Accuracy Goal <= Cut-off: 15 mg/dL 3 304.000 305.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 306.000 305.000

4 426.000 426.500

Level 4 427.000 426.500

1 Measuring Range Low 19.996 5 571.000 568.000

2 3:1 5 565.000 568.000

3 3:3

4 1:3

5 Measuring Range High 624.932

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Linearity Verified
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.054622

0.597036

Use Second Order Model to Check for Acceptable Non-Linearity

Analyte: K+ Level Result Mean

Units: mmol/L Conc 1 1.800 1.800

Analyser: 5600 % 1 1.800 1.800

Repeatability Goal: 15 % 2 4.200 4.200

Linearity/Accuracy Cut-off: 15 mmol/L 2 4.200 4.200

Linearity/Accuracy Goal <= Cut-off: 5.3 mmol/L 3 4.800 4.850

Linearity/Accuracy Goal > Cut-off: 12 % 3 4.900 4.850

4 8.200 8.250

Level 4 8.300 8.250

1 Measuring Range Low 1.000 5 10.290 10.270

2 3:1 5 10.250 10.270

3 3:3

4 1:3

5 Measuring Range High 14.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.01174

4.467608

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: Na+ Level Result Mean

Units: mmol/L Conc 1 90.000 90.000

Analyser: 5600 % 1 90.000 90.000

Repeatability Goal: 15 % 2 138.000 136.000

Linearity/Accuracy Cut-off: 250 mmol/L 2 134.000 136.000

Linearity/Accuracy Goal <= Cut-off: 150 mmol/L 3 180.000 181.000

Linearity/Accuracy Goal > Cut-off: 12 % 3 182.000 181.000

4 204.000 204.500

Level 4 205.000 204.500

1 Measuring Range Low 75.000 5 242.000 238.000

2 3:1 5 234.000 238.000

3 3:3

4 1:3

5 Measuring Range High 250.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0.027573

0.092324

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: PHOS Level Result Mean

Units: mg/dL Conc 1 1.600 1.600

Analyser: 5600 % 1 1.600 1.600

Repeatability Goal: 15 % 2 4.400 4.400

Linearity/Accuracy Cut-off: 14 mg/dL 2 4.400 4.400

Linearity/Accuracy Goal <= Cut-off: 5 mg/dL 3 7.900 7.950

Linearity/Accuracy Goal > Cut-off: 15 % 3 8.000 7.950

4 11.900 11.850

Level 4 11.800 11.850

1 Measuring Range Low 0.496 5 14.500 14.500

2 3:1 5 14.500 14.500

3 3:3

4 1:3

5 Measuring Range High 13.007

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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Statistically significant non-linearity detected
Non-linearity within Linearity/Accuracy Goal
Non-linearity within Linearity/Accuracy Goal 0

0.117311

Use Third Order Model to Check for Acceptable Non-Linearity

Analyte: TP Level Result Mean

Units: g/dL Conc 1 2.200 2.200

Analyser: 5600 % 1 2.200 2.200

Repeatability Goal: 15 % 2 5.000 5.000

Linearity/Accuracy Cut-off: 125 g/dL 2 5.000 5.000

Linearity/Accuracy Goal <= Cut-off: 15 g/dL 3 6.600 6.600

Linearity/Accuracy Goal > Cut-off: 12 % 3 6.600 6.600

4 8.600 8.600

Level 4 8.600 8.600

1 Measuring Range Low 2.000 5 10.900 10.900

2 3:1 5 10.900 10.900

3 3:3

4 1:3

5 Measuring Range High 11.000

V250

V350

ECi

ECiQ

5,1FS

5600

3600

4300

Precision appears to be adequate for a reliable determination of linearity.

Precision appears to be adequate for a reliable determination of linearity.
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