
 

 

 
CALIBRATION CERTIFICATION 

 
This is to certify that Bio-Rad D-10 HbA1c System (Serial No DC2K758111) 

which is installed at Bioline Laboratory, Calicut, Kerala has been calibrated using 
by checking following procedures. 

 
Hardware Calibration. 

 
Column temperature values are calibrated as per our standard 

procedure and verified by traceable Digital Multimeter/Thermometer (Make: 
Fluke, Model: 179, No: No:31090107). These values are within their limit. 
Traceability Certificate attached. 

 
Set value – 35.0 Deg C  
Measured Value – 35.2 Deg C 
 

Calibration Verification. 
 
System calibrated by using NGSP certified Bio-Rad calibrator and 

performance has been verified by running Quality Control. 
 
We certify that the D-10 Hemoglobin system bearing Serial number 

DC2K758111 is working as per the specification. 
 

Calibration done on 15.09.2021 
 

The next calibration due will be on 14.09.2022 
 

 
 
For Bio-Rad Laboratories (India) Pvt Ltd 
 
 
 
 
 
Authorized Signatory     Date: 15.09.2021 
 
 

 
 
 




