
w : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 26 77 1411 (:O YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & lab : 44, Shahid Khudiram Bose Sa rani. (formerly Kamardanga Road), lchapur, Howrah · 711 1 04 

E-mail : calibration@yeagroup.org *Visit us at : www.yeagroup.org 
CIN : U7 4140WB2005PTC 1 06389 *Toll Free Help Desk : 1 800 345 9001 

Calibration Certificate 

Certificate No.: YEA(C)/ 220203A/S2969/00 I 
ULR No.: CC222122000005781F 

Calibrated fo r : Synod Hospita l 
Durtlang, 
Pin - 796025. 

Calibrated on. 
04.02.2022 

Description of Instrument 

Name 
Identification 
Range 
Least Count 
Make 

ervice Request No. / Order Reference 

Recei pt of Instrument 

Loca tion where calibration performed 

Next Calibra tion Due On. 
o.to2.2o23 

: Micro Pipette 
: SHD/ICTC/MP-01 
: 20.200 J.ll 
: 0.2 J.ll 
: Aceupi pet (SI. o. : V 46-174) 

: 220203A/S2969/00 1-002 

: 03.02.2022 

: At permanent laboratory 

Page 1o. 
I 

Dated : 05.02.2022 

No. of Page~ 
3 

Applicable Specification of Instrument to be Cali brate<: 'ot Specified <.'C-222 I 

Condition of Instrument to be Calibrated 

Basis of Calibration 

Environmental Condition during Calibration 

Equipmen t used for Calibration 

Traceability 

Measurement Uncertainty 

Laborntory Identification 

: Satisfactory 

: Comparison method with reference to YEA/WII\tl-47 

: Temp. : (23±2)°C R/1 : (50±10)% 

: Standard Electronic Balance & Di tilled Water 

: To ational Standard' ide Ccrtificale No: 
YEA(C)/21091 1/YOOI ,OOI 'alid till 10.09.2021 

: The figures are stated in the result at coverage factor 
k. = 2 corresponding to confidence probability of 
95% for normal distribut ion . 

: St icker is affixed for authent ication of calibration . 

The above Instrument/Equipment/Machine has been calibrated up to its range. 

The results are given in the page 2 to...... 3 .. . of the Certificate. ~ ... 2 

YEA(C)IF-08 



w : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 26 77 1411 ~ YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & Lab : 44, Shahid Khudiram Bose Sarani, [formerly Kamardanga Road), lchapur, Howrah - 711 104 

E-mail : ca libration@yeagroup.org *Visit us at : www.yeagroup.org 
CIN : U74140WB2005PTC106389 * Toll Free Help Desk : 1800 345 9001 

Cert ificate i"io. : YEA(C)/ 220203A/S2969/00 I 

ULit o.: CC222122000005781F 
Calibruted By M. Gayan 

Calibration Results 
Mechanical Calibration 

A) Calibration ll csult or Micro Pipette : 

Standard Mean 
Sysrematic 

Random Error DUC Value Error 
Sl. No. Value Value 

(es) 
(CV) 

(~d ) ().ll) ( ~~~ ) ( )il ) ( )i l ) 

I 20.143 
2 20.240 -0. 173 0 042 
3 20.160 
4 20. 148 
5 20. 169 Srandard Limit Value ~ Per 

6 
20.0 20.173 ISO 8655-2 2002 

20. 194 
(::: ~·I ) 

7 20. 135 
8 20. 110 
9 20.228 0.200 0 100 
10 20.202 

Standard Mean 
Systematic 

Random f: rror DUC Value Error 
Sl. No. Value Value 

(es) 
(cv) 

().ll) ().ll) ( ftl ) ( ).ll) ( pi ) 

I 100.693 
2 100.667 -0675 0.046 
3 100.689 
4 100.659 
5 100.644 Standard Limn Value as Per 

6 
100.0 100.675 ISO 8655- 2 2002 

100.732 (± )il ) 
7 100.608 
8 100.687 
9 100.621 0 800 03 00 
10 100.754 

Dart>: 05.02.2022 

Page 2 of 3 Page' 

Measurement 
Unc~rtain ty 

( :tc ~tJ I 

00 11 

Measurement 
Uncenaint} 

( i )d) 

0 012 



ir : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 26 77 1411 ~ YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & Lab : 44, Shahid Khudiram Bose Saroni, (formerly Kamardanga Road), lchapur, Howroh- 711 104 

E-mail : calibration@yeagroup.org *Visit us at : www.yeagroup.org 
CIN : U741 40WB2005PTC106389*Toll Free Help Desk : 1800 345 9001 

Certificate ~o.: YEA(C)/ 220203A/ 2969/001 Date: 05.02.2022 

I':IJ!t' J of J Pal(e' ULR 1\o.: CC22212200000578 1F 

Calibrated B) M . Gayan 

Standard Mean 
Systematic 

Random Error Measurement DUC Value Error 
Sl. No. Value Value (C\ ) lJnccrtaint) (es) 

(Ill) (!11) ( Ill ) (Ill) ( Ill ) I :t 111 ) 

I 200.759 
2 200.796 -0.793 0.0-18 
3 200.710 
4 200 748 
5 200.799 Standard Limit Value as Per 

6 
200.0 200.793 ISO 8655 - 2 • 2002 ()I) 13 

200.830 
7 200.795 

(± ~tl ) 

8 200.849 
9 200.871 I 600 0.600 
10 200.775 

ouc : Dev1ce Under Calibration 

REMARKS : The above Micro Pipette has been calibrated and the readings are tabulated above 

OTES : This certificate refers to the results tabulated at the time of calibration on I) f'or tile above 
mentioned item submitted for calibration and th is should not be reprodw.:cd. other than in 
full except with prior wri tten approval from the head of cal ibration lahorator) . 

Authorised B} 

1\ l>a~ 

Manngcr Calibration 



(:?) YEA 
w : 033 2677 1412, 2667 1909, 82329 85881 

Tele Fax : 033 2677 1411 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office 8l Lab : 44, Shahid Khudiram Bose Sarani, (formerly Kamardanga Road), lchapur, Howrah - 711 

E-mail : calibration@yeagroup.org *VIsit us at : www.yeagroup.org 
CIN: U74140WB2005PTC106389*Toll Free Help Desk: 1800 345 9001 

Calibration Certificate 

Certificate No.: YEA(C)/ 220203A/S2969/002 
ULR No.: CC222 122000005782F 

Calibrated for : Synod Hospital 
Durtlang, 
Pin - 796025. 

Calibrated on. 
04.02.2022 

Description of Instrument 
Name 
ldeutijicatiou 
Range 
Least Count 
Make 

Service Request No. I Order Reference 

Receipt of Instrument 

Location where calibration performed 

Next Calibration Due On. 
04.02.2023 

: Glass Thcrmomc:r..:r 
: SHD/ ICTCIGT-0 I 
: -3o to 1so •c 

I °C 
: N/F 

: 220203NS2969/00 1-002 

: 03.02.2022 

: At permanent laboratOr) 

Page ;'I/o. 
I 

Dated : 0:"-02.2022 

,'\o. of Page' 
2 

Applicable Specification of Instrument to be Calibrated : Not Specified 

Condition of Instrument to be Calibrated 

Basis of Cal ibration 

Environmental Condition during Calibration 

Equipment used for Calibration 

Traceabi lity 

Measurement Uncertainty 

Laboratory Identification 

: Satisfactory 

: Comparison method'' ith reference: to YEAtWJIT-05 

: Temp. : 25±2"C RH :50± 15% 

: tandard Templ.!rature Calibrator & Standard RTD S.:nsor 

: To ational tandard 'ide C~nilil:ate \Jo. 
YEA(C)/210722/YOOI 'OOI \al id till 21.07.2022 
YEA(C)/ 210820/YOOi tOOI valid till19.08.2022 

: The figures are Stated in the result at co\ eraee factor 
k = 2 corresponding to confidence prob;bilit) of 
95% for nom1al distribution. 

Sticker is aflhed lor authentication of calibration. 

104 



w : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 2677 1411 (:O YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & lab : 44, Shahid Khudiram Bose Sa rani. (formerly Kamardanga Rood), lchapur, Howrah - 71 1 1 04 

E-mail : calibration@yeagroup.org *Visit us at : www.yeagroup.org 
CIN : U7 4140WB2005PTC l 06389 *Toll Free Help Desk : l 800 345 900 l 

Certifica te No.: YEA(C)/ 220203A/S2969/002 Date: 05.02.2022 
Page 2 ur 2 Page, ULR No.: CC222 122000005782F 

Calibrated By K. Rout 

Calibration Results 

Thermal Ca libration 

Calibration Results of Glass Thermometer 

Sl. No. 
DUC Value tandard Value :vlcawn.:rnent Unccrtain t~ 

( oc ) ( oc ) ( t "C l 

I -30 -29.84 

2 0 0.06 

3 50 50. 15 () 67 

4 100 100.29 

5 150 150.38 

DUC : Device Under Calibration 

REMARKS: The above Glass Thermometer has been calibrated and the n:adings are 
tabulated above. -

NOTES : This certificate refers to the results tabulated at the time of calibration onl) for the abo\'c 
mentioned item submined for cal ibration and this should not be reproduced. other than 
in full except with prior written approval from the ht:ad of calibration laboratOJ') . 

Authorised By 

A. Das 

'vlanagcr Calibration 

*** End oftlte Calibration Certificate *** 



w : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 2677 1411 E?) YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & Lab : 44. Shahid Khudiram Bose Saroni. (formerly Komardongo Road). lchopur. Howroh- 711 104 

E-mail : calibration@yeagroup.org *VIsit us at : www.yeagroup.org 
CIN : U7 4140WB2005PTC1 06389* Toll Free Help Desk : 1800 345 9001 

Calibration Certificate 

Certi ficnte No. : YEA(C)/ 2202 11 SA/S2969/001 
ULR No.: CC222122000007483F 

Ca librntcd for: Synod Hospital 
Durtlang, Pin - 796025. 

Dated : 12.02.2022 

Calibrnted on. Next Calibrntion Due On. l'age .'\o. .\ o. of l'ag1 s 
2 I I .02.2022 

Description of Instrument 
Name 
Identification 
Range 
Make 

ervice Reque t \'o. / Order Reference 

Receipt of Inst rument 

Location where calibration performed 

Applicable pecification of Instrument to be Calibrated 

Condition of Instrument to be Calibrated 

Basis of Calibration 

Environrnentnl Condition during Calibration 

Equipment used for Calibration 

Traceability 

Measurement Uncertainty 

Laboratory Identifica tion 

I 1.02.2023 

: Refngera tor 
: SHD/lCTC!RI~I -0 I 

2 10 8 "(' 
: Samsung 

: 220211SA ·S2969 Om-002 

: I I 02 2022 

: AI SIIC 

: Not Specified 

: Satis factOr) 

I 

: Comparison method w1th reference to YEA/WI{f-0-1 

: Temp. : JOi I O"C R H : 60±20°'0 

: Standard 1 cmpermurc Calibrator & Standard R1D Smsor 

: To Nati01wl Standard \Ide Certificate :--Jo. 
YEA(C)/210722/YOO I/001 valid till 21 07 2022 
YEA(Cll2 1 0820/YOOI/001 v;did ull 19.08 2Ll2:? 

: The figu re~ an: 'Hlted 111 the re~u lt at coverage factor 
k • 2 corrc~pondmg to conl'1d~:nce prohabil ll) ot 
95% lor normal d1stnbu11on 

Sucker IS anhed lor auth.:nuc.JtiOn of cahhrauon 

The above Instrument/Equipment/Machine has been calibrated up to its range 
The results are g1ven 10 the page 2 to ...... 2 ... ofthe Cenificatc. 

YEA(C)IF~S 



w : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 26 77 1411 ~ YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & lab : 44, Shahid Khudiram Bose Sarani. (formerly Kamardanga Road), lchapur, Howrah - 711 1 04 

E-mail : calibration@yeagroup.org * Visit us at : www.yeagroup.org 
CIN : U74140WB2005PTC106389*Toll Free Help Desk : 1800 345 9001 

Certi ficate o.: YEA(C)/ 2202 JI SA/S2969/00I 
ULR o.: CC222 122000007483F 

Calibrated By : S. Ghosh 

Calibration Results 

T herma l Cali b ra tion 

Calibra t'o n R It f R f · I esu so e n gera to r 

Sl. No. 
Specified DUC Value Standard Value 

( oc) ( oc) 

I 2 - 8 5.32 

DUC : Device Under Calibration 

Date: 12.02.2022 
Page 2 of 2 l'a~c 

Measurement u ncertain!) 

( :r''C l 

0.67 

REMARKS: The above Refrigerator has been cal ibrated and the rc;,dings an;: tabulatctl flhovc. 

NOTES : This certificate refers to the results tabulated at the time of calibration onl) forth.: alxl\c 
mentioned item submitted for calibration and th is should not be reproduced. other than in 
full except with prior wriuen approval from the head of calibration lahoratOI). 

Authorised 13) 

r\. Da~ 

Manager Calibration 



tr : 033 2677 141 2, 2667 1909, 82329 85881 
Te le Fax : 033 2677 1411 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
fl} YEA 

Admn. Office & lab : 44, Shahid Khudiram Bose Sarani. (formerly Kamardanga Road), lchapur, Howrah - 71 1 104 
E-mail : ca libration@yeagroup.org * Vlslt us at : www.yeagroup.org 

CIN : U74140WB2005PTC106389*Toll Free Help Desk : 1800 345 9001 

Calibration Certificate 

Certificate No.: YEA(C)/ 220211SA/S2969/002 

C111ibrated for : Synod Hospita l 
Durtlang, Pin - 796025. 

Calibrated on. 
11.02.2022 

Description of Instr ument 
a me 

Identification 
Make 
Model 

Service Request No. I Order Reference 

Receipt of Instrument 

Location where ca libration performed 

Next Calibration Due On. 
11.02.2023 

: Centrifuge 
: SI-IDIICTC/C F-01 
: Remi 
: c -852 

: 22021 I A/ 2969/001-002 

: 11.02.2022 

: At site 

Page .'io. 
I 

Dll tcd : 12.02.21122 

:\o. of l'age~ 
2 

Applicable Specification of Instrument to be Calibrated : Not pecifi ed 

Condition of Instrument to be Calibrated 

Basis of Calibration 

Environmenta l Condition during Calibration 

Eq uipment used for Calibration 

T raceabili ty 

Measurement Uncertainty 

Laboratory Identification 

: Sat is factory 

: Comparison method " ith r..: i'~.: rcn~.:c to YEA/WI/f\.1--1 -1 

: Temp. : JO.t I 0°C R/1 : 60±20% 

: Standard Digital Tacltomet..:r 

: To National tandard 'ide Certificate "Jo: 
HT/CC/21 0909-0-1/00 I dated 1-1.09.2021 

: The figures arc stated in the rc:sult at co' crage factor 
k = 2 corrc~ponding to contiden~:e prooability ol· 
95% for nonnal diMribut1on. 

ticker is anhed lor <tuthentit:ation or calibration. 

The above Instrument/Equipment/Machine has been calibrated up to its range. 
The results are given in the page 2 to ...... 2 ... of the Certi ficate. (~ .. 2 

YEA(C)IF.08 



w : 033 2677 1412, 2667 1909, 82329 85881 
Tele Fax : 033 2677 1411 ~ YEA 

YOUNG ENGG. & CALIBRATION SERVICES PVT. LTD. 
Admn. Office & Lab : 44, Shahid Khudiram Bose Sarani, (formerly Kamardanga Road), lchapur, Howrah - 71 1 1 04 

E-mail : calibration@yeagroup.org *Visit us at : www.yeagroup.org 
CIN : U 7 4140WB2005PTC 1 06389 * Toll Free Help Desk : 1 800 345 9001 

Certificate 'o.: YEA(C)/ 2202 11SA/S2969/002 
Calibrated By S. Ghosh 

Calibration Results 

Calibrafo R It f C ' f I n esu so entn ug:e 

Sl. No. Knob Set At 
Observed tandurd Value 

rpm 

I I 952.5 

2 2 1732.2 

3 3 2356.1 

4 4 2985.9 

5 5 3479.6 

DUC : Device Under Calibration 

REMARKS : The above Centrifuge has been calibrated and the readings arc 
tabulated above. 

Measurement 

L lncerta i nt~ 

± rpm 

2.00 

Date: 12.02.2022 
P:1g(' 2 of 2 P:lgl'> 

NOTES: This certificate refers to the results tabulated at the time of cal ibration onl) for the abO\l' 

mentioned item submitted lor cal ibration and this ~houl d not be reprouue~.:d. other than in l'ull 
except w ith prior written approval from the head or calibration labontt\l r). 

***End of the Calibration Certificate *** 

A uthorised By 

A . Das 
.V1anagcr Calibration 


