
QuicKLAB ISo 
13485 SERVTCES 

CA LI BRA TION CER T I F I CA T E 

This is to certily that the control calibration of FULLY AUTO BIOCHEMI8TRY 

ANALYZER, Model: QUICKEM 200, S. No: 1250620250 Checked at BIOTECH 

DIAGNOSTIC CENTRE, NO 22c, Thiruvennainallur Road, New Water 

Tank OPposite, Ulunderpet 606107. Has been successfully performed on 

01/07/2022. All parameters have been successfully calibrated and validated with 

respective controls. Results obtained are within specified range. This calibration is valid 

for 12 months from the date of calibration. 

Calibrated on 01/07/2022 

Expired on 30/06/2023 

For QUICKI4AR SERYICESs 

ASUBANI 

Service Manager 

Instrument Department 
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QC results

o9-o8-2022 Level:

No. Item Lot number Result Check date Check time Flag QC range
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CHOL landox-44s 181.2
CRE Landox-445 O.74
GLU landox-445 95.00
TBIL landox 445 0.39
TGL landox44s 164.5
TP iandoa44s 3.4
UA landox-445 3.51

UREA landox-44s 28.7
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