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Total 
Parameter Your Result All Lab Result Remarks 

Responses 

:03 
Non-Reactive : 305 
Reactive

Non-Reactive Within

S1-Dengue IgM 308 99% Consensus 

Reactive :07 Within

S2- ASO 216 Non-Reactive 97% Non-Reactive : 209 Consensus 
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