
Calibration lnstruments

cc-2725

Cwtoner Nme & Address

M/s. MEDLINE DIAGNOSTICS (PvT) LTD.

No. 23-Au Thennur High Road,

Tiruchirappalli, Tamil Nadu - 620 017.

ULR No. :c272522000008204P

SRF No. vct-2?-23-L499

Date of Receipt )6.12.2022

Date of Calibration )6."12.2022

Due Date for Calibration )5.12.2Q23

Date of Issue 17.12.2022

Details of Unit Under Calibration

Certif iote No: CC -22-23 -L499 I 02 Pat€. No i 1 of I

Note: Confomity Statement

Pass:Lll
Remarks

'*,flll::l
1. UUC is Defined as the Unit Under Calibration.

2. The Mearement mcertainty is expres*d at 95.45% confidencc level rvith coverage Iactor,t =2.

3. This Calibration Ceftifi@te relates only to the above UUC & Reported tesults are valid at the time of and mder the stated conditions of measements

4. Calib.ation of the UUC are traceable to National / Intemational Standards.

5. This report shal not be reproduced in fulV part without plior permissior of Vens Calibration and lnstments.

6. The recalibration interal shall be detemined on the u*r lequirements.

7. Nabt-133 guidelines are adopted for us of NABL symbol.

8. Calibration Liquid U$dr,Dstiled or Deionized water conJoming Grade3 as specified in ISO 3596.

9. Ow NaUl ftope is Upto lod to mdd.

10. The Deviation is within MPE, So after calibration is not requiled.

Checked & Issued by:
l.

R.B)---r
R.Bhuvmesheari

(Engineer - Calibration)

Authorised by:

12-<211
C.ohinaka*T

(Tehnical/Quality Manager)

Description \4icro Pipette Make thermoScientific

Rmge !-20p1 Model :'innpipette F3

Resolution ).02 pl Material )vc

Serial Number !{w13608 Cperating Rmge -2091

ID Nmber 3ondition of UUC lood

Cal. At {echanical Lab Iretment Location

Enviromental Condition Calibration Method Used

lemperature (oC) iJ!Z :Iunidity {o/.RH) i5!15 National / Intemational Standard ISO 865$6:2002, ISO 865*2:2002

Atmospheric Pressure (mbar) r006 ,Vater Temperature (oC) \.4 3al Procedure No VCI.LO}WI-MAS}O03

Standard Used

SI. No. Description ID.No. / SI. No. Certificate No. Make/l\4odel Traceability Valid till

1
Electronic Semi Micro

Balance

vcr-M-wB-O17/
55492

cc-22-23-9852101 Wensar / MAB 250 National Standards 12.10.2023

Z Facton 1.00319

Result of Calibration in ul

Sl. No.
Noninal

Value
Obsened Readings

Mean
Value

Systematic

Enor
Random

Enor
Measurement

Uncertainty (t)

1 2
2.05 2.03 2:!1 2.06 2.r0

2.07 0.07 0.04 0.20
2.04 2.07 2.13 2.09 2.06

2 10
9.99 9.97 9.9s 9.92 9.90

9.94 -0.06 0.03 0.20
9.98 9.96 9.93 9.91, 9.89

3 20
19.85 19.80 19.75 79.70 19.68

19.75 4.25 0.07 0.20
19.83 79.79 19.71 19.69 19.65
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Calibration & Instruments

cc-2725

lustomer Nme & Address

M/s. MEDLINE DIAGNOSTICS (PVT) LTD.

No. 23-A, Thmur High Road

Tiruchirappalli, Tamil Nadu - 520 017.

ULR No. 1c272522000008205F

9RF No. ,1CI-22-23-L-499

Date of Receipt 16.72.2022

Date of Calibration 16.72.2022

Due Date for Calibration )5.72.2023

Date of Issue )7.72.2022

Details of Unit Under Calibration

Certificate No: CC-22-23-L-499103 Pa8e. No:1 of1

Note; ConJomity Statement

Pass:l { |

Remarks

,"lf]
1. UUC is Defined as the Unit Under Calibfation.

2. TheMeafl.ementmcertaintyisexpressdat95.,{5%confidencelevelwithcovera8efactork=2.

3. This Calibration Certificate relates only to the above UUC & Remrted resUlts aie valid at the time of and uder the stated conditions of measurements.

4. Calibration oI the UUC ale tlaceable to National / Intermtional Standards.

5. This rcport shall not be reproduced in fulV part without prior permission of Venus Calibration and Instruents.

6. The recalibration interval shall be detemined on the ust requirements.

7. Nabl-133 guidelines are adopted for w of NABL s)mbol.

8. Calibration Liquid Usd: Distilled or Deionized water conicming Crade3 as specified in ISO 3696.

9. Ou Nabl Scope is UFro loplJo 10m1.

10. The Deviation is within MPE, So after calibration is not required.

Checked & Issued by:
i\'P.9J-l-t-i.

R,Bhuvaneshwari

(Engineer - Calibration)

.1 Authorisedby:

:ll4-I C.Dhinakaran I

echnical/Quality Manager)

Desciption vlicro Pipette f{ake lhermoscientific

Range l0 - 200p1 vlodel rinnpipette F3

Resolution ).2 pl Material )vc

ierial Nmber 1w15746 )perating Range l0 - 200 pl

lDNmber londitionof UUC lood

3al. At vlechanical Lab .nshunent Location

Environmental Condition Calibration Method Used

lemperature (oC) l3r2 flumidity (%RH) t5r15 {ational / Intemational Standard .SO 8655-6:2002. ISO 8655-2:2002

\hnospheric Pressue (mbar) 1006 /Vater Temperatu€ (oC) ,_7.6 lal Procedure No i/CI-L03-WI-MA5$003

Standard Used

SI. No. Description ID.No. / SI. No. Certificate No. Make/lVlodel Traceability Valid till

I
Electronic Semi Micro

Balance

vcr-M-wB-o17/
55492

cc-22-23-u852/01 Wensr / MAB 250 National Standards 12.10.2023

Z Factor: 1.00319

Result of Calibration in ul

Sl. No.
Nominal

Value
Obsened Readings

Mean

Value
Systematic

Enor
Randon

Enor

Measuemenf
Uncertainty (!)

I 20
ZU,UJ 20.06 20.14 20.18 20.71

20.1'l 0.11 0.06 0.20
20.17 20.01 20.72 20.76 20.14

100
100.1s 100.19 700.22 100.25 100.29

100.23 0.23 0.05 0.20
100.17 100.20 100.23 "t00.27 100.31

3 200
200.38 200.45 200.34 200.33 200.45

200.40 0.40 0.05 0.88
200.39 200.36 200.37 200.42 200.46
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