
 

 

CALIBRATION CERTIFICATE    

       ADL/BO/MS/C/0042/23-24 

 

Customer Name & Address City Lab, Thalassery 

 

INSTRUMENT INSTALLED ON CALIBRATED ON 

Mispa i3 18/01/2021 19/May/2023 

 

EQUIPMENT DETAILS 
 

Instrument name Mispa i3 

Serial No 21202211004 

Environmental condition: Temperature:                 

Equipment calibration  

Parameter calibration Inhouse (Calibrated IC card provided along with each kit) 

 
 
                                         

This is to certify that the above-mentioned product has been calibrated & tested for the 

performance of kits with Control.    

 

 

 

 

 

 

 



 

Equipment Test report 

        Checked the IC Card Reader : Found Ok  

 Checked the Probe : Found Ok  

        Checked Mother Board : Found Ok 

 Checked the Wash Assembly                  : Found Ok 

         :  

 Channel-1 (with cartridge) :  

 Channel-1 (without cartridge) :  

 Channel-2 (with cartridge) :  

 Channel-2 (without cartridge) :  

                        Performance validation with Control 

Protein Control                    LOT NO:              EXP:   
 

Parameter Low High Result Target 

CRP     

RF     

D-Dimer     

 

Next Calibration due on: 18-Nov-2023 

For, Agappe Diagnostics Ltd. 

Authorized Signatory   

Name:   Jishnu M 

Designation: Senior Engineer - Customer Service 

 


