
 

Test Result of Hematology parameter before & after calibration  

Parameter Result before Result after 

HB 5.0 4.9 

TLC 6300 6100 

DLC 45,30,15,10 43,33,13,11 

RBC 1.65 1.60 

PCV 13.9 13.1 

MCV 84.0 83.1 

MCH 30.1 31.1 

MCHC 35.8 34.9 

PLATLETS 60000 59000 

 


