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1.0 Service Request No.: MTL / 05 / 04 / 23 -24

1.1 Issued to:                        HIV Testing Laboratory,
]CTC Unit,
Tharagpur Sub Division Hospital,
Kharagpur, Paschim Medinipur,
Pin -721301.

1.Z Description &
[dentiflcatio n of item
to be Callbrated:

a} Name:                      Refri gerator
c) SI NO.:                            N.A.

e)Model/Type:       GL-8221APZY
g) Sensor:                     N.A.
i) End user:                Laboratory
k) Calibration done at:

1.3 Date of receipt of item  :                  05-04-23
1.5 Date of callbratlon :                           05-04-23
1.7 Date of lssue  :                                      07-04-23
1.8 Environmental Conditions During Calibration:

b] Code No.:              KSDH / ICTC/ REF -01
d) Make:                     LG

0 Range:                  As per Report
h) Resolution:         NA.

i) Accuraey:              N.S.
/On Site /  In House
1.4 Physical Condition of DUG OK

1.6 Recommended date of nerEt calibration:   05-04-24

Temperature:   25.3 °C
Humidity..          6516 % RH

1.9 Method of calibration:                     SOP / TH / 05
Z.0 Thceability :

a)Standards used for ca[il)ratlon are traceable to National standards through NABL Accredited fal]oratory.
b)The following stanhaT.ds / Equii)ment have been used.

i)  Date Aqul§iton Swith unit Cat. Corifeato No  JRPM -CCTR -ET -2022 -1498 (JRPM7 Ctiennai)   (Cad  Date: 25ro8me, Due Ode. 24ne)

ii)  RTD (PT -1cO) Col. Cat`ficato NO  TL / 022 / 1166,2.1                                                     (malpsENS, Ude{pur)         (Car. Date: terl0¢2, I)ue Dafe`  18/10ne)

2.1  Result  :
Thermal Cat ibratlen

Sl. Parameter/ Chamber Corrected Std. Value Zone Measul.ement Expanded
No. Range ec Uncertainty±OC

Min, Max. Avenge

1. Texperature Nornral
3.21 3.37 3.291 LJZ 1.06

3.Z6 3.38 3.328 MZ 1.06
3.32 3.41 3.369 LZ 1.06

kemarks: i) This result lias an expanded uncerlalnty with a coverage factor k=2 at approximately 95% confidence level.
ii) The calibration certificate issued for this instrument is to be used for scientific or industrlaL purposes only.

iii) Average Reading obtained by 10 Readings.

DUG -Device under callt]ration    N.S. -Notspecir]ed
•fax. -Maximum                               UZ -Upper zone

N.A. -NotApp]Icab]e       Std.. Standard            Min. -Minimum
MZ -Middle zone             LZ -Lower zone
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