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CALIBRATION CERTIFICATE
CALIBRATION CERTIF]CATt! NO,:MTI. / KSDH / R06/ 04 -23

9831190974,

OF REFRIGERATOR
ULR -CC2545Z3000008971F

b) Code No.:
d) Make:
0 Range:
11) Resolution:

I) Accuraey:

1.0 Service Request No.: MTL / 05 / 04 / 23 -24

1.1 Issued to:                        HIV Testing Laboratory,
lcTC Unit,
Kharagpur Sub Division Hospital,
Kharagpur, Paschim Medinipur,
Pin -721301.

12 bescrlption & a) Name:                     Refrigerator
Identification of item       c} SINo.:                       N.A,
lobe calibrated:               e] Model/rtype:       EDP234

g) Sensor:                    NA.
i) End user:                Laboratory

/On Site /  In Horise
1,4 Physical Condition of DUG

k) Calibration done at:
13 Date of receipt of item  :                  05-04-23
1.5 Date ofcallbratlon :                           05-04-23
1.7 Date of lssue  :                                      07-04-23
18 Environmental Conditions Dul.ing Calibration:

C'C. - 2S45
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KSDH / ICTC / REF - 03
Electrolux
As Per Report
N'A.

N.S.

OK
1.6 Recommended date of next calibration:   05-04-24

Temperature:   25.4 °C
IIumidity..          65.7 % RH

1.9 Method of calibration:                     SOP / TH / 05
2.0 Tfaceal]llfty :

a}Sfandards used for calibration are traceable to National standards through NABL Accredited Laboratory.
I))The following standards / Equipment have been used.

I)  Data Acquisfron Switch Unit Cat  Cerffcate No. JR" -CCTR -ET -2022 -1498 (JRPM, Chennai)   (Col. Date: 25flDa/22, Due D8to. 24ro8ne)

i)  RTD(PT-100) Cal  ceffio8te No. TL/022/ 11662.1                                                    (1ErmsENS. Udaipurj         (Caf  Date:  tortue2, One Date.18/10as}

2.1  Result  :
Thermal Calibration

Sl. Parametel./ Chamber Corrected Std. Value Zor'e Measurement Expanded
No. Range OC Uncertainty±OC

Mln. MaLX. Average

1. Temperature Normal
2.32 2.34 Z.331 UZ 1.06
2.37 2.39 Z.388 MZ 1.06
2.43 2.45 Z.444 LZ 1.06

lmarks: i} Th[s result has an expanded uncertainty with a coverage factor k=2 at approximately 95% confidence level.
ill The calibration certirtcate issi]ed for this instrument is to be used for scientific or industrial purposes only.

iii)  Average Reading obtained by 10 Readings.

in -Device under calibration   N.S. -Not specified
in -Maximum                             UZ -Upper zone

N.A. -NotApplicable       Std. -Standard            Mln. -Minimum
MZ -Middle zone             LZ -Lower zone
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