
UNSHIN

CALI B RATI O N C ERTI FI CATE
Certificatr No: SBS/CL/23/1180s

SRI No. sRr/23/00422{001

SRI Dnte 27 09 2023

Dat€ of Receipi 25-09-2023

Date of Calibration 27-09-2023

Due Dat. for Calibntion 261)9-2024

GOVERNMENI COMMUNITY I]EALTH CENTRE,

KALLAPADI.6322O9,VILLORE DlSTRICT.

D.scription

27-49-2023

THIRMO SCIENTIIICuake

Range 100-1000p1 ModeI ]iINNPIPITTE 13

I i,l Material 1'\'a'

Sdal Number QW10288 Operating Range 100-10,00d

ID Number NA Condition ol UUC Good

Cal. At

Environmentrl Condition

lnstrument Lo(ation

Calibiation Method Used

LABORATORY

Temperature ("Cl :39 Humidiry (..RH) ai National / Intemational Slandard I5O 8655 6:2002

Atmospheric Pressure (mbar)

SL No. Des(ription

Water Temper. tn re (oC) Cal Procedure No10(xr :1.6 s Bs/,cP/ML/08

ID.No. / SI. :\*o. Certifi(ate No. Tracenbilitr Vatid tiIlMakeAlodel

I Electsonic Weithing
Balance

15112918 TVCSPL22/121211541 A&D & CH 252 National Standards 09 12 2023

Details of Unit Under Calibration

Standard Used

Z I'actori 1.00319

Result of Crlibration in ul

5l
Nominal

Obserued Readings
Systemati

c Error

Random

Eror

100
99 85 9q.88 99.95

99.89 ,0.11 0.03 0-47
99.89 s9.95 99 90 99.E7 99.90

500
199.90 ,r99.95 .199.90 499.90 499 95

.199.90 -0.10 0.03 0_17
49.' 85 199.|J5 499.90

1000
999 89 999.87

0.09 017
999 90 499 95

r .This Calibrahor certificate shall not be reproduc.ed except in tuI, lr,ithout written approval of the laboratory.

2.The user should determine the suitability of the instrument for its htended use.

3.The recalibrarion interval should b€ determined on the user requtement.

4.The results stated in this certiJicate relate only to the item calibrated.

5. Equipment used for Calibration were calibrated & haceable to National & Irxtemahonal Standards

6.The irdicated ucertainlies are expanded uncertaurty estiruted for a confidence level of appio)dmately 95% for a

coverage f actor k=2.00 .

7. Calibration Liquid Used: Distilied o. Deionized water rpecriied in ISO 36%

J
d

Chenna i
6C0 032

o
Calibrated By, r Authodsed by:
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--rok#ilY*,t6hu"ro'"-o'"r

C,SWABALAN

M n&rh!.l-
(Calibrabon Engine€t
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c

\I,{DHIBA\

SUNSHINE BIOMEOICAL SOII'TTONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032,Tel:O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshlnebiomedical.com.
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CALIBRA TIo/v cER TIFI TE
Certif icate No: SBS/CL/23l11806

Customer Name & Address

SRf i\o- 5R[/23l00,{22{002

SRF Date 27r,9-2023

Dat€ of Receipt 25-09-2023

Date of Calibration 27 -O9 2423

Due Date for Cnlibration 26 09-2024

GOVERNMINT COMMUNITY HEALTH CENTRI,

KALLAPADI 6322O9,VELLORI DISTRICT.

Issue Date 17 09-2023

Description N{i.ro Pipette \lake THIRMO SClENTITIC
Rangc 10-100d Model FINNPIPITTE T3

0.281 PVC

Seriat Number RW10000 Operaling Range 10 l00ul
ID Number NA Condition oi UUC Cood

Cal. At hstrument Lo(ation LABORAT(IRY

Environme.tal Condition Cnlibration Method Used

Temperature (.C) 23.7 Huhidity (ooltH) 37 National / Intemational Standard ISO 8655-6:2002

Atmosphenc Pressure (mb!r) 100ar lvater lenperaturc("C) 116 Cal Prccedurc No S8S/CPA,ILl08

Sl. No. Description Certificate No. Make^lodel Traceability Valid till
Ele€tsonic Weighing

Balance
15112918 TVCSPL22/122115,01 A&D & CH 252 National Standar.ls 09-12-2023

Details of Unit Under Calibration

Standard Used

Z Fador:1.00319

1.This Calibration certificate shali not be reproduced except in full, without written approval of the laboratory.
2.The user should deterliDe th€ suitability oI the instrument for its intended use.

3.The recalibration interval shor d be determined on the user requtement.

4.The results stated in this certificate relate only to the item calibrated.

5. Equipment used for Calibration w€re calibrated & tsaceable to National & Intemational Standards
6.Th€ indicated unce.tainties are €xpanded un ertar..rty estimated for a conJidence level of appro narcly 95% for a

coveraSe factor k=2.00.

7 Calibrahon Liquid Used:Distilled or Deionized ilater spedfied in ISO 3696
ita

(ti
oCalibEted By,

Y7.rdlibil-
(Cilibrahon Engrne!r)

M,ADHIBAN

I Authonsed by:

-l/ -.4t,rr' t\ 

-
(O;a1tr, iranaEffhrei E\ecuhve)

C.S]VABALAN

ao

)t

R€sult of Calibration in Fl

ll. \o. Nominal
Obsetued Readings

Erroi Uncelt.inty (1)

497 995
10.r)

!.93 q95 997
0.17

.19.86 19.87 .19.85 .19 85

,19.85 19.88 19.89 1q.87 49 8q
49 u7 -0.13 00l o17

99.85 99 86
100.0

99.89 99 e5 99.87 99 90
99.89 4.11 0.03 0.47

,9,i"3f,

SUNSHINE BIOMEDIGAL SOII'TIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com. Website: www.sunshinebiomedical.com.
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UNSHIN

C ALI B RATI O N C ERTI F I C AT E
Certificate i-o: SBS/CL/23l11807

Customer Name & Address

SITI NO, sRr/23100422-0003

SRr Date 27-49-2023

Date of Receipt 25-49-2023

Ditc of Calibration 27 A9-2023

Due Date for Calibration 26-09-2024

GO\'ERNMENT COMMUNITY HEALTH CINIRE,

KALLAPADI-632209,VELLORI DISTRICT,

Miso PipetteD€s0iption

Issue Drte

Mak€

27-49-2023

CB MA-\IIJET

100-1000Ui Model Nr\

5! Materinl PVC

Serial Number 100 1000!l

ID Nmber Condition of UUC

Cal- At

Eniironmental Condition

Mechanical Lab Instrument Location

Calibration Method Used

I-ABORATORY

Temperature loC) 23.7 Humidit\' (',RI I) Nationat / Intemational Standard ISO 8655 6:2002

Atmospheri. Pressure (mbar)

DescnptionSL No.

lvaterTemperatu!e ('qC) Crl I'rocedure Noi006 2\6 SBS/CPA'IL/o8

tD.No. / SL No Certifi.ate No. Valid till"Ira.eabilityNtake/N{odel

Ele.tromc Weighing
Balan€€

1511291S rYcsPLTz/t2/2115-O1 A&D & GH.232 Nationnl Standards 09,12-2023

Chennai
600 032

Details of Unit Under Calibration

Standnrd Used

Z Facto. 1.00319

R.rDlt of Calib..tion in ,,1

51. No.
Nominal

Obsened Readings
Systematr

c EI'or
RandoE

Error Uncertainty (1)

I 100

t).)_97 99 91
99 93 0.07 0.01 0.47

99.89 c9.95 9S 90 99.87 99.90

500
.199.90 499 95 {99.90 499.90 199.C5

0.03 0.,17

199.97 'lq9 96 499 97

t 1000
999.89 999 88 999.89 999 E7 999 90

999.91 0.09 0.03 0..r7
999.93 999.90 999.9.1 999.95

1.Ttus Calibration certificate shall noi be rcproduced except in tull, without written approval of the laboratory.

2.The user should determine the suitability of the instrument for its intended use.

3.The recalibrahon interval shouid be determined on the user requiremeit.

4.The results stated in this certiJicate relate only to the jtem calibrated.

5. Equipment used for Calibration were calibrated & tsaceable to National & lntemational Standards

6.The rndicated uncrrtardtses are expanded uncertainty estimaH for a conJidene l€r"el of aPProximalely 95% for a

co!,erage factor k=2.00 .

7. Calibiation Liquld Used: Distiled or Deionized water specified ul ISO 3596.

Calibratcd 8y, Authorised by:

*6,d,Y4ffi*o**n*,
C.SIVABALAN

14'nd]1rbd=
(CaLbrahon tnsrne€r)

M,ADHIEAN

SUNSHINE BIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 O32,Tel:044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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