
SUNSHIN
CALI BRATI O N CERTI FICATE

Certif i.ale No: SBS/CL/23l1'1781

Customer Name & Address

SRF No. sRF/23l00,I5-0001

SRF Date 26-09-2023

Date of Receipt 25-09-2013

Date of Calibration 26-09-2023

Due Date for Calibration 25 09 2024

COVERNMHNT PRIMARY HEALTH CENTRE,

vELUR-638182.

Issue Date 27-09,2023

Description MICRO PIPETTE N{ike MICROLUX

Range 1l{odel NA

Resolution 10;rl Material PVC

Serial Number NA 100-1000$l

ID Number Condition of UUC Cood

Cal. At Mechanical Lab lnstrurnent Location LABORATORY

Environmental Condition Calibration Method Used

Temperature ("C) 23.5 Hulilidity (%RH) 53 National / tntemational Standard lSO8655-6:2002

Atmospheric Pressure (mbar) 1006 Water Temperature ("C) 2t_6 Cal Prcc€dure No SBs/CP/ML/08

SI, NO Description ID.No. /SL No. Cerlificate No. Make/N{ode1 TIaceability valid till
Elcctronic Weighint

Balance
15112918 TVCSPL22/12211s{l ,^.&D & GH-2s2 National Standards

Clrennai
600 032

z
=

oo
C

Details of Unit Under Calibration

Standard Used

Z Facto.1.00319

R€sult of Calibration in Fl

Sl. No. Observed ReadinSs Systematic

Error
Random

Error

Measurement

Uncertainty (1)

l 100
99.92 99.91 99.92 99.91 99.90

99.91 {.09 0.01 0.17
99.92 9.9t 99_91 99_92 99.92

500
499.67 499.68 499.67 199.68 499.67

199.68 4.32 0.01 0.17
199.68 499.67 499.tt8 199.68 499.67

3 1000
999.98 999.65 999.99 999.63 999.tt2

999.70 {.30 0.15 o_47
999.65 999.61 999.62 999.62 999.61

1 .This Calibration certificate shall not be reproduced except in full, without writtm approval of the laboratory.
2.The user should delermine the suitability of the instrument for its inrmded use.

3.The recalibration interval should be determined on the user requirement.

4.The results stated in this certificate relate or y to the item caiibrated.

5. Equipment used for Calibration were calibrated & traceable to National & Intemational Standards
6.The indicated uncettainties are expanded uncertainty estimated for a conndmce level oI approyimately 95% Ior a coverage
factor k=2.00.

7. Calibration Liquid Used: Distilled or Deionized water

Calibrated By,

as sp€cifid in ISO 3595

(caribrari#rBineer)

Authorised by:

d#' {.f*#*er Execu rive)

C.SIVABALANM,RAGUL

SUNSHINE BIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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loperating Range

1 09-t2-?023



Details of Unit Under Calibration

]'emperature ("C)

Atmospheric Pressure (mbar)

Strndnrd Used

sUNSHIN

",Rrr^*n

Des.ription NIike/Nlodel

A&t) & clt-252

Result of C.libntion in pl

9.97 {.03

49.98 .0.02

9.97 {.03

1 .This Calibration certificate shall not be reproduced except in full, without written ipproval oI thc laboratory.

2.The user should determine the suitability of the instrument for its intmded use-

3.The recalibration interval should be determined on the uset requi.emmt.

4.The resulls stated in this certificate relate only to the item calibrated.

5. Equipment used for Calibration were calibrated & traceable to National & Intemational Star-dards
6.The indicated uncertainties are exPanded uncertainty estimated for a con6dence level oI appro)(imately 95% for a coverate
tactor k=2.00.

7. Calibration Liquid Used:Distilled or Deionized water

Calibrated By,

in ISO369n.

Z Facior 1.00319

Authorised by:

(calibrari o
oo r.r!"iC'H#ffi", *,**,,,,"r

M RACUL C,SIVABALAN

CALI BRATIO N CERTI FI CATE
Certif icate No: SBS/CL/23/] 1782

Custom€r Nanie & Address

SRF No. sRI/23/00.1rs 0002

SRF Date 1649-202i

2549-2023Dale oI Receipt

Date oI Cat;br.tion 26q9-2023

Due Date for Crlibrarion 25-09-202.1

COVERNMENI PRIMARY HEALTH CENTRE,

VtsLUR 638182,

Description N{ICRO PII'ETTE

lssue Date

Nrake

27-09-2023

THERMO SCIENNIIC

10100!l FINNPII'ITTE 13R.nge

PVC

Scrinl Number NA

0.2u1

Nrolel

N{aterinl

Operating Range 10l00Fl

ID Number NA Condition of UUC Cood

Cal. At

Environmental Condition

MRhani.al I ah Instrument Location

Calibration Nlethod Used

LABORATORY

53

21.6

23.5

1006

National / lntemati0nal Standard

CaI Procedure No

llumidity (9;RlI)

t{ater Temperature ('C)

ISO 8655 5:2002

SBS/CPI\{L/08

ID.No. / SL No.

r5'112918

Certifi.ate No.

TvcsPr 22112/21ts41

Va]id tillTraceability

National Standardsl

SI. No.

Ele.tronic WeiBhing

Balance

Sl. No. Nominal Valu€ Observed Readings
I\Iean Systematic

Ermr
R.rndom

Eror Uncertainty (!)

9.98 9.98 9.95 9.96
1 10.0

9.97

9.97 9.98
001 017

49_97 49.96 19.99
2 50.0

.19.98

49.98 19_99 49 96 19_99
0.c1 0.17

99.98

19 97

99_97 9).C2
100.0

99.97 99_96 99.98 99.97 99.93
0.02 0.,17

SUNSHINE BIOMEOICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:0t14 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

.19.9

99.96
I

I

)

\i

a9-t2 ?.423

I


