
CALIBRATIONCERTIFICATE 
ULRNO:CC308920000001658F 

 

Customer
&Address 

M/s. The Medical 
OfficerGovernment P.H.C 
Elambalur , Perambalur 
DT 

Cert.No MIT21-22/170-1 

DateofIssue 26-09-2023 

PageNo 1of1 

 
DetailofDeviceUnderCalibration(DUC) 

Nomenclature Centrifuge 

Make/Model ZCKN ReceivedDate 22-09-2023 

Sl.No 34698 Cal.Date 25-09-2023 

ID.No --- DueDate 24-09-2024 

Range --- ConditionofReceipt Functional 

Resolution 0.1-5rpm Location CentralLab 
 

Standardsused. WorkinstructionNo:MI/WI/02 
Sl.No Instrument Cert.No. Traceability Validupto 
1 MultifunctionCalibrator 

Sl.No.0909AB401533A 
ETDC(CN)/2019/52122 ETDC, 

Chennai 
03-012-2023 

2 TACHOMETER 
Sl.No.703 

GSG/19/206/TM/01 GSG, 
Chennai 

03-012-2023 

AllcalibrationdoneinSIunitsandaretraceabletoNational/InternationalstandardsasrequiredinISO/IEC 
17025:2017.This instrument has been calibrated at customer premises under the 
ambientconditionsstated. 

 
CalibrationResults Temp:25±4°CHumidity:30to75%r.h 
Sl.No StandardValue(rpm) 

(Avg.) 
DUCReading(rpm) 

(Avg.) 
Error(rpm) Measurement 

Uncertainty±(rpm) 

1 3000 2999 1 0.65 

2 4000 3999 1 0.65 

3 5000 4999 1 0.65 
Theexpandeduncertaintytobeassociatedwiththeresultsiscalculatedataconfidencelevelofapproximately 
95.45%.(Coveragefactor=2) 

 
Remarks 
1. Thiscertificateshallnotbereproduced,exceptinfull,withoutwrittenapprovalfromthelaboratory. 
2. Therecalibrationintervalshouldbedeterminedbasedontheuser'srequirements. 
3. Theusershoulddeterminethesuitabilityoftheinstrumentforitsintendeduse. 
4. Theresultsstatedinthiscertificaterelateonlytotheitemcalibrated. 
5. Thecalibrationpointsaretakenaspercustomerrequirement. 

 
 
 
 
 
 

CalibratedbyR.Manikandan E.Deenadayalan 
AuthorisedSignatory 


