
SUNSHINE

CALI BRATION CERTI FICATE
Certif icate No: SBS/CL/23h1974

Customer Name & Address

SRF No. sRI23/00449{001

SRF Date 2849-2023

Date of Receipt 26rJ9:2023

Date of Calibration 2849-2023

Due Date Ior Calibration 27 09-2A24

GOVERNMENT PRIMARY HEALTH CENTRE,

ADHANURS2lTOS,PERAMBALUR DISTRICT.

Issue Date 29-09-2023

D€s(ription MICRO PIPEIIE Nrake MICROLUX

Range 5-50F1 IIodel NA
Resolution 1ul Nraterial PVC

Serial Number N,\ OperatinS Range 5-50p1

ID Number NA Condition of UUC Good

Cal. At Mechanical Lab Instrument Location LABORATORY

Environmental Condition Calibration Method Used

Temperature ('C) 23.t3 Humidity (%RH) 53 National / lntemational Standard I5O86s5-6:2002

Atmospheric Pressure (mbar) 1006 IV!ter Temp"ratue (cC) 27_6 Cal Procedure No SBS/CPA4L/08

SI. No Description ID.No./SI. No. Certifi(ate No- N{akeAlodel Traceability Valid till
Electronic Weighing

Balance
15112918 TvcsPL22l12l21154l A&D & CH,252 National Standards

Detaits of Unit Under Calibration

Z Factol: 1.00319

Remarks

l.This calibration certificate shall not be reproduced except in fur, without writt€n approval of the laboratory.
2.The user should determine the suitability of the instrummt fo. its intmded use.

3.The recalibration interat should be determined on the user r€quirem€nt.

4.The results stated in this certificate relate only to the item calibrated.

5. Erluipment used forCalibration were calibrated & traceable to National & Intemational Standards
6.The indicated uncertainties are expanded uncertainty estimated for a confid€nce level of approtmately 9506 for a coverage
Iactor k=2.00.

7. Calibration Liquid Used:Distilled or Deionized water conloniirtg Crade3 as specified in ISO 3696.
Calibrated By,_ t,,.r'f,"i,#;^fi$ '

(,SryABALAN :

Authorised by:

(o,(,d,ilf#,trff-*.n,",
C.SIVABALAN

Result oI Calibration in d

Sl. No Norninal Value Observed Rearlings Mean Systematic

Error
Random

Error Un.erlainty (t)

9.89 9.88 9.87 9.88 9.88
10

9.E8 9.86 9.87 9.85 989
9.88 4.t2 0.01 0.47

29.76 29.77 29_78 29.79 29_76
30

19.78 29.79 29.78 29.78
29.78 4.22 0.01 0.17

49.88 49_87 49.88 49.87
3 50

49.A7 49.86 49.87 49.88
49.87 0.01

SUNSHINE BIOMEOICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 500 032, Tel:044 - ZZ25 ZOB7,

E-Mail: calibration@sunshinebiomedical,com, Website: www,sunshinebiomedical.com.
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SUNSHINE

CALI BRATI ON CERTIFI C ATE
Certif icate Nor SBS/CU23/1197s

Customer Name & Address

SRF No. sRF/23l00149-0002

GOVERNMENT PRIMARY HEALII I CENTRE,

ADHANIJR-52 ITOS,PERAMBALIJR DISIRICT,

SRr Date 2849-2023

Dat€ of Receipt 2649 2023

Date of Calibration 28-09-2023

Due Date fo.Calibration 27-09-2024

2949 2023

Details of Unit Under Cal,bration

Description IIIICRO PIPI]TTE Make TFII]RMO SCIENTIFIC

Range 100-1000F Itlodel FINNITIPITTE F3

Resolution 1ul Material PVC

S€rial Nurnber NA Operating Range 1001000p1

ID Number NA Condition of UUC Good

Cal. At Me.hani.al Lah Instrumenl Location LABORATORY

Environmental Condition Calibration IUethod Used

Temperature ('C) 23.8 Humidity (%RH) 53 National / Int€mational Standard ISO 8655{:2002

Atmospheric Pressure (mbar) 1006 $/ater TehI,€.etuE ('C) 2).6 Cal Procedure No SBS/CPA{L/08

Standard Used

SL No. Description ID.No. / Sl. No. Certificat€ No. Traceability Valid till

I
Elertronic Weighing

Balance
15112918 TVCSPI22/12211541 National Standards 09-12-2023

Z Facto.l.00319
Resulr oI Calibration in pl

S,. No. NominalValue
Mean Systematic

Ertot
Random

Ermr Unce ainty (1)

1 100
99 93 99.91 99.91 99.95 99.96

-0.06 0.02 0_47
99.95 9.93 99.96 99.97 99.93

500
499 92 499.95 499.96 499.94 499.96

199.96 -o.0{ 0.02
199.97 499_98 499.99 499_96

3 1000
999.95 9)9.96 999.97 999.98

999.92 0.08 0.09 0.47
$r9.95 w9.98 999.96 9v).71 999.75

Remarks

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user slrculd determine the suitability of tlte iratrum€nt tor its intmded use.

3.The recalibration interval should be determined on the user lequirement.

4.The results stated in this certiEcate lelate o ly lo the item calibrated.

5. Equipment used for Calibration were calibrated & traceable to National & International Siandards
6.The indicated un ertainties are expanded uncertainty estihated for a conadence level of approximately 95% for a coveiage
factork=2.00.

7. Calibration Liquid Used: Distilled or Deionized water conJormint Grade3 as specified in ISO 3696.

CalibHt€dBy, Authortued by:

( -hiuor"*- t'Jiuahcx-(CalibratidnEngin€- (ararit Mi@tief Executive)
C.SIVABALAN C.SIVABALAN

SUNSHINE BIOMEOIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032,fel:.O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomed ical.com.

Observed ReadinSs

99.94

499.95

999.96

A&D & CH-252


