
SUNSHINE

CALI BRATI O N C ERTI F I CAT E
Certif icate No: SBS/CL/23/12438

Customer NaEe & Address

SnI No. sRr23/005344001

27.19-2023SRF Date

Date of R€ceipt 26-09-2023

2749-2023Dale of Calibration

Due Date for Catibration 26-09-2024

GOVERNMENT PRIMARY HEAL]H CENTRE,

Micro Pip€tteDescnption

MINNUR-635807

Issue Date

Mrke THERMO SCIINT]IIC

28 09 2023

Model IINNPIPETTI I3Rang€ 10'100pI

0 2F1 Material PVC

10-10odI.tw09950 Operating Range

CoodID Number NA Condition of UUC

Cal. At

Environmental Condition

M€<]ranical Lab Instrum€nt Lo(ation

Calibration M€thod Used

LABORATORY

Tenperatue (oC) 23.7 Hu]iridity e/oRH) 55 Nntional / Intemational Standard 1SO86554r2002

Sl. No. Descnpdon

Wate!T.mp€cturc ('C) Cal Procedure No1006 2t.6 SBS/CPML/o8

valid tillID-No. / SI. No. TmceabilityMake/}Iod€l

1

Elec.roruc weighing
15112918 TVCSPL22/122115-01 A&D & GH.252

Chennai
600 032

Deiails of Unit Under Calibration

Z la.tor: 1.00319

Result of Calibration in pl

51. No.
Nominal Systemati

. Error

Randorn

Error Uncertainty G)

1 10.0
9.94 995 998 9.97 9.96

{.0.1 002 o.47
9.95 9.91 9.98 9.97

50.0
49.92 49-97 49.93 49.95 49.94

49.9{ -0.06 0.02 o.47
,{9_95 49 92 49.98 49.95 {9 93

3 100.0
99.85 99.87 99.85 99.84

99.89 4.11 0.04 0_47

99.89 99.95 99.90 99.87

l.This Calibration certificate sha[ not be reproduced ei(cept in tuI, without written apFoval of the laboratory.

2.The user should determine the suitability of the inshment for its intended use.

3.The recalibration interval should b€ determined on the us€I requirement.

4.The r€sults stated in this certilicate relate ordy to the iiem calibrated.

5. Equipment used for Calibration we.e calibrated & traceable to Natlonal & Intemational Standards

6.The indicated rhcertainti€s are expanded uncertainty estimated for a confidence level of aPProxinutely 95% for a

coverage lactor k=2.00 .

7. Calibration Uquid Us€d: Distilled or Deionized water 3 as speciJied in ISO 3696.

tl\ E D

Calibrated By, o Autholised by:

,&d.ffi*"*""",
C,SryABALAN

^ t"l.rla{lui4'.r
(LauDraEon cng eerJ '

M,ADHEAN o

a Di IOMEDICAL SOLUTIONSi
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel; 044 ' 2225 2087 '

E-Mail: calibration@sunshinebiomedical.com, website: www.sunshinebiomedical.com.

suN

I 
Atmospheric Pressure (mbar)

Observed Readings

9.93

99.90

Certifi.ate No.

National Standards 0912-2{J23

f'



SUNSHINE

CALI BRATI O N C ERTI FICATE
Certif i.ate No: SBS/CL/23l12439

Customer Name & Address

sRr23/oo534,ooo2SRF No.

27.rD-2023SRI Date

26 09 2023Dlte oI Receipt

2749-2023Date of Crlibration

26-09-2024Due Date for Calibration

THIRMO SCIENTIFIC

28-09,2021

COVIRNMENT IRTMARY HEATTH CFNTRE,

MINNUR{35807.

Micro PipetteDescription

lssue Dnte

Make

IINNPII'ITTE T310G1000FI I{od€lRang€

N{aterinlResolution 1Fi

100-1000FlOperating RangeRlV12461

Condition of UUCNAID Ntrmber

Instruent Location LABORATORYCal. At

Environmental Condition

Me€hanical Lab

ISO 8655{:2002National / Intehational Standard23.7 Humidity ("/;RH)Temperatwe (oC)

Cal Prccedue NoW.ter Tenperatqrc (oC) SBS/CPA,{L/o81006 ?1.6

Traceability valid tillCertifi(ate No. IUrke,/N'IodelID.No. / Sl. No

Atmospheric Pressure {mbar)

Des.riptionSl. No.

National Standards o9-12-2423A&D & CH-252Electronic Weighing

Balanc€
15112918 TVCSPL22/12l2115{11

Details oI Unit Under Calibration

Standard Us€d

Z Facton 1.00319

Resdt of Calibration in Fl

Nominal
Observ€d Readings

Mern Systemati

c Error
Random

Error Uncertainty (!)

l 100
99.85 99.87 99.8s 99.84 99.95

99.89 0.04 4.47

99.95 99.90 99 87 99.90

500
499.95 499.90

499.90 -0.10 0.03 447
499.89 .199.88 499.85 199.85 499.90

3 1000
999.89 999.88 999.89 999.87 999.90

999 91 -0 09 0.03 4.17

999.93 999.90 999.91 999.94 999.93

1-This Calibration certiJicate shall not be r€Produced exc€Pt in fuI, without written aPProval of tfu taboratory.

2.The user should determine the suitability of the instrument for its intended use.

3.Tte recalibration interval should be determined on the user requiremmt

4.The resulls stated in this cerlificate relate only to the item calibrated.

5- Equipment uied for Calibmtion were calibrad & Eaceable to Nahonal & Intemational Standards

6.The indicated uncertainties are expanded un€€riainty estimated for a confidence level of aPFoximately 95% for a

coverage ra.tor k=2.00 .

7. Calibration Liquid Used: Distiled or Deionized water as sp€ciied in ISO 3695

,C)

Calibraled By, cn$al

_ M-ndhiI4/+
(LahbraEon Engrneer)

0 OJ'
l'J

Ex€cutive)

\{.,\DHIB N C,SIVABALAN

SUNSHINE BIOMEOICAL SOII'TIONS
No:68, tirst Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

51. No.

-0.11

499.90 499.95

U.'

Calibration Method Used


