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Accept with caution. Warning Signal.
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MONTHLY SUMMARY REPORT - JULY 2023
Lab Name Govt. UPHC, K.K.Pudu
Lab No 10851
Constituent Group Chemistry Il
Date of Result Entered : 20/07/2023
PT item Lyophilized human se
rum based Date of Report Published : 07/08/2023
, 5 ) e 1 Participants
te od / Principle Name Analyzer Name No o . = )
\nalyzer Name Participants DV - - Your Value SDI U
i Any A i i
I 1 JGLUCOSE i GOD-POD il By fnsly s (o han /Semi 75 \ 100.71 \ 5.43 \ 5.95 \143 mgld\.\ 6.44 \ 137 \
Others ( Urease Berthelot / Ned Any Anal t: i i
’ 2 |UReam Dve 3 i ny Ana Y:ﬁ:é;‘;g:r‘f‘)‘”“’ Semi 47 l 52.80 \ 728 \ 3.85 \sz mgIdL\ 239 \ 142 \
l 3 |CREATININE Il Jaffes Kinetic - Alkaline Picrate Il | AnY Analyset (Automation/ Semi 66 ‘ 5.89 \ 4.60 \ 0.27 \a.e mg:dL\ 262 \ 0.07 g
[ 4 |CHOLESTROL Il CHOD-PAP Il Any A"a'yzﬁchg‘;‘;:;‘f)“°“’ Seml 148 \ 112.78 \ 433 \ 4.88 \115 mgldL\ 0.45 \ o.aoJ
I SDI Range Interpretation J
ﬁhin -1.00 to +1.00 Excellent. J
Good. l

[wnhin $2.01 to £2.99

Unacceptable performance. Action Signal.

[Beyond +3.0

LAB ADDRESS :
Govt. UPHC, K.K.Pudu

MEDICAL OFFICER, VI th STREET, K.K.PUDUR, SAIBABA COLONY

Coimbatore
TAMILNADU641038

Coordinator Contact Details:
Email:clinqc@cmcvellore.ac.in
Contact Number: 041 6-2283102
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Dr. Pamela Christudoss
CMC EQAS Coordinator
‘ Christian Medical College, Vellore

Homogeneity and Stability of the sample is passed.

Data in CMC EQA
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