
SUNSHINE 

CALIBRATION CERT/FICA TE 
CERTIFICATE NO: \ SBS/CL/23/12332 I MECHANICAL I Page No: 1 of 1 
Issue Date 30-09-2023 
SRF No & Date SRF/23/00512-0001 & 29-09-2023 
Receipt Date 29-09-2023 
Calibration Date 29-09-2023 
Calibration Due 28-09-2024 
Customer Name & Address 

GOVERNMENT UPGRADED PRIMARY HEALTH CENTRE, 

ACHARAPAKKAM-603301 ,CHENGALPATTU DISTRICT. 

Details of Device Under Calibration (DUC) 

Description CENTRIFUGE Make & Model REMI & R-BC 

Range 5250 RPM Sr. No ZHBN-05162 
Resolution 1 RPM Identification No NA 
DUG Condition Satisfactorv Location LABORATORY 

Environmental Conditions & Standard Operating Procedure Details 
Environmental Details \Temperature: 25.3°C ] Relative Humidity ) 55% Rh 
Calibration Procedure No \ SBS/CP/MU04 I Calibration done at IONSITE 

Reference Standards Details 

S.No Description Make/ SI No: Certificate No Validity 

1 Digital Tachometer LINE SEIKI / 175-0034V JRPM-CCTR-A&S-2023-0013 09-06-2024 

CALIBRATION RESULTS 

S.No 
DEVICE UNDER 

STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY CALIBRATION 

RPM RPM RPM 

1 1000 999.2 0.8 

2 2000 1999.6 0.4 

3 3000 2999.7 0.3 

REMARKS 
1. This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory. 
2.The user should determine the suitability of the instrument for its intended use. 
3.The recalibration interval should be determined on the user requirement. 
4.The results stated in this certificate relate only to the item calibrated. 

% 

5.7 

5.7 

5.7 

5. The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor 
k=2.00. 
6. Equipment used for Calibration were calibrated & traceable to National & International Standards. 

Calibrated By 

M-157 
(Calibratio~ineer) 

M.DINESH •·· • 

Authorised Signatory 

~(b~dl/~ D(ChiefExecutive) 

(C.SIVABALAN) 

SUNSHINE BIOMEDICAL SOLUTIONS 
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087, 

E-Mail: cal ibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com. 



•; 
I • 

SUNSHINE 

CAL/BRA TION CERT/FICA TE 
CERTIFICATE NO: SBS/CL/23/12333 MEDICAL DL v1clo r ''"!J" 1111:1 ,,, 1 

- - -
Issue Dale JO 00 20il:J 

SRF No & Date SHl-/7:1/005 12 ooo;, I', W OIJ ;>O,n 
Receipt Date 29-09 2023 

Calibration Date 29-0fJ-2023 

Calibration Due 28-00 2024 - --- -
Custom er Nam e & Address ------
GOVERNMENT UPGRADED PRIMARY HEAL TH CENTRE. 

ACHARAPAKKAM-603301 .CHENGALPATTU DIST RICT. 

Dotolle of Dovlco Untlor Collbrotlon(DUC) 
--- -

- -
Descnplton SEMI AUTO ANALYZER Make & MocJal I AHOMH) /', 1/I', lf)N '/IJIJIJ 

Range MULTI Sr No 170408'11:J 

Resolution MULTI ldenllf1callon No Ni\ 

DUC Cond1tton SATISFACTORY Localion L/\BOH/1 1 Of<Y -
Environmental Conditions & Callhrotlon Procoduro Dotall11 

Environmenlal Details ITemperaluro:25.6"C IRolal1vo Humidity r52•1,, RH ----
Calibration Procedure No I SBS/CP/MD/20 ICallbralion cJono al ION::.11 E --

Roforonco Stantlartls Dotallo 

S.No I Description I Mako/ SI No: I Cortlllcato No -Malltllty 

1 I Electrical Safety Analyser I Rigel Medical & 44L-1059 I M-230809-16-4 U-01;: -'/IJ'//4 

ELECTRICAL SAFETY 

RESULTS 

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINTY (i ) 

1 Insulation Reslsltance Measured values In MO 

>20MO 100 

2 Earth LeakaQe Moasured values In µA 

<5000µAfor B.BF,CF 148 

3 Enclosure Leakaae Measured values In µA 

<500µAfor B,BF,CF 224 

REMARKS 

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory. 

2. The user should determine the suitability of the inslrument for its inlended use. 

3. The recalibration interval should be determined on the user requirement. 

4.The results stated in this certificate relate only to the item calibrated. 

Uncort.alntv In % I i l 
13.92 

Uncert.alntv In % I i l -7.9 
Uncert.alntv In % C ±l 

7.3 

5. The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2 oo 
6. Equipment used for Calibration were calibrated & traceable to National & International Standards. 

Calibrated By Authorised Signatory 

H , -s? 
(Calibrati~gineer) 

M.DINESH 

C:3-fe'Jn~ Manager 

C.SHANMUGARAJ 

SUNSHINE BIOMEDICAL SOWTIONS 

O ch1ef ExecutNe 

No:68, Fint Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 . 2225 2087, 

E-Mail: callbratlon@sunshlneblomedlcal.com, Website: www.sunshlneblomed ical.com. 
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