
HOPE ULTRA SYSTEMS 
No: 2/35, MAIN ROAD, MAMSAPURAM (PO), 
SIVAKASI, VIRUDHUNAGAR-626124. 
E-mail: hopeultrasystemsa gmail.com 

Scope: 
Equipment Name : Semi Auto Analyzer 
Make : ROBONIK 
Model 
SI no 

01 
SI. No. 

02 

03 

04 

: Prie test Touch 
:ATCD41 60321 RBK 

05 

CALIBRATION CERTIFICATE 
Requested By 

GPHC,Sandaiyur. 

3. Digital Thermometer 

TEST DESCRIPTION 
Power supply 

Materials used for testing and calitbration: 

Display& Keypad& Lamp attitude 
Temperature calibration 

Error Acceptance : Not Applicable (user defined) 

Equipment Status : Working in Good condition 

Testing Quality control kit 
Suction 

Mobile: +919487402761, +919715223192. 

Asset no :PHC/SDR/008 

Calibration Done at : customer place 
Calibration Date 

1. Digital Multimeter-Mastech-MS83OL 
2. Quality control kit 

GSTIN. 33DLMPK3057D1Z9 

Next call due on 
:21/03/2023 
:20/03/2024 

RESULT 
Ok. 

THE STANDARD USED ARE TRACEABLE TO NATIONAL/ INTERNATIONAL STANDARDS 

Ok 
Ok 

Ok 
Ok 

Hope Uhrà 

Authonzed signatóry 

Sstems 
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