
SUNSHINE

CALIBRATION CERTIFICATE
CERTIFICATE NO: SBS/CU23/1 3200 Page No:l of 1
lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

07-10-2023
sRF/23100694-0001 & 06-1 0-2023
06-10-2023
06-10-2023
05-10-2024

f Add
GOVERNIVIE NT PRIMARY HEALTH CENTRE,
KOIVBAI-625522,THENI DISTRICT

Details of Device Under Calibration (DUC )

Description
Range

Resolution

DUC Condition

SEMI AUTO ANALYZER
MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH
ATCD367122ORBK

NA

LABORATORY
Environmental Co nd itions & cal bra tion Procedure Detai ls

Environmental Details Temperature:25.6 " C Relative Humidity 520/0 RH
Calibration Procedure No SBS/CP/IVD/20 Calibration done at ONSITE

Reference Standards DetaiE
S.No Description Make/ Sl No: Certificate No Validi
1 Electrical Safety Analyser Rigel l,,ledical & 441-1059 M-230809-16-4 10-08-2024

ELECTRICAL SAFETY
RESULTS

S.no SPECIFICATION EXPANDED UNCERTAINW (I)
1 lnsulation Resisitance Measured values in MO Uncerlai in% t>20MO 95 13.92
2 Earth Leaka e ured values in Uncerta tn t<5000 for BF CF 191 7.4
3 Enclosure Leaka Measu values in uA Uncertain in% i

<500UAfor B,BF,CF ,ra
REMARKS

l.This calibration certiflcate shall not be reproduced except in full, without wrjtten approval of the laboratory.
2.The user should determjne the suitability ofthe instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to lhe item calibrated.
5 The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00
6. Equipment used for caribration were caribrated & traceabre to Nationar & rnternationar standards.

Authorised Signatory

Blo
J,i$,atlr" nager Chief Executive

z C.SHANMUGARAJ

o

Callbrated By

r."ffiHth#*o
P.PRASANNA

SUNSHINE BIOMEDIGAL SOII'TTONS
No:68, First Floor, Poomagal Main Road, Ckkattuthangal, Chennai - 600 032,Tel: O44 - 2225 ZOgl,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical,com.

MEDICAL DEVICES
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suNS}IINE

ERTIFICATECALIBRATION c
CERTIFICATE NO: sBs/cu23l13201 MECHANICAL Page No:1 of 1

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

07-10-2023

sRF/23l00694-000 2 & 06- 1 0-2023
06-10-2023

06-10-2023

05-10-2024
resse&Addc rNa

GOVERNMENT PRIMARY HEALTH CENTRE,
KOMBAI-625522,THENI DISTRICT,

Deta ofls UDevice den f Ca tionbra D cU

Description

Range

Resolution

DUC Condition

CENTRIFUGE

3OOO RPM

l RPM

Sati

Make & Model

Sr. No

ldentiflcation No

Location

LABOTECH & BOI.152

2016-07 -O4

NA

LABORATORY
nvE ronm enta Cond onti &s nSta dard o nrati Proced reu lsDetaipe g

Environmental Details Temperature: 25.6 oc Relative Humidity 57% Rh
Calibration Procedure No SBS/CP/MUO4 Calibration done at ONSITE

Reference Standards Details
S.No Description Make/ Sl No: Certificate No Validity

Digital Tachometer L|NE SEtKt / 175-0034V JRPM-CCTR-A&S-2023-001 3 09-06-2024
CALIBRATION RE ULTS

S.No
DEVICE UNDER
CALIBRATION STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTATNTY ( t)

RPM RPM RPM
1 1000 999.I 0.2
2 2000 '1999.7 0.3 4.2

2999.7 0.3 4.2
REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.
5 The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage
factor k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lnternational standards.

Calibrated By

tc"rfftiB*t*,""0
P.PRASANNA
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SUNSHINE EIOMEDIC/AL SOIJ.'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032,1el:044 - 2225 2087,

E-Mail: calibiation@sunshinebiomedi€al.com, Website: www.sunshinebiomedical.com'
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sUNSHIN
CALIBRATION CERTIFICATE

Desc.iption MICRO PIPETTE
THERMO SCIENTIFICMake

C€rtifi cate No: SBS/CU23/13202

Customer Name & Address

SRI No.

Issue Date

SRr Date

Due Date for Cdibration

Date of Re.eipt

Date of Calibration

sRF/23l0069,1-0003

07-10 2023

06-10 2023

05t0,2024

05-10-2023

06-101023

GOVERNMENTPRIMARY HEALTTiCENTRE,

KOMBAI 625522,N$NI DISTRICT,

RanSe 10-100!r Mod€I FINNPIPtsTTE F3
Resolution 0.2FI Mat€dal PVC

RWo1274 Operating Range 10-100F]
ID Number NA Condition of UUC Good
CaI. At

Environmental Condition

Mechanical Lab Inshument Lo.ation

Calibration Method Used

LABORATORY

Temperature (.C) 23.9 Humidity (%RH) 55 Nationd / Int€rnational Standard ISO8655{:2002

Atmospheric Pressure (mbar)

5I. No. D€scription

1006 21.6 Cal Procedue No SBS/CPA{L/08

ID,No. / SI. No. Certificate No. vatid tillMake/Model Traceabilig

1 1s112918 'rycsPL2a1a2115-01 A&D & GH-252 National Standards 09-12-2023

g.

a

Details of Unit Under Calibration

Standard Used

Z Facton 1.00319

Remarks

1 .This calibration certificate shall not be reproduced except in full, without writtm approvar of the laboratory.
2.The user should determine the suitabitity of the insrrummt for its intended use.
3.The recalibration interval should be determined on the user requiremmt.
4.The results stated in this certificate relate or y to the item calibrated.
5. Equipment used ror calibration were calibrated & haceable to National & rntemational standards
6 The indicated uncertaintie. are expanded uncertainty estimated for a confidmce revel of approximatery 95% for a
coverage factor k-2.00 .

7. Calibration Liquid Used: Distilled or Deioni Grade3 as specified in ISO 3696.

Calibrated By,
AuthodEed by;

6t;( Jffi,*"*0""r
C.SIVABALAN

^.. M rolh*nar(Lallbratron hngrneer)

M.ADHIBAN

Sl. No.
Nominal

Value Observed Readings Mean

VaIue
Systematic

Eror
Random

Un.ertainty (!)

9.91 9.92 9.90 9.92 9.93

9.92 9.93 9.92 9.93 9.91
9.92 -0.08 0.01 0.47

49.95 19.96 49.96
? 50.0

49.96 49.97 49.98 49.96
49.96 4.04

99.89 99.88 99.89 99.87
3 100.0

99.88 99.87 99.85 99.86 99.87
9.87 {.13 0.01 0.47

SUNSHINE BIOMEDICAL SOI.I'TIONS
No:68, First Floor, Poomagal Main Road, Etkattuthangal, Chennai - 600 O32, Tel: O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

Serial Number

I Electronic Weighing

I oaa''ce

Ilo/

Result oI Calibration in pl

EIror

1 10.0

49.95 49.95

49.97
0.01 0.47

99.88



sUNSHI
CALIBRATION CERTIFICATE

Description MICRO PIPETTE
THERMO SCIENNFICMake

C€rtifi .ate No: SBS/CL/23^3203

Customer Name & Ad&ess

SRF No.

Issue Date

SRF Dat€

Due Date for Calibiation

Date of Receipt

Date of Calibration

07-10:2023

sRF/23l00594-0004

0s-10-2024

06-10-2023

06-10-2023

0s-10-2023

GOVERNMENT PRIMARY HEALTH CENTRE,

KOMBAI.62552ZTHENI DISTRICT.

Range 100-1000F1 Model FINNPIPETTE F3
Resolution 1t l Material PVC
Serial Number RWo1274 Operating Range 100 1000F1
ID Number NA Condition of UUC Cood
Cat. At

Environmental Condition

Mechanical Lab Instrument Location

Calibration Method Us€d

LABORATORY

Temperature ('C) 23.9 Humidity (%RH) 55 National / Intemational Standard ISO 8655 6:2002

Atmosphelic Pressure (mbar)

SL No. D€scription

1006 waler Tenperature (.C) 2t.6 Cal Procedure No SBS/CPA{L/08

ID.No. / SI. No. Certificate No. Mak€/Model Traceability

1
Electronic Weighing

Balance
75712918 TVCSPL22/L212I1,541 A&D & CH,2s2 National Standards

o

7a

0

tr)
z) o

Details of U t Under Calibration

Standard U6ed

Z fa.tor 1.00319

Remarks

l This calibration €ertificate sharr not be reproduced except in fu[, without written approval of the laboratory.
2.The user should determine the suitability of the instrummt for its intended use.
3.The recalibration intervat should be determined on the user requiremmt.
4.The results stated in this certificate relate only to the item calibrated.

5. Equipment used for caribration were calibrated & traceable to National & Intemationar standards
6'The indicated uncertainties are expanded uncertainty eslimated for a conlidence level of approximately 95olo for a
coverate factor k=2.00 .

7. Calibration Liquid Used: Disti[ed or Grade3 as specilied in ISO 3596

Calibrated By,

^..N.gdlqi4lLaInrahon Lngrneer)

M.ADHIBAN

Authoriaed by:

*ahdlY4tffii,.*,,,"",
C.SIVABALAN

Result of Calibration in td

Sl. No.
Nominal

Value
ObBerved Readings Mean

value
Systematic

EIIor
Randoin

Eiror
Measurement

Un.errainty (l)

99.94 99.95 99.92 99.96 99.94
100

99.9t 99.92 99.94 99.95 99.96
99.94 -0.06 0.47

499.9s 499.95 499.95 499.97 499.96
2 500

199.95 499.94 499.96 199.97 499.98
499.96

999.95 999.97 999.96 999.97 999.98
3 1000

999.9A 999.91 999.95
999.95 {.05

0.01

0.03

0.47

0.47

SUNSHINE BIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

\ /

Valid till

09-12-2023

1
0.02

{.04

999.91 999.95


