
UNSH!N

CALIBRATIO N CERTI F ICATE
CERTIFICATE NO: SBS/CU23/12978 MEDICAL DEVICES Page No:1 of 1

lssue Date
SRF No & Date

Receipt Date
Calibration Date
Calibration Due

06-10-2023
sRF/23/00652-0001 & 05-10-2023
05-10-2023
05-10-2023
04-'t0-2024

Customer Name & Address
GOVERNMENT PRIMARY HEALTH CENTRE(MURUKKERI BLOCK),

ANUMANDHAI-604303,VILLUPURAIVI DISTRICT.
Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER

MULTI

MULTI

SATISFACTORY

Make & Model

sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH

AT15O0609RBK

NA

LABORATORY
Environmental Conditions & Calibration Procedu.e Details

Envrronmental Details Temperature:25.4'C Relative Humidity 54% RH

Calibration Procedure No SBS/CP/MDi2O Calibration done at ONSITE

Referoncs Standards Dgtails

S, NO Description Make/ Sl No: Certificate No Validity

1 Electrical Safety Analyser Rigel lredical & 441-1059 M-230809-16-4 10-08-2024

ELECTRICAL SAFETY

RESULTS

S. no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINTY (!)

1 lnsulation Resisitance Measured values in MO UncertaintY in % (i)
>20MO 100

2 Earth Leakaqe Measured values in pA Uncertaintv in % (t)
<5000pAfor B,BF,CF 156 7.8

3 Enclosurg Leakaqe Measured values in pA uncertaintv in% (t)
<500pAfor B,BF,CF 215

REMARKS

1 This Calibralion certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determine the suitability of the instrument for its intended use.

3.The recatibrataon interval should be determined on the user requirement.

4 The results stated in this certaficate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a confldence level of approximately 95% for a coverage factor k=2.00

6. Equrpment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By Authorised Signatory

(cario,alJn&neeo
M,DINESH

"$#,"|id,n"n",
Chief Executive

C.SHANMUGAR}"J

SUNSHINE BIOMEDICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www,sunshinebiomedical.com.

s

,d}tr).

@
t-



UNSH!N

CA LIBRATION CERTIFICATE
CERTIFICATE NO: SBS/CU23ll 2979 MEDICAL DEVICES Page No:l of 1

lssue Date
SRF No & Date

Receipt Date
Calibration Date
Calibration Due

06-10-2023
sRF/23/00652-0002 & 05-1 0-2023
05-10-2023
05-10-2023
M-10-2024

Customer Name & Address
GOVERNMENT PRIMARY HEALTH CENTRE(I\,IURUKKERI BLocK),
ANUI.4ANDHAI-604303,VILLUPURAM DISTRICT

Details ol Oevice Under Calibration (DUC)

Description
ELECTRICAL
SAFEry(MICROSCOPE)

MULTI

IVI ULTI

SATISFACTORY

Range

Resolution

DUC Condition

l\.Iake & Model

Sr. No

tdentification No

Location

LABOMED & NA

170699579

NA

LABORATORY

Environmental Conditions & Calibration Procedure Details

Environmental Details Temperature:25.4"C Relative Humidity 54% RH

Calibration Procedure No SBS/CP/MD/29 Calibration done at ONSITE

Reference Standards Details

S.No Description Make/ Sl No Certificate No Valid

ELECTRICAL SAFETY

RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINTY (T)

I lnsulation Resisitance lrteasured values in MO Uncertainwin% (i)
>20MO 70 13.92

2 Earth Leakaqe Measured values in IA Uncertainty in % (t)
<5000uAfor B,BF,CF 165 7.7

3 Enclosure Leakaqe Measured values in pA uncertainty in % (t)
<500pAfor B,BF,CF 224 73

REMARKS

1 .This Calibration certificate shall not be reproduc€d except an full, without written approval of the laboratory.

2.The user should determine the suitabilily of the instrument for its intended use.

3.The recalibration intervalshould be determined on the user requirement.

4.The results stated in this certificate relate only to the item calibrated.

5.The indicated uncertaanties are expanded uncertaanty estimated for a confidence level of approximately 95% for a coverage factor k=2.00

6 Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By Authorised Signatory

tcrrio,"tto'liBn""o [r4d,F*u""n", Chief Executrve

I/l DINESH C,SHANMUGARAJ

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSH!N

Certifi(ate No: SBS/CL/B/r2980

Custom€r N.me & Address

sRr23/006s2 {r03SRr No.

05-1G20235Rr D!le

05 1G2023Date of Re.eipt

0s 1G2023Date of Calibration

04,1G202.IDue Date for Calibiation

COVERNMENI PRIMARY MALTH CENTRE(MURUICGRI BLOCK),

AN1JMANDHAI{04303,\1LLIJPURAM DISTRICT.

Description Micro Pipette

0r1G2023

THERMO SCIENNFICMake

FINNP]PFTT!, F3Model1G100IdRange

PVCMatenal0.2!lResolution

10100p1OperatinB RangeRW09017Serial Number

GoodCondition of UUCNAID Number

Instrument Location

Crlibntion Mcthod Used

LABORATORYCal. At

Environmental Condition

Mechamcal Lab

ISO 8655{:20125.1 National / Intemational Standard23.6 Hunridity ('nRH)remperature ('C)

Cal Procedure No SBS/CP/,I,{L/08water Temperature (oC) 21.61006

Valid tillID-No. / SL No. Certificate No. Make/Model

Atmospheri( Pressure (mbar)

SL No. D€scnption

National Standards 09-12,2023A&D & CH-25215112918 TVCSPL22/12l2115{1I
Electronic WeiShrng

Balance

Chenn3i
600 032

4

i c

Details of Unit Under Calibration

Standard Used

Z Factor 1.00319

Result of Calibration in Fl

Sl. No.
Nominal observed Readitrgs

Systemati

c Error
Random

EEor Uncertainty (1)

1 t0 0
9.90 992 991

9.91 -0 09 0.01 0.47

992 9.q3 9.92

2 50.0
49.78 49 76 19 71 49 /-2 49.74

19.71 ,0.26 0_47

49 76 19.75 49.73 49.72 197t

3 100.0
98.92 98.9,1 98.96 98_92

98.93 -r.o7 0.02 0_47

98 91 98.93 98.94 98.92

l.Thls Calibralion certilicate shalt not be reproduced €xc€Pt m tuI, without wntten aPproval of th€ laboralorv.

2.The user should determine the suitability of the instsument for its intended use

3.The recalibration interval should be determined on the user requtement.

4-The results staled in this certificate relate only to the item calibrated-

5. €quipment used for Calibration w€re calibrated & trac€able to National & lnlemational Standards

6.The indicated uncertainties are expanded uncertainly estimated for a conlid€nce level ol aPProximale\y "k tot a

coverage f actor k=2.00.

7. Caliblation Liquid Us€d: Distilled or Deionized vrater as specilied in ISO 3696.

Calibrated By, Authorised by:
l1

re&rdlffi.,0."*o'",
C,STVABALAN

o"*,S$d*"e+
Y.ADHIAAN

SUNSHINE BIOMEOIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Te|. O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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CALI BRATI O N CERTI F ICATE
Certif i.ate No: SBs/CL/23/12981

Customer Name & Address

sRF23/00652-ofiNSRF No.

05,1G2023SRF Date

05-10 2023Date of Receipt

05-10,2023Date of Calibration

04-1&202,1Du€ Date for Calibration

Cr)IERNMINT PRIMARY HEALTH CENTRE(MTIRIJKKERI BLOCK),

ANUMANDHAI.6O4303,}'ILLUPURAM DISTRICI.

Micro PipetteDescdption

06i0 2023

THERMO SCIENTIFIC

Issue Dale

NIake

N{odel100 1000dRang€

PVC1l,l

100-1000pIOperating RanSeRW115-14Serial Number

coodCondition of UUCNAID Number

Calibration Method Used

Cal. At

Environm€ntal Condition

Mecharucal Lab

ISO 8655 6:2002National / International Stand d5423_6 Huinidity (%RH)Temp€rature ('C)

Cal Proc€dure Now.terTemper.tue (oC) 21_61006

valid tillTraceabilityCetificate No-ID.No. / Sl. No.

A,IL/08

Make^{odel

Almospheric Pressure (mbar)

SI. No. Description

Nahonal Standards 09-72-2023TVCSPL22/12l2115'0115112918i

Chennar
600 032

4

C
-.1

.,1,i

Details of Unit Under Calibrrtion

Standard Used

Z radol: 1.00319

l.This Calibration certificate shal not be reProduced ex.€pt in full, without vr'ritt€n aPPT oval of the laboratory'

2.The user shou.ld detemine the suitability of the instrum€nt for its intended use

3.The recalibration inteNal should b€ determined on the user requtehent.

4.The results stated in this cerdficate Elaie only to the item calibrated.

5. Equipment used for CalibraEon were calibrated & trac€able to National & International Standards

6.The indicated LEcertainties are expanded unceitainty estimated ror a conjidence level of aPProximately 95"/" lot a

coverage factor k=2.00 .

7. Calibration Liquid Used: Distilled or Deionized water specified in ISO 3696

Calibrated By,

u. mkirrnl-
(Catib.ation [n&.neer)

M,ADHIBAN

Au&oris€d by:

,B4,A,Y*ffi2..*","",
C,SIVABALAN

Result of Calibration in pl

Un(ertainty (l)
Systemati

c EEorSl. No.
Nominai Obs€rved Readinss

99n99.n 99_7699.76 99.74
0.01 0.47

99.78
{.23

99_76 99_7799_78 99.78
100

498.77 498_77198_76 498.77498.78
0.01 0-t7498.78 -1.23

498.78 ,198.78498.79 $4.77 498.78
500

999.87999.87
0.47,0.13 0.01

999.87 999.86
999.871000

999.86

SUNSHINE BIOMEDIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032,Tel:044 - 2225 7087,

E-Mail: calibration@sunshinebiomedical,com, Website: www,sunshinebiomedical.com.
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