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CALIBRATIO N RESULTS

S.No
DEVICE UNDER
CALIBRATION

STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPI\4

I 1000 998.9 1.1 4.2

2 2000 1998.6 1.4 4.2

3 3000 2998.7 IJ 4.2

REMARKS

LThis Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determine the suitability of the instrument for its intended use

3.The recalibration interval should be determined on the user requirement.

4.The results stated in this certificate relale only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a conlldence level of approximately 95% for a coverage factor

k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By

VtL->
(Calibration Engineer)

K,SATHYAN.4OORTHY

Authorised Signatory

E"["'d'.rfleF-
(C.SIVABALAN)

Chief Executive

CA LIBRATION CERTIFICATE
CERTIFICATE NO: sBs/cu23l'1340't Page No:1 of '1

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

07 -10-2023

sRF/23l00740-0001 & 07 -1 0-2023

07-10-2023

07 -10-2023

06-10-2024

Customer e&Add ress

GOVERNI,4ENT PRIIVIARY HEALTH CENTRE,

AYYAIVIPALAYAM-6391 1 3, KARUR DISTRICT.

Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

3OOO RPM

1 RPM

Satisfactory

Make & Model

Sr. No

ldentification No

Location

REMI & NA

c-854/8

NA

LABORATORY

Environmental Conditions & Standard Operating Procedure Details

Environmental Details Temperature: 25.4oC Relative Humidity

SBS/CP/MU04 Calibration done at ONSITE

Reference Standards Details

S.No Description Make/ Sl No: Certlficate No Validity

1 Digital Tachometer LtNE SEtKt / 175-0034V JRPt\,4-CCTR-A&S-2023-001 3 09-06-2024

SUNSHINE BIOMEDIGAL SOII'TIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 - 2225 2087 '

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical'com'
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MECHANICAL

54% Rh

Calibration Procedure No



SUNSHINE

CALI B RATI O N CERTI F I CATE
CERTIFICATE NO: SBS/CU23l1 3402 MEDICAL DEVICES Page No:'l ot 1

lssue Date
SRF No & Date
Receipt Date
Calibration Date

Calibration Due

07 -10-2023

sRF/23/00740-0002 & 07 -10-2023

o7 -10-2023
07-10-2023
06-10-2024

Customer Name & Address
GOVERNMENT PRIMARY HEALTH CENTRE,
AYYAMPALAYAI\4-6391 1 3,KARUR DISTRICT,

Details of Device Under calibration (DUC)

Description
ELECTRICAL
SAFETY(MICROSCOPE)

MULTI

MULTI

SATISFACTORY

Range

Resolution

DUC Condition

Make & Lrlodel

Sr. No

ldentification No

Localion

TABOMED & NA
190110792

NA

I.ABORATORY
Environmental Conditions & Calibration Procedure Oetails

Environmental Details Temperatu.e:25.6'C Relative Humidity 52./" RH

Calibratron Procedure No sBs/cP/t/D/29 Calibration done at ONSITE

Relerence Standards Details

S. No Oescription Validity

1 Electrical Safety Analyser Rigel Medical & 441-1059 M-230809-16-4 10-48-2024

ELECTRICAL SAFETY

RESULTS

S. no SPECIFICATION MEASUREO VALUES EXPANOED UNCERTAINTY {T)

1 lnsulation Resisitance Measured values in MO Uncertainwin% (t)
>20MO 92

2 Earth Leakaoe Measured valuss in UA Uncertaintyin% (1)
<5000uAfor B,BF,CF 172 7.5

3 Enclosure Leakaq€ Measured values in pA Uncertainw in% (i)
<500lAfor B,BF,CF 7.2

REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should delermine the suitability of the instrument for its inlended use

3.The recalibration rnterval should be determined on the user requirement

4.The results stated in this certificate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00

6. Equipmenl used for Calibration were calibrated & traceable to National & lnternationalStandards.

Calibrated By Authorased Signatory

!(F!}
lCatbratrontngjrneer)
K SATHYAMOORTHY

C
1.tLr
dcflhical Manager Chief Executrve

C.SHANMUGARAJur'

?-

tl
.J

E

SUNSHINE BIOMEDICAL SOLUTTONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chenoai - 600 032,Tel:042i -22252087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical'com.

luarel st tto: lCertificate No

/*
i={

i



I

CALI BRATI O N C ERTI FICATE
Certifi €ate No: SBS/CL/23/13,r03

CustoEer Nahe & A.ldress

SRF No. sRr/23100740-0003

COWRNMTNT PRIMAR\ HLALIH CENTRE,

AYYAMPALAYAM{391 13,KARUR DISTRICT,

SRF Dnte 07 10,2023

Date of Receipt 0G10-2023

Date of Calibntion 07-70-2023

Due Date for Calibration oG10-2024

Issue Date 07-10-2023

Details of Unit Under Calibration

D€scliption Miro Pipette l\'I.Ie }IANDYPIP!TIE

Rang€ 10 100F1 Nlodrl NA

0.2uI Material PVC

Seriai Numb€r 101700789 OperatingRarse 1D100!l

ID Number NA ConditionofUUC Cood

Cal. At Mechanical Lab lnstrumenl Location LABORATORY

Environmental Condition Calibration Method Used

Tempe.ature {oC) 23.9 Humidity (o/oRII) Nntional / Intemational Standard ISO 8655 6:2002

Atmospheric Pressure (mbar) 1006 w.ter Templratlr (oC) 21.6 Cal ProceduJe No SBS/CPML/08

Standard Used

SI. No. Desciption ID.No. / SI. No. Certificate No. Make/l\lodel Traceability Valid till

i
Electionic Weighing

Balance
15112918 TVCSPL22/12l2115-01 A&D & CH.252 National Standards

Z Fa(ron 1.t,0319

Result of Calibration in pl

Sl. No.
Nominal

obseNed ReadinBs
Systemati

c Er.or trror Unce(rinty (l)

I 10.0
9.90 9.92 9.88 9.91 9.92

9.91 0.09 0.01 0.17
9.92 9.93 9.92

50.0
49.78 19_76 49.74 49.72 49.71

49-74 -a.26 002 0.17
19.76 19.73 19 72 49.7),

J 1{10.0
98.92 98.94 98.94 98.96 98.92

98.93 -1.07 0.02 0.47
98.91 98.93 98.94 98.92 9u.91

l.Tlus Calibration certiiicate shall not be reproduc€d except in hrl, without written approval of th€ Iaboratory

2.The user should determjne the suitability of the instnrment for its intended use.

3.The recalibration rntewal should be determined on the user requirement-

4.The results stated in this certiJicate relate only to the item calibrated.

5. Equrpment used for Calibration were calibrad & Eaceable to Nahonal & Intemational Standards
6.The indicated uncertainties are expanded ted for a confidenc€ level of approximately 95% for a

coverage f actor k-2.00 .

7. Calibration Liquid Used: Distilled or
.jl

Crade3 as 5pecified in ISO 3696

Cfrennal\?
r'. 600 03?Calibrated By.

n*!uf{r*ffi-",u-"*o*,
Tl,R CUL C,SIVABAT-AN

ts o o o oSUNSHINE BIOMEDICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:O44 - 2275 2087 

'
E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical'com'
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CALIBRATION CERTIFICATE
Certifi(ate No: SBS/Cl./23113404

Customer Nee & Address

SRI \O, sRF23/00740-0004

SRr Datc 07,1G2023

Date of R€(eipt 0610-2023

Date of Calibrntion a7-70 2423

Due Date for Calibration 0610-2024

COVt RNMENT PRIA,I,AR) HEALTH CLNTR[,

AYYAMPALAYAM{391 l3,KARUR DISTRICI,

Issue Date 071G2023

Description Micro Pipette lvlnke THERMO SCIINTIFIC
Range 100-10008I Model IINNPIPL'ITI 13

1d Nlalerial PVC

Senal Number RW11686 OperatinB RrnBe 10G1000!1

lD Number Condition of UUC Good

Cnl. At Mecllarucal Lab Instrumeni Location LABORATORY

Envrrcnmental Condition Calibration Method Used

23.9 Humidity (o/oRH) hvational / Intemational Standard ISO 8655{:2002

Atmospheri( kessure (mbar) 1006 waier TenpeEtuE ('C) 21.6 Cd Procedure No SBS/CPA{L/08

Sl. No. D€scription ID.No. / SI. No. Certifi(ate No. Make^lodei Traceability valid till
llectsonic Weighing

Balance
15112918 TycsPL22lt2l2115-01 A&D & CH-252 National Standards

Details of Unit Under Calibration

Stanilard Useal

Z Factor 1.00319

1.This calibrabon cerriJicate shar not b€ reproduced ex.ept in tuu, w hout wrtten approval of t}le taboratory.
2.The user sholrd determine the suitabitity of the insEument for its intmded use.
3.Tlte Ecalibrarion inteNal should be detemined on the u.s€r requir€ment.
4.The results stated in Ats certificate relate only to the item calibrated.

5. Equipment used for Calibration were calibrated & Eaceable to Nationat & Intemational Standards
6.The indicated uncertainties are expand€d wrertainty estimated for a confidence tevel of approximatety 9s% for a
coverage Iactor k=2.00 .

7. Calibration Liquid Used: Distitled or Crade3 as specfied in ISO 3696

Calibrated By, Authonsed by:

(calit,auo#sineeO <o(i,dlY#*"Ss-,n,"*0,",
I\1,RAGI;L C,SIVABAI,AN

Result of Cdibration in pl

Sl. No.
Nominal

Obsered Readings Systemati

c Ermr Uncertainty (r)

100.51 100.52 100.53 100.52 100.51
100

100.49 100.48 100.49 100.49 100.48
100.50 0.50 0.02 0-47

500..10 500.42 500,{.1 500.46
;00

500.{5 500.4.1 500.r-1 500..r2 500..11
500,13 0.43 002 0.47

10c1.2{ 1001.26 1001.22 1001.22
100r)

1001.18 1001.17 1001.24 1001.26
1001.22 7_22 003 0.47

SUNSHINE EIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 500 0327 Tel':044 -22252087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

SUNSHINE

I 09-12-2023
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1001.23

1001.20
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