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CA LI B RATI O N C E RTI F I CAT E
CERTIFICATE NO: SBS/CU23/1 3356 MEDICAL DEVICES Page No:1 of 1

lssue Date
SRF No & Date
Receipt Date
Calibration Date

Calibration Due

07 -10-2023
sRF/23l00730-0001 & 07 -1 0-2023
07 -10-2023
07 -10-2023
06-10-2024

Customer Name & Address
GOVERNI]IENT PRIMARY HEALTH CENTRE,
VEPANGUDI-6213O1,KARUR DISTRICT.

Details of Device Under Calibration (OUC)

Description
Range

Resolutlon

DUC Condition

SEMI AUTO ANALYZER

MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH
NA

NA
LABORATORY

Environmental Conditions & Calibration Procedure Details
Environmental Details Temperature:25.6 ' C Relative Humidity 52% RH
Callbration Procedure No S B S/C P/I\,4 D/2 O Calibration done at ONSITE

Reference Standards Details
S.No Description Make/ Sl No Certificate No Validity
1 Electrical Safety Analyser Rigel Medical & 441-1059 M-230809-16-4 10-08-2024

ELECTRICAL SAFETY
RESULTS

S. no SPECIFICATION MEASURED VALUES EXPANDEO UNCERTAINTY (i)
1 lnsulation Resisitance lvleasured values MOtn U i in Y.

>20M0 97 13.92
2 Earth Leakaqe llleasured values in pA in Y.

<5000pAfor B,BF,CF 8.0
3 Enclosure Leakaqe Measured.-tuEs inl- Uncertainw in % (t)

<500pAfor B,BF,CF 7.2

REMARKS

1.This calibration certificate shall not be reproduced except in tu , without written approval of the laboratory
2 The user should determine the suitability of the instrument for its intended use.
3.The recalibration intervalshould be determined on the user requirement.
4 The results stated in this certificate relate only to the item caljbrated.
5.The indicated unce,tainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00
6. Equipment used for Calibration were catibrated & traceable to National & lnternational Standards.

catibrated By Authorised signatory

yrt*
(Calrbration Engrneer)

K,SATHYAIUOORTHY

r-, / rL.-.:',-lTeEhtlicalManager
C,SHANIUUGARAJ

Chief Executive

SUNSHINE BIOMEOICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSHIN

CALIBRATION RESULTS

S.No
DEVICE UNDER

CALIBRATION READINGS
STANDARD INSTRUMENTS DEVIATION EXPANDEDUNCERTAINTY (T)

RPM RPM RPM
,1 1000 999.9 0.1 4.2
2 2000 1998 2 4.2
3 3000 1 4.2

REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the Iaboralory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration inlerval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% fora coverage factor
k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By

rtr+
(Calibratidn Engineer)

K.SATHYAi,4OORTHY

\l E,DI

cCh€nnai
600 03

a-a

Authorised Signatory

E6""d'il:;H ftcnier executive
(C.SIVABALAN)I

*

CALI BRATIO N CERTI F ICATE
CERTIFICATE NO: sBS/CU23113357 MECHANICAL Page No:l of 1

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

07-10-2023

sRF/23/00730-0002 & 07-1 0-2023

07-10-2023

07-10-2023

06-10-2024
Custom er Name & Address

GOVERNN/ENT PRIMARY HEALTH CENTRE,

VEPANGUDI.62.1 301,KARUR DISTRICT.

Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

35OO RPM
,1 RPIV

Satisfactory

lvlake & Model

Sr. No

ldentlfication No

Location

REMI & NA

GENC7755

NA

LABORATORY
Environmental Conditions & Standard Operating Procedure Details

Temperature: 24.3 "C Relative Humidity 54%Rh
Calibration Procedure No SBS/CP/N,41/04 Calibration done at ONSITE

Reference Standards Details
S.No Description Make/ Sl No: Certificate No Validity
1 Digital Tachometer LtNE SEIKt / 175-0034V JRPM-CCTR-A&S-2023-001 3 09-06-2024

SUNSHINE BIOMEOICAL SOIIJTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshlnebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSH!N

CERTIFICATE NO: SBS/CU23l1 3358 MEDICAL DEVICES Page No:l of I
lssue Date
SRF No & Date
Receipt Date
Calibration Date

Calibration Due

07 -10-2023
sRF/23l00730-0003 & 07 -',t 0-2023
07 -10-2023
07 -10-2023
06-10-2024

Customer Name & Address
GOVERNI\,4ENT PRIIVIARY HEALTH CENTRE,
VEPANGUDI-621 301,KARUR DISTRICT,

Details of Oevice Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

ELECTRiCAL SAFETY
(MrcRoscoPE)
MULTI

MULTI
SATISFACTORY

ldake & Model

Sr. No

ldentification No

Location

LABOIi]ED & NA
'190614687

NA

LABORATORY
Environmental Conditions & Calibration Procedure Details

Envi.onmental Details Temperature;25.6"C Relative Humidity 52% RH

Calibration Procedure No SBS/CP/MD/29 Calibration done at ONSITE
Reference Standards Details

Make/ Sl No: Certificate No Validity

1 Electrical Safety Analyser Rigel Medical & 441-1059

ELECTRICAL SAFETY
RESULTS

S. no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINTY (i)
1 lnsulation Resisitance Measured values in MO Uncertaintv in % (t)

>20MO 97 13.92
2 Earth Leakaqe Measured values in UA Uncertainty in % (t)

<5000pAfor B,BF,CF 125 12.3
3 Enclosure Leakaoe Measured Yalues in pA Uncertainty in % (t)

<5oopAfor B,BF,CF 229 8.6

REMARKS
'1.This Calibration certiflcate shall not be reproduced except in full, without written approval of the laboralory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this cediflcate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00
6. Equipment used for Calibration were calibrated & traceabte to National & lnternational Standards.

calibrated By Authorised signatory

tzir")
(Calibration En'grneer)

K,SATHYAI\4OORTHY

,:i3f.i'

*

Manager

C.SHANMUGARAJ
Chief Executive

2; Chen!i
6C0 03

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 22?5 2087 ,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

CALI BRATION CERTI FICATE

s.No lDescription

lu-zsoaos-ro< lro-oe-zoz+



UNSH!N

CALI BRATI O N C ERTI F I CAT E
CLrt;f icrte No: SBS/CL/8/r3359

CustomP. Name & Addre.s

SRF No. sRr23/00730-0004

SRF Date 10-2023

Date of Receipt 1G2023

Date of Calibration 10-2023

Due Date for Calibration 10-2024

G(')VF,IINMENT PRIMARY HEALTH CENTRE,

VFPANCUDIS2l3()l,KARUR DISTRICT.

Dcs.r;ption MICRO PIPETTI.] SCIINTIFIC

10,2023

Range 1G100ul Model FINNPIPETTE I3

o.2Bl Material PVC

R\{01315 OperatinB Range 1G1mpl

ID Numb€r Condition of UUC Cood

Cal. At

Environmental Condition

Instt:lment Locafion

Calibration M€lhod Used

LABOITATORY

23.6 Humidity (""RH) 5l National / Intemational Standard ISO 8655{12002

Atmosphenc Pressure (mbar)

Sl. No. Des€ription

Water Temperrture ("C)I004, t1.6

lD.No. / SI. No Certificate No. Mak€/Model Traceability Valid till

s8s/cPA{L/08

1

Ele.tronic Weighing
Balance

15112918 "fycsPL22/12121754t A&D & GH.252 National Standrrds 09-12-2023

Detiils of Unit Under Calibrntion

Z Factor: 1.m3I9

I .This calibration Grtificate shall not be reproduced except in tull, without written approval of the taboratory
2.The ter should determine the suitability of rhe insrrth€nt for its intended us€.

3.The re.alibration interval should be determined on the user requircment.
4.The iesults stated in this certificare relate only to the item calibrated.

5. Equipment used for Calibrarion were calibrated & traceabte to Nationat & lntemahonal Standads

lactor k=2.00.

uncdtaintics are expanded uncerta for a conlidence level of approximately 95% for a coverage

\$ fl c'
7. Calibration Liquid Used: Disflkd or
Calibrated By,

0r
{Lallbrarron Engrn€er)

M,RACUL

Grad€3 as sJ'eofied in ISO 3696.

C hcn r: ai
50c 032

o Aul}|orisedby:

.r6;d,kftffi;,"".,,,",
C.SIVABALAN

C

Result of Calibration in d

Sl. No.
Nominal

obseNed Readings Systematic

Error
Random

Error Uncertainty (!)

9.96 9.95 9.96 9_97
10.0

998 9.98 995
9_97 ,0.03 0.01 447

{9.86 .19.i15 49.u7 49.86 19.85l 500
J9.93 49.96 49_97 .19.95 49.95

49.91 {.09 0.05

99 98 99.97 99.96
3 100 0

99.95 99.95
99.96 004 0.01 0.47

*

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 ZOB7,

E-Mail: calibration@sunshinebiomedical,com, Website: www.sunshinebiomedical.com.
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CALI BRATI O N CERTI F I CAT E
Certificate No: S B S/C L/23l13360

Customer Nrtre & Address

SRr No. sRF23/00730-000s

SRF Dite 07 1G2023

Date of Receipt 06-10,2023

Date of Calibration 07-10-2023

Due Date for Calibration 06-10,2024

COVFRNMI-NT I'RIMAR) HI,ALTH CFNTRF,

VEPAN(]UDI 621301,KAIIUR DISTRICT,

Description MICRO PIPFTTF

07-10-2023

THERMO SCIENTIFIC

Rrnge 100-10{10}rl FINNPIPF,TTE F3

lll PVC

\ Op€rating RanBe 10G10m,rl

ID Number NA Condilion of UUC Cood

C.l. i\t Me!hanical Lab lnslrument Locntion

Caliblation Melhod Used

LABORATORY

Tempernture ('C) 23.5 Humidity {9"RH) 52 Nation!I / Intemationrl Stadard ISO8655{:2002

Atmospheric Pressure (mlrar)

Sl. No. Desciption

water Tempe.ature ('C)1006 ?1.6 SBS/CP/n{L/08

ID.No./SI. No. Certificate No. vnlid tillMake/Model Traceability

1

Illc.trori. Wcighing
15112918 'tvcsPL?u72127754t A&D & CH 252 National Standards

IJ

?-

e eochennei
6C0 032

Details of Unit Under Calibration

Standird Used

Z Factor:1.00319

1.This calibration certificate shall not be reproduced except in tuu, w hour written approval of the laboratory.
2.The us€. should determine the suitability of the insrrunent for its intended use.

3.Tte recalibralion interval should be determined on the user requirement.
4.The .esults stated in this certificate relate only ro th€ item calibrated.

5. Equipment used forCalibration were calibrated & traceabt€ ro Narional & Intemational Shndards
6 The indi.itcd uncertainties are expanded un e ainty estiruted for a mnfidenc€ levet of approximatety 95% ror a
.ovcra8e faclor k=2.00

7. Calibration Liquid Used: Distilled or
Calibrrted By,

Crad.3 as spcified in ISO 3696.

(Calibra R"*,.*,,
Authoris€d by:

tdtdi,}{*&ffi.""*n,",
C.SIVABALANi\{.R,\CUl

Result of Calibration in gl

Sl. No. Systematic

Error
Random

Error Unceltainty (l)

s9.96 99.94 99_97 99.93
100

99.95 99.96
99.95 ,0.05 0.02 0.47

,199.85 499.86 499.E7 499.89 .199 86
2 300

.199.86 199.87 499 E9 199.85
{99.87 -0.13 002 o47

999.98 999.95
3 101)r)

999.95
{r.04 0.01 t).47

c1s *

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2097,

E-Mail: calibration@sunshinebiomedical.com, Website: www,sunshinebiomedical.com.

SUNSHINE

Environmenlal Condition

09-12 2023

Obsened Readings

I


