
UNSHIN

CALI B RATI ON C ERTI FI CATE
Cenif i(are No: sBS/CL/23,/12738

Custo'ner Nrme & Address

SRI No. sRF23/00595-tXl01

SRF Date 04,10 2023

Dale of Receipt 04-11r2023

Date of Calibration 04,10 2023

Dse Date for Calibrntion 03-10-2024

GOVERNMENT PRIMARY HEALTH CENTRE,

AVANIPIIR.VII I,UPT]RAM DISTRI'T

TlICRO I)IPETTE

05-10-2023

SC]ENTIIIC

t0.100!] Model FINNPIPETTE I]3

0lul PVC

SerirlNumber Operating Range 10-100f1

ID Number Conditior of UUC God

Ca1. At

Environmental Condition

Instrument Location

Calibrniion Method Used

LABORATORY

ISO 8655{i2ll0223.6 Humidity (%RH) 5,1 N!tional / Intemalion.l Stand!rcl

WaterT€mpehtuP ("C)100rr 21.6 SBS/CP,4IIL/08

ID.No. / Sl- No. Certificate No. lraceability Valid lill

Atmosphen( Pressure (mbar,

DesdptionSl. No.

A&D & CH.252 Niti(nrl Stantlards 09,12 2023
Electronic Weighing

t5r 12918 TVCSTL22/122115{1I

De(ails of Unit Under Calibration

Z racton 1.00319

Result of Calibration in d

Obserued R€adings
Systematic

Error

l r0 0

.) 97
9.97 -0.03 001 o_47
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500
{9 85 {9 87 !l9.iJ6 t9.85

.19.91 -0.09 005 I).47
,19.95 19.95

t00 t)

q9.98

-0.04 001 0_47

1.ThB Calibrahon certilicate shall not be reproduced except in full, withoul written approval of the laboratory.

2.The u*r should determ,ne the suitability of the instrument for its intended u5€.

3.Thc Ralibration intervalshould be determined on the user requiremenl-

4.The results stated in this ertificate relate only to the itemcalibrated.

5. Equipment us.d for Calibration lvere calibrated & traceable to National & International Standards

6.The indicated uncertainties are expanded uncertaint] estimated for a conJidenc€ level of approxinately 95ol" for a covera8e

factork=2.00.
7. Calibrahon Liquid Used: Distilled or Deionized

Calibrated By,

t"l'tuh,bot't-
{Calibr.tion En{iner)

M.ADHIBAN

as specified in ISO 3696.

$ Authonsed by;

*G,,dks&#r,".,*,
C.SIVABALAN

(-)
hcnnai f'

\ 000 032 C

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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suNSHIN

CALI BRATI O N C ERTI F ICATE
Certifi(rte No: SBS/CL/23l12739

Customer Name & Address

SRF No, st{r23l0059s{xx)l

SRF Date 04 1G2023

Date ol Receipt 04-10-2023

Date of C,libration 0.1,10,2023

Due Date for Calibration 03-10-2024

MICRO PIPI]TTE

AVANIPUR,VILLUPURA]!I DISTRI('I

NMFNI PRIMT\RY HFAI TI I (.FNTRI:

0s,10-2023

THI]RMO SCIFNTII.ICIrIake

Range l{rl!1000!l

llLl Matenal

R\^/ I I560 OperatinE Range l0G10o0pl

ID Number NA Condition of UUC Cood

Cal. Al

Envrronmental Condition

Mechanical Lnb Instrument Location

Calibration Method Us€d

LAEORATORY

2:r 5 Humidity (%Rll) 52 National / lntemation.l Standard lS{) 11655-6:2002

Atmosph€nc Pressur€ (mbar)

SI. No. Desription

waler Temperalurc (oC) Cal Procedure Noll106 2i.6 SBS/CPA,ILI08

valid tillID.No. / Sl. No. Cerrificate No. Traceability

1
Electroru. WeighmB 'a l.,l' TtcsPLz2lt2121t54t A&D & GI] 252 National Standards \t9-72-2423

Chennat
600 032

EO lC

O
(:

c,

Details of Unit Undrr Calibration

Z Factor: 1.00319

Result of Calibration in FI

obsened Readinss
Systematic

Error Unce(ainty (1)

r00
e9.92 99 93

q9 95 -0.05 0.02 4.47
{)9.9.1 q9.95 99.96 99_97

,19c 85 499 U7 499.89 499 86
199 87 -013 0.02 4.47

1q9 85

i000
()qq 98

999 96 -0.0,1 Lr.0l a$

t.This Calibration certilicale shall nol be reprqluced €xc€pt in tull, without written approval of the laboratory.

z.Theusershould determine the suitability of the instrument for its intended use.

3.The re.alibration intervalshould b. determined on the user requirement.

4.The results stated in thi! certificate relate or y to th€ item calibrated.

5. Equipment used for Crlibration were calibrated & traceabl€ to National & lnternational Standards

6.The indicated uncertarnties are expanded unc€rtainty estirnated for a conJidence level of approxinately 95o/o fot a

coverage lactor k=2.00 .

7. Calibranon Liquid Used: Distilled or Deionized

Calibrated By,

r.r'o,fJiP.#ftS+
ITT,ADHIBAN

as sFcilied in ISO 3596.

*#u,*i"w$t-;."*,,"",.x
C.SIVABALAN

,r *

SUNSHINE BIOMEDICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:. O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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CALI BRATI O N C ERTI F I CATE
Certif icate No: SBS/CL/23I12740

Customer Name & Address

SRF No. sRr/23100595{003

SRF Date 04 l&2023

D!le of Receipt 04-10 2023

Dlte of Calib.ation 04-10-2023

Due Date for Calibration 03-1G2021

MIOTO PIPETTF

AVANIPUR,VII-LUTURAM DlSTR](]I

NNIENT PRIMAR)' TIEAI TI I CENTRE,

10 2023

RIGM Q

Ran8. 1t].l00Fl Nlodel NA

I t,r Nlaterial PVC

N Operating Ran8e 1G100|ll

ID Number N Condition ol UUC Good

Cai. At

Envrronmental Condition

Instrumenl Location

Calibr!tion Method Used

T.ABORATORY

:3 (. Humidity (%RH) 5{ Nrtional / Intemalional Standard I:lO 8655-6:2002

Atmospheric Pressure (mb!r)

5I- No. Description

wal€rTehpe.ilurc l"C)100r, 21.6 SBS/CP/ML/08

lD.No. /SI. No. Certificat€ No. valid tiliMake/Model Traceability

Electronic Weighing
1511291n Tv LsPt22/12n77547 A&D & CH-252 NationiilStanda.ds 09 12 2023

a
Chentlat
600 032

C
\-i

Detrils of Unit Under Calibrahon

Z Facto. 1.00319

Result of Calibration in Fl

Sl. \o- Observed R€adings
Systematic

EIr0r Ermr Unc€riainty G)

l t0
9.95 q.97

9.97 -0.03 0.01 0J7
q95

,19.85 .19.87 4q.8:
{9.91 ,0.0q o17

49.95

l(lir
99 98

{).0,1 0.01 o.47

1.This Calibratrcn certificate shall not be reproduced except in full, without Mitten approval of the laboratory.

2.Th€ user should determinL, the suitability ol the insEument for its intended up.
3.The recalibration hterval should be determined on the us€r requir€ment.

4.Th€ results statd in this certificate relate only to the item calibrated.

5. Equipment upd tor Calihr.tion were calibrated & tra.eable to National & InternatiorDl Standards
6.The indicated unortainties ire expanded uc€rtainty estmated for a confidenc€ l€vel of approimately 95% lor a coverage
facror k=2.0{l

7. Calibration Lrqur

Caiibrated By,

d Ue'd: t)istilled or D€ionized water as sp€cified in ISO 36 -

l.t .Rak.Lr.!'u-
(Crlrbht,on tnqmerr)

TI,ADHIDAN

Autholised by:

ro,(,idJY,g{k, u,,*",*"r
C,SIVABALAN

/)
s\

SUNSHINE BIOMEOIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, TelO44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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