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C ALI B R ATI O N C E RTI FI C AT E
Certilicate No: SBS/CU23l13451

Customer Name & Ad&ess

SRF No. sRF23/00751-0001

SRF Date a7-ro-2023

Date of Receipt 06,10,2023

D7-10-2023Date of Calibration

Due Date for Calibration 06 10 2024

-10-2023

MICROLUX

GOVERNMENT PRIMARY HEALTH CENTRE,

KAVALKARANPATTY,KARL]R DISTRICT,

MICRO PII'ETIEDesdiption

Issue Date

Make

RanBe 10-100Fii Ntodei NA

Nlaterial PVCResolution 1Pl

Serial Number NA Operating Range 10l00Fl

NA Condition of UUC Cc,odID Numbei

Instrument Location

Calibration Method Used

LABCal. At

Envircnmental Condition

Me€hanical Lab

National / lntemational Standard ISO 8655{r2002Temperature ("C) 23.6 Humidity (%RH) 51

Atmosph€d€ Pressure (mbar) water Tenperature ("C) Cal Prccedure No1006 2t_6 SBS/CPA,ILl08

valid tillID.No./SL No. Certificate No. Make/ModeI

15112918 TvcsPL2A1U211541 A&D & CI I.252 National Standards 09 t2-2023l
Electronic Weighing

Balance

Detailsof Unit Under Calibration

Standard Used

Z Factolr 1.00319

Result of Calibration in Fl

Sl. No.
Nominal

value
Observed Readints

Mean

Erro!
RandoBr

Error Un.ertainty (t)

1 10
9.96 9.95 9.98 9.96 9.97

9.97 ,0.03 0.01 0.47
9.98 9.96 9.97 9.98 9.95

2 50
49.86 49_87 ,19.86 49.85

49.91 -o.09 0.05 0.47
49.9s 49_97 49_95 49.9s

3 100
99_98 99.97 99.98 99.96 99_94

99.96 -0.04 001 0.47
99.95 99_96 99_91 99.95 99.96

Remarks

1 .This Calibration certifrcate shall not be reproduced except in full, withoul writtet approval of lhe laboratory.

2.The user should determine the suitability of the instrummt for its intmded use-

3.The recalibration intewal should be determined on the user requiremsrt-

4.The results stated in this certificate relate orily to the item calibrated.

5. Equipment used for Calibration were calibrated & t.aceable to National & Inlemahonal Standards

6.The indicated uncertainties are expanded uncertainty estimated for a conlidmce Ievel of approximately 95% for a eoverage

factor k=2.00 .

7. Calibrarion Liquid Used: Dstiued or
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Crade3 as speciied in ISo 36%.
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SUNSHINE BIOMEOIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087 

'
E-Mait: calibration@sunshinebiomedical.coin, website: www,sunshinebiomedical.com.
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