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CALIBRATION RESULTS

S.No
DEVICE UNDER
CALIBRATION STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM
1 1000 999.'1 0.9 4.2
2 2500 2499.5 0.5 4.2
3 3000 2999.6 0.4

l This Calibration ce(ificate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration jnterval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.
5'r-he,indicated uncertainties are expanded uncertainty estimated fora confidence level of approximately 95yo for a coverage factork=2.00.

6. Equipment used for caribration were caribrated & traceabre lo Nationar & rnternationar standards

Calibrated By

EiF.!
(Calibratibn Erigineer)

K,SATHYAI\4OORTHY

Authorised Signatory

an

(C.SIVABALAN)
Chief Executive)

CALIBRATION CERTIFICATE
CERTIFICATE NO: sBS/CU23l13444 MECHANICAL Page No:1 of 'l

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

07 -10-2023

sRF/23l00750-0001 & 07 -1 0-2023
07-10-2023

07-10-2023

06-10-2024
r Name & AddressCust

GOVERNI\,IENT PRII\4ARY HEALTH CENTRE,
KARVIZHI-6381 51,KARUR DISTRICT,

Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

35OO RPM

1 RPM

Satisfacto

l\.4ake & Model

Sr. No

ldentification No

Location

NA&NA

20111274

NA

LABORATORY
E meron ntal oc dn ti &ons nSta rdda o rati Proced reu Detai spe ng

Environmental Details Temperature: 25.3oc Relative Humidity 55% Rh
Calibration Procedure No SBS/CP/MUO4 Calibration done at ONSITE

Reference Standards Details
S. No Description Make/ Sl No Cerlificate No Validity

Digital Tachometer L|NE SE|KI / 175-0034V J RPtV-CCTR-A&S-2023-001 3 09-06-2024

E

SUNSHINE BIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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sUNSHIN

CA LI B RATI O N C E RTI F ICAT E
CERTIFICATE NO: SBS/CU23l1 3445 MEDICAL DEVICES Page No:1 of 1

lssue Date
SRF No & Date
Receipt Date

Calibration Date
Calibration Due

07-10-2023
sRF/23l00750-0002 & 07-1 0-2023
07-'t0-2023
07-'t0-2023
06-10-2024

ClslgllEr xgEc_q-AddEss
GOVERNMENT PRIMARY HEALTH CENTRE,
KARVIZHI-6381 51,KARUR DISTRICT.

Details of Device Under Calibration (DUC)

Descriplion
ELECTRICAL SAFETY
(MrcRoscoPE)
MULTI

MULTI

SATISFACTORY

Range

Resolution

DUC Condition

Make & Mode, TABOTECH & NA

Sr. No

ldentification No

Location

3989
NA

LABORATORY
Environmental Conditions & Calibration Procedure Details

Environmental Details Temperature:25.6 ' C Relative Humidity 52% RH
Calibration Procedure No sBS/CP/t\,1D/29 Calibration done at ONSITE

Reference Standards Details
S. No Description Make/ Sl No Certificate No Validity
1 Electrical Safety Analyser Rigel Medical & 441-1059 ir,230809-16-4 10-08-2024

ELECTRICAL SAFETY
RESULTS

S. no SPECIFICATION MEASURED VALUES EXPANOED UNCERTAINTY (T)

1 lnsulation Resisitance Uncertainty in % (i)
>20MO 13.92

2 Earth Leakaqe Measured values in Uncertainty in % (!)
<5000 rB BF 165 7.6

3 Enclosure Leaka e Measured va ues rn Uncertaintv in% (t)
<500pAfor B,BF,CF 225

REMARKS

1 This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.
2 The user should determine the suitability of the instrument for its intended use.
3.The recalibration inte.val should be determined on the user requirement
4 The results stated in this certificate retate only to the item calibrated.
5 The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95o/o for a coverage factor k=2.00
6 Equipment used for calibration were calibrated & traceable to National & lnternational standards.

Authorised SignatoryCalibrated By

ucr\L
(Calrbration Engineer)

K.SATHYAMOORTHY

/ -( L-l
TEdfnical Manager Chief Executive
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SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tell.044 ' 2725 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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CALI BRATI O N CERTI FICATE
Certif ;cate No: SBS/CU23l13446

Cuslomer Name & Address

SRt No. sRF23/00750{003

SRF Date 07-10-2023

Date of Re(eipt 06-10-2023

Date of Calibration 07-70-2423

Due Date for C.libration 0610-202,1

COVI:RNMFM PR]MAR\ HFALTH CLNTRF,

KAITVIZHI-638151.KARUR DISTRICT

N1ICRO PIPETTE

Issue Date 07-10-2023

THERMO TISHER

Rangr 1G100|ll Model

0.2F1 PVC

Sei.l Number 1iw01272 Operating Range 1G100pl

NA Condition oI UUC Cood

Crl. At

Invironmental Condition

Me€hanicirl Lab Instrument Lo(ation

Calibration Method Used

LABORATORY

Ternpe.ature ('C) :3.9 Humidity (q;RH) Nalional / Intemrtional Slandard tSO 86555:2002

Atmospheric Pressure (mbar)

SI. No. Dtscription

Waler Temperalure ('C)1006 21_6 Cal Procedre No

ID.No./SL No. Certificate No. NIakc/Model Valid till

SBS/CP/M L/08

Trn(eability

I
Electronic Weighin8

1:1119:IS TVCSPL22/12l2115{1 A&I) & GH-252 Naiional Stmdards 09-12-2023

DetJils of Unit Und€r Calibration

Standard Used

Z ractoi 1.00319

lLesult of Calibration in Fl

Observed Readings Systematic

Eror
Random

Enor Uncertainty (1)

l 100
996

-0.0.r 0.01 4..t7
9.97 9_97 9.95

50.0
49.85 49,IJ6 49.85 49.85 49.114

.19.8t 0.16 0.01 a_0
.19.82 49.E3 49.85 19.86 49.82

3 100 0
99_77 99_76 99.75 99_76

99.75 -0.25 0.02 o.47
99.76 99.75 99.73 99.72

1.This Calibration certificate shall not be reproduced except in ful, without written approval of the laboratory.
z.Th€ user should determine the suitability of the i.strumenr for irs int€nded use.

3.Thc rccalibrahon interval should t'e determined on the us€r rcquirement.
4.The rcsulls stated in this cerhfi.are relate only ro rhe item catibrated.

5. Equipment us€d for Calibra uon were catibrared & traceable to Na tional & tnrema tional St ndards
6.The indicated m.eriainties are expmded uncerrainty estimated for a confidence level of approximately 95% for a
coverage f actor k=2.00 .

7. Calibration Liquid Used: Distilled or Crade3 as specified in ISO3696-

Calibrated 8y, Authorised by:

;r.tl.E--
Mana ger/Chi€f E\ecutrve)

fl\. Sdln^\ran -
{Crlibrahon EnBineer)

M,ADHIDAN "G'$
SUNSHINE BIOMEDIGAL SOII'TIONS

No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebioinedical'com'

SUNSHINE

lrD Number

"^" 
I

99_7t

Chc,r,ra;\i-9\
5oo 032 fsi



CALI B RATION C ERTI FICATE
Certif icate No: SBS/CU23n3447

SRF No. sru23/00750{xx}4

SRF Dnte 07,1G2023

Date of R€ceipt 06-10-2023

Date of Calibration 07-1G2023

Due rrate for Calib.,tion 06'10-2024

Ii()VERNMINT IRIMARY HIAI TH CENTRE,

KARVIZ}]I.638151,KARUR DISTRICT-

Descnption MICRO PlPF:TIE

lssue Date

Nlak€

07-10-2423

TIIERMO IISHER

Ringe 100'1000!1 NIodel NA

1pl Nlaterial PVC

RIv02908 Operating Range 10G1000p1

NA Condition of UUC Cood

Cal. At

Environmentat Condition

Ntechinical Lab lnstrument Location

Calibration Method Used

LABORATORY

23.e Humidity (9;RH) 55 N.tional / International Standard ISO8655-6:2002

Atmosphenc Pressute (mbnr)

SI. No. Descnpdon lD.No. / Sl. No. Cetificate No. Traceibility Valid till

s8s/cP,4{L/08

NIrkc/NIodel

l Electronic WdBhinS

Balanc€
15112918 TVCSPL22/122115{1 A&D & Gt i,252 National Standards 09,12,2023

t)rLrili of Unit Lnder Calibrition

Z Factor 1.00319

Result of Calibrrtion in Fl

Sl. No.
Nominil

obsened Readings Systematic

Error Error Uncenainty (!)

I 100
99.iJ1 99 82 99.83 99.81 99.83

99.83 -0.17 0.02
99 82 99.83 99.8.1 99.85 99 u7

2 50()
499.95 499.97

0.01 0.17
199.97 .199.9r1 .199.98

3 1000
999.115 999.87 999.IJ8 999.U5

-0.1.1 0.01 4.47()(r9 85 999.86

1.This Calibrahon certificate shaU not be reproduced €xcept in tul, without written approval of the taboralory.
2-The us€r shodd determine the suitability of the instsument for iLs intended use.

3.The recalibration interval should be determined on the user requirement.

4.The results stated in tht certjlicate relate only to the irem cnlibrared.

5. Equipment used for Calibrahon were calibrated & rraceable to National & lntemational Standards
6.The indiLnted uncertainti€s are expanded mcertainty estimared for a conliden.e levet of approxima rely 95% for a
(overage f actor k=2.0O.

7. Calibrnlion Liquid Used: Distilted or Deionized wa Grad€3 as specified in ISO 3696

Cnlibrated 8y, Authortued by:

aJoAl*gffi,.""."0*,
!.\ eth.l4ra-(LJlrDrat'on LnamN,

\I,AI)IIItIAN

SUNSHINE EIOMEOIGAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, €hennai - 600 032, T el:.O44 - 2775 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.suDshinebiomedical'com'
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lCuslomer Name & AddJess
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