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lssue Date
SRF No & Date
Recerpt Date

Calibration Date
Calibration Due

07-10-2023
sRF/23/00744-0001 & 07-1 0-2023
07 -'t0-2023
07-10-2023
06-'t0-2024

Customer Name & Address
GOVERNI\4ENT PRllilARY HEALTH CENTRE,
INNAI\4.639OO2,KARUR DISTRICT.

Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

ELECTRICAL
SAFETY(MICROSCOPE)

I\,1ULTI

MULTI

SATISFACTORY

Make & [.,lodel

Sr. No

ldentification No

Location

UNIQUE INOIA & NA

NA
NA

TABORATORY
Environmental Conditions & Calibration Procedure Details

Envrronmental Details Temperature:25 6'C Relative Humidity 52% RH

Calrbratron Procedure No SBS/CP/MD/29 Calibration done at ONSITE
ReIe.ence Standards Details

s.No Description Make/ Sl No Ce.tificate No Validity

1 Electrical Safety Analyser Rigel Medical & 441-1059 M-230809-16-4 10-08-2024

RESULTS

S.no SPECIFICATION MEASUREO VALUES EXPANDED UNCERTAINTY (I)

1 lnsulation Resisitance Measured values in MO Uncertaintvin% (i)
>20t\,40 87 13.92

2 Earth Leakaqe Measured values in pA Uncertaintv in % (i)
<5000pAfor B,BF,CF 195

3 Enclosure Leakaqe Measured values in pA Uncertaintvin% (t)
<500pAfor B,BF,CF 241 8.4

REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determrne the suitability of the instrument for its intended use.

3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

5.The rndicated uncertainties are expanded uncertainty estimated for a conlidence level of approximately 95% for a coverage factor k=2.00
6 Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By Authorised Signatory

rsl.)
(Calibration Eiorneer)

K SATHYAMOORTHY

nical Manager

(C.SHANMUGARAJ)

Chief Executive

SUNSHINE BIOMEDICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032; Telz 044 - 2225 2O87,

E-Mail: callbratlon@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSH!N

CALIBRATI N CERTIFICATE
Certificate No: SBS/CLl23/13419

Customer Name & Addrcss

SRt No.

SRI Date 07-t0-2023

Dale of Receipt 0610-2023

Date of Calibration 07-t$2023

Due Date for Calibration 0610-2024

GOVERNMLNT PRIMARY TftALTH CENTRL,

]NNAM.639OO2,KARUR DISTRICT,

Miso PrpelteDescription

Issue llate 07-10-2023

IHIRMO SCIENTIFIC

Range 1G100pl .INPiPETTI T3

0.2p1 M,rlerial PVC

RWo10376 Operating RanSe 1C100|ll

ID Numb€r N.A Condition of UUC

Cai. At

Environmertal Condition

Me€harucal Lab Instrument l.ocation

Crlibration Method Used

LABORATORY

Temperatue (rC) 23.S Humidity (1;RH) 55 National / Intemational Standard

SI. No. Descnption

waterTemperatre ('Ci 2t.6 Cal Pro.edure No

ID.No. / SL No. Certifi(.te No. Make/N{odel Tra(eability valid till

1005

Electronic Weighing

Balance
15112918 TVCSPL22^2211s{1 A&D & CH-252 National Standards w t2-2023

D€tnils of Unit Under Calibration

Stedard Used

Z Facto!:1.00319

Resull of Calibration in pl

Nominal
Observed Rerdings Syslemati

€ Error
Random

EEo! Un.ertainty E)

1 10.0
9.9.1 9_97 996 9.95 998

9.95 -0.05 002 417
9.92 9.93 9.97 9 9'1

500
.19.85 49.87 49.86 49.IJ9 49 88

.19.85 0.15 0.02 0.17
19.82 ,19.85 49.87 49.83 49 82

l 100 0
99.85 99.87 99 85 99.8.1 99.95

99.89 0.11 0.04 o.47
99.89 99.95 99.90 99.87 99.90

1.This Calibration ceibfi.at€ shall not be reproduc€d except in tuIl, without wr ten approval of the taboratory.

2.The user should determine the suitability of the instrument for its htended use.

3.The recalibration jnterval should be determined on rhe user requirement.

4.Tlle results stated in this certificate relate orily to the item calibrared.

5. [quipment used for Calibration were calibrated & tsaceab]e ro National & lntemational Srandards
6.The indicated uncertainties are expanded uncertainry estirnat€d for a conJidence level of approximately 95yo for a

coverage lactor k=2.00 .

7. CaLibration Liquid Used: Distiued or ,V C.ade3 as specified in ISO 3696.
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SUNSHTNE EIOMEDICJAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: OM - 2225 2087,

E-Mail: calibration@sunshlnebiomedlcal.com, Website: www.sunshinebiomedical.com.
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UNSHIN

Certifi cnte No: SBS/CL/23/1 3420

Customer Name & Address

SRF No. sRr23/00744 0003

SRF Date

Date oI Calibration

Due Date for Calibmtion 06-10,2024

COVfRNMF\I fzuMAR\ HTAI'I H CENTRF

INNAM639OO2,KARUfi DISTRICT.

Descnption Micro Pipette

Rang€ 100-1000p1

1$ Matednl PVC

RWO11778 100-1000d

ID Numbe. Cood

Cai. At Ilcdratucal Lall Instrument Locatior LABORATORY

Environmental Condition Calibration Method Used

Temperature (oC) 23.8 Humidity (%RH) 55 ISO 8655-6:2002

Atmosphedc Pressure (mbar) 1006 waterTemperature ('C) 21.6 Cal Procedue No SBS/CPA{L/08

SI. No. ID.No. / SI. No. Tra.eability Valid till
Electronic Weighing

Balance
15112918 TVCSPL22/12l2115-01 A&D & GH.252 National Standards 09-12-2023

Details of Unit Under Calibration

Standard Used

Z Factor 1.00319

Result of Calibration in pI

Sl. No.
Nominal

ObseFed Readings
Mean Systemati

c Erlor
Random

EIIor Uncefiainty {t)

100
99.u5 99_87 99.85 99.84 99.87

99.87 -0.13 0.02 0_47
99.89 99.89 99.90 99.87

2 500
499.90 499.89 499.9A 499.90 499.87

499.88 -o_12 0.02 4.47
499 89 499.88 499.85 ,199.85 499.94

3 1000
999.89 999.88 999.89 999.87 999.90

999.88 -o.72 0.02 4.47
999.8.1 999.90 999.86 999.89

1.This Calibrahon ceitiJicate shall notbe reprodued except in tull, wilhout written approval of the laboratory
2.The user should determine the suitability of the insrrument for its intended use.

3.The recalibralion inten al shoutd be debemined on rhe user requremenr.

4.Ihe results stated in dris certificate relate only to the item calibrated.

5. Equipment used for Calibration were calibrated & tsaceable to National & Intemational Standards
6.The indicated uncerrainties are expanded uncertainry estimaied for a conJidence tevel o{ aPproxjrnately 95% foi a
coverage factor k=2.00

7. Catibration Liquid Used Grade3 as sDeciJied ir ISO 3696.

Calibrat€d ay, Authorised by:

I \ ,LIa a '!--q
ManaBer/Chiaf Executive)(.*o,"6t"rr*. ) .d"r+

\'I.RAGUL C.SIVABALAN

MEI)lC

s:
Chcnnai
600 c32

( o)
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SUNSHINE BIOMEDICAL SOLUTIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

CALI BRATI O N C ERTI FICATE

lr'rrrn,t
lDate oI Receipt loaro-zozr

loz-ro-:oz:

ltssue oate 
loz-ro-zozs

lnmmrru nrlM.d"r

]op.'uti,g n"ng"

l*" lCondition of UUC

I

INa 
onnl / IntematioDal standard

Make^lodel

I

999.91


