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lssue Date
SRF No & Date

Receipt Date
Calibration Date

Calibration Due

07 -10-2023
sRF/23100697-0001 & 06-1 0-2023
06-10-2023
06-10-2023
05-10-2024

Customer Name & Address
GOVERNI\,4ENT PRII\4ARY HEALTH CENTRE,
THIRUKADAIYUR.6O93l l,MAYILADUTHURAI DISTRICT

Detajls of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER
i/ULTI
MULTI

SATISFACTORY

lvake & Model

Sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH
ATCD429122ORBK
NA

LABORATORY
Environmental Conditions & Calibratlon Procedure Details

Environmenlal Details Temperature:25.6'C Relative Humidity 520/o RH
Calibration Procedure No SBS/CP/MD/20 Calibration done at ONSITE

Reference Standards Details
S.No Description Makei Sl Nol Certiticate No Validity
1 Electrical Safety Analyser Rigel liledical & 441-1059 M 230809-16-4 10-08-2024

ELECTRICAL SAFETY
RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINry (t)
1 lnsulation Resisitance Measured values in MO [Jncertai ntyin% (r)

>20MO 80 13 92
Earth Leakage Measured values in pA Unc i in'/, !

5000pAfor B,BF,CF i64=- 7.6
3 Enclosure Lea kaqe Measu.ed values in pA U i in%

<500pAfor B,BF,CF 216 7.3
REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitabitity of the instrument for its intended use.
3.The recalibration inlerval should be determined on the user requirement.
4 The results stated in this certificate relate only to the item calibrated
5 The indacated unce.tainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00
6 Equipment used for calibration were calibrated & traceable to Nationar & lnternational standards.

Calibrated By Authorised Signatory

k,9H c, S@
(Calibralion Enginee0

K.SATHYAMOORTHY
nical Manager Chief Executive

C.SHANMUGARAJ
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SUNSHINE BIOMEDIGAL SOII,flONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, T ei.O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.



UNSHIN

GOVERNMENT PRII\4ARY HEALTH CENTRE,

THIRUKADAIYUR-60931 1,I\,IAYILADUTHURAI DISTRICT

CALIBRATI N RESULTS

S.No
DEVICE UNDER
CALIBRATION

STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTAINry

RPM RPM

1 '1000 998.4 1.6 4.2
2 2000 1998.4 1.6 4.2
3 3000 2998.4 '1.6 4.2

REMARKS

1.This Calibration certiflcate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

5 The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor
k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By

\"r 9t
(Calibration Enginee0

K,SATHYAI\4OORTHY

Authorised-':
L) '4'"'Ll>--'

Quality fulanager Chief Executive

Signatory

(C.SIVABALAN)

CA LI BRATI O N CERTI F I CATE
CERTIFICATE NO sBs/cu23/13218

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

07-10-2023

sRF/23100697-0002 & 06-1 0-2023

06-'10-2023

06-'10-2023

05-10-2024
Customer Nama & Address

Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

5250 RPM

1O RPM

Satisfactory

l\.4ake & Model

Sr. No

ldentification No

Location

REMt & C-854/8

z'1 1N-36035

NA

LABORATORY
Environmental Conditions & Standard Operating procedure Details

Environmental Details Temperature: 25.5oC Relative Humidity 54% Rh

Calibration Procedure No sBs/cP/t\itLl04 ONSITE

Reference Standards Details
S.No Description Make/ Sl No: Certificate No Validity

I Digital Tachometer L|NE SE|KI / 175-0034V JRPM-CCTR-A&S-2023-001 3 09-06-2024
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SUNSHINE BIOMEDICAL SOIIJTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, T el: O44 - 2225 ?O87,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

MECHANICAL Page No:1 of 1

lCalibration done at

RPM
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UNSHINE

CALI BRATI ON C ERTI FICATE
Certifi cate No: SBS/CLl23l13219

Customer Name & Address

SRI No. sRF/23l006974003

SRI Drte 0610 2023

Dale of Receipt 05 1G2023

Dat€ of Calibration 06 1G2023

Due Date for Calibration 05,1G2024

Description Mic'o Pipette

Issue Date

NIake

07,1G2023

THERMO SClINTIFIC

Range 10 1md Model TINNPIPETTE 13

0.2!l Nlatedal PVC

Serial Number Operating RanSe 10-100Ul

ID Number Condition oI UUC Cood

Cal. At

Environmental Condition

Mechanical Lab Instrument Location

Calibration Method Used

LABORATORY

Temperature ('C) 239 Hunidity (ooRH) \-ationnl / Intemation!l Stardard ISO 8655-6:2002

Atmospheri( Pressure {mbar)

SL N"o. Desffiption

WaterTempe..t!rc (oC)lULtb 21-6 Cd Procedure No 5BS/CPA{L/08

ID.No. / SI- No. Cefiificate No. Make/Model Traceability Valid till

1
ElecEonic Weighing

Balance
15112918 TVCSPL22/122115{1 A&D & CH 252 Nabonal Standards

3{o"l!!,

Details of Unit Under Calibration

Standard Used

Z Factor:1,00319

Result of Calibration in ul

SI, NO
Nominal

Observed Readings Syst€mati

c Error

Random

Error Uncerrainty (l)

l 10.0
9.87 9.1 6 9.87 986 987

0.1.1 0.01 a.$
9.87 9.86

49-46 19_47 49..18 4917 49.46
49.18 -{1.52 0.01 o_17

49_17 {9.48 {9.48 19 49 49..19

3 io{l0
99 37 99.38 99.39 99 31 99..10

99.'10 060 0.04 0.47
99_42 99 42 99.:14 99..15

l.This Calibration ceitificate shal not be reproduced except in tuIl, without written approval of the laboratory.
2.The user should d€termine the suitability of the instsument for its intended use.

3.The rccalibration inberval should be detemined on the us€r requi_remenr_

4.The results stated in ihis ertificate relate only to the item calibrated.

5. [qurpment used for Calibration wer€ elibrated & traceable to National & tntemational Standards
6.The indicated uceitainries are expanded u€errainty estimated for a conJidence levet of approximately 95olo for a

.overage factor k=2.00 .

7 CaLibration Liquid Used: Disliiled or Deionized water conJorming Crade3 as specified in ISO 3696.

o Eo C
Calibrated Bv.

n:Ad&:a-
(LauDranon Lngrneerl

(, c
, Authorised bv:

1;'r^,---.-
Mana gerlcxief E lecutive)

or (Qualityq
\{.ADHIBAN C.SIVABALAN

SUNSHINE BIOMEOICAL SOIIJTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tell.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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Certif irate No: SBS/CL/23/13220

Customer Name & Address

SRF No. sRr23/0o697 0004

SRI Date 0ettr2023

Date of Receipt 05-10-2023

Date of Calibration 06-10-2023

Due Date for Calibration 05-10-2024

GO}TRNMENT PRIMARY HEALTH CENIRE,

IIIIRIJXADAIYUR-6O93 1 1,MA)'ILADUTHURAI DISTRICT

Miso Pip€tteDes.ription

Issue Date

Make

07 ro 2023

THERMO SC'IENTIIIC

Range 100 1000F1 N{odel I]NNPI?[TT[ 13

R€solution lrl Material PVC

S€rial Number Operating Rarge 100-1000lrl

ID Number NA Condition of UUC Cood

Cal. At

EnvironEental Condition

N{echani.al Lab Instrument Location

Calibrrtion Method Used

LABORATORY

Temperature ("C) 23.9 Humidity ('l,RH) 55 National / Intemational Standnrd ISO86554:2002

Atmospheri. Pressure (mbar)

Sl. Nvo. Desoiption

water Tenperat!re ('C)I006 21_6 Cal Procedure No

ID.No. / SI. No. Ce(ificate No. vdid rill

SBS/CPA,{L/o8

Ntake/\Iodel

1 15112918 TVCSPL22/12/2115-01 A&D & CH-252 National Stmdards

r"#?,;,r
'7-

o
o

clrt E O1

Details of Unit Under Calibration

Z Factor 1.00319

Result of Calibration in ul

Sl. No.
Nominal

observed Readings
Systemati Random

Enor Un(ertainty (l)

l 100

q9.92 99.91 99 92 99.91
99.91 -0.09 0.01 0.47

99_92 99.91 99.91 99.92 99.92

2 501'l
499_67 499.67 499.68 499 67

.199 66 ,0.32 001 0.47
499.68 499_67 ,{99.68 499.67

lUUU
999.66 999.65 999.61 999.63 999.62

999.63 4.37 0.02 0_47
999.65 999.6.1 999.62 999.62 999.61

1.This Calibration cerhfica te shall not be reproduced except in fu1], without written approval of the laboratory.

2.The user should determine tI€ stutability of the irEtrument for its intended u5e.

3.The recalibration rterval should be detemined on the use, requirement.

4.The results stated in this ce*ificate relat€ odly to the item calibrated.

5. Equipment used for Calibration were calibratetl & tsaceable to National & International Standards

6.The indicated uncertainhes are erpanded unc€ arnty estirated for a conliden,:e Ievel of approxinately 95% for a

coverage facto. k=2.00 .

7. Calibrahon Liquid Us€dr Distiiled or conJormng Crade3 as specified in ISO 3696.

Calibrated By, Authoris€d by:
L d|;'"t*;-

(Quality (.taruger/Ch€f Executive)

C,SIVABALANT{.ADHIB \

SUNSHINE EIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 500 032, Tel; O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

SUNSHINE

CALIBRATI ON CERTI FICATE

I tt".t oni. w"lghi"g
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