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S.No
DEVICE UNDER
CALIBRATION

STANDARD
INSTRUMENTS

DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM
'1000 999.0 4.2

2 2000 1999.6 0.4 4.2
3 3000 2999.5 0.5

REMARKS

1 .This Calibration certiticate shall not be reproduced except in full, without written approval of the laboratory
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certillcate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated fora confidence level of approximately 95% for a coverage factor
k=2.00

6. Equipment used for Calibration were calibraled & traceable to National & lnternational Standards.

Authorised Signatory

nag

(C,SIVABALAN)

Chief Executive)

CALI BRATION CERTIFICATE
Page No:1 of 1

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

07 -10-2023

sRF/23l00746-000'1 & 07 -1 0-2023

07-10-2023

07 -10-2023

06-10-2024
Custgmer Name I Address

GOVERNMENT PRIMARY HEALTH CENTRE.

CHINNADHARAPURAI\4.639202,KARUR DISTRICT

Details of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

35OO RPM

1 RPI\,]

Satisfactory

lvlake & Model

Sr. No

ldentilication No

Location

NA&NA

9't75

NA

LABORATORY
Environmental Conditions & Standard Operating Procedure Details

Environmental Details Temperature: 25.5oC Relative Humidity 52%Rh
Calibralon Procedure No SBS/CP/[i]UO4 Calibration done at ONSITE

Reference Standards Oetails
S.No Description Make/ Sl No: Certificate No Validity

1 Digital Tachometer LINE SEtKt / 175-0034V J RPt\,4-CCTR-A&S-2023-00 1 3 09-06-2024

-

SUNSHINE BIOMEDIGAL SOII'TIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 O32,Tel:044 - 2225 2O87,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

CALIBRATION RESULTS

Calibrated By ,i"rgr,.r-X
u 9++ ,/o'7'- 

-\q\\
(Calibration Engineeo /yi Chcn'lai \7\
K.SATHYAMooRTHY 

[-\ 
600 032 /;/t#

cERT|F|CATENO: ISBS/CU23/13425 MECHANICAL

1.0

4.2
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UNSH!N

CALI BRATION CERTI FICATE
CERTIFICATE NO: SBS/CU23/1 3427 MEDICAL DEVICES Page No:1 of 1

lssue Date
SRF No & Date
Recerpt Date

Calibration Date
Calibration Due

07 -10-2023
sRF/23/00746-0002 & 07-1 0-2023
07 -10-2023

07 -10-2023
06-10-2024

Customer Name & Address
GOVERNMENT PRIMARY HEALTH CENTRE.
CHINNADHARAPURAN,I-639202,KARUR DISTRICT

Details ot Oevice Under Ca,ibration (OUC)

Description

Range

Resolution

DUC Condition

ELECTRICAL
SAFETY(t\flCROSCOPE)

MULTI
MULTI

SATISFACTORY

Make & Model

Sr. No

ldentification No

Location

LABOSCOPE & NA

21882
NA
LABORATORY

Environmental Conditions & Calibration Procedure Details
Environrnental Details Temperalure.25.6'C Relative Humidity 52% RH
Calibration Procedure No SBS/CP/I\,ID/29 Callbralion done at ONSITE

Reference Standards Oetails
S. No Description Make/ Sl No: Certilicate No Valid ity

1 Electrlcal Safety Analyser Rigel Medical & 441-1059 r\4-230809-16,4 10-08-2024

ELECTRICAL SAFETY

RESULTS

S. no SPECIFICATION MEASURED VALUES EXPANDEO UNCERTAINTY (t)
1 lnsulation Resisitance Measured values in MO Uncertaintv in % (1)

>20t\,10 83 13 92
2 Earth Leakaqe Measured values in pA Uncertainwin% (t)

<5000pAfo. B,BF,CF 171 10.0
3 Enclosure Leakaqe Measured values in pA Uncertainwin% (t)

<500pAfor B,BF,CF 8.7

REMARKS

1.This Calibration certiflcate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the inskument for its intended use.
3.Ihe recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

5.The rndicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00
6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By

b!r*
(Calibration Enginee0

K.SATHYAI/OORTHY

Authorised Sagnatory

ti\ f'-Dla,
c.!b

echhical Manager

(C,SHANMUGARAJ)

z Cheirlr;ri
600 032t

,{:)

SUNSHINE BIOMEDICAL SOII'TTONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 -22252087,

E-Mail: calibration@sunshineblomedlcal.com, Website: wwwsunshlnebiomedical.com.

[cnier executive
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suNSHIN

CALI B RATIO N CERTI F I CATE
Cefificate No: SBS/CL/23|13428

Customer Name & Address

SRF No

SRF Drte 0? ro-2023

Date of Receipt 06-10-2023

07-10-2023

Due Date for Calibration

COVERNMINT PRIMARY HEALTH CENIRE,

CH]NNADHANAPURAM.6392O2,KARIJR DISTRICT

Mjcro Pip€tteDescnptron

Issue Dale

Make

07-10 2023

THIIIMO TISHER

Range 10100!l Model NA
R€solution 0.281 Material PVC

Senal Numb€r 1tt6t0722 Operating RanSe 1G100

ID N"umbar NA Condition of UUC Cood

Cai. At

Envirormental Condition

Mcchanical Lab Instrument Lo.ation

Calibrrtion Method Used

LABORATORY

238 Hunidity ('i,RH) National / lntemational Standard ISo 86554:2002

Atmospheric Pressure (mbar)

SI. No. Descnp6on

WaterTemperatu* (oC)I00rr Cal Procedure No21.6 SBS/CP/ML/08

Certificrte No. T.aceability Vatid tillMake/Model

1
Ei€ctromc WeighinS

Balance
15112918 rycsPL22/12,211541 A&D & CH.252 Nationai Standards 09-12-2023

Details of Lnrt Lnd€. Calibration

Stmdard Used

Z taclor 1.00319

l-This Calibrahon certiJicate shall not be r€produ.ed except in firI, without writt€n approval of th€ laborarory
z.The user should deternme th€ suirability of the instrurent for its urtmded us€.

3.The recalibration intewal should be d€temrned on th€ user requirernent.

4.The resuits stated in this certificate relate orJy to the item calibrated.

5. Equipment used for Calibration were calibrared & tsaceable to National & Intemahonal Standards
6.The hdicated uncertainties are expanded uncertaint-v estimated for a conlidence levet of approxinately 95% for a
coveraSe factor k=2.m.
7. Calibration Liquid Us€d: Distilled or Crade3 as specified nlSO 3696

o
Calibrated By.

0r Authorised by:

*{.d,lx*ffia,."*""",
C.SIVABALAN

.*o,n#u"r^*,
M,&\CUL

Result of Calibration in ul

Nominal
Observed ReadinSs

Mean Syslemati

c Elror
Random

Ertor Uncertainty (l)

9.8.1 9_87 986 985 9.82
10.0

9.8ar 9.89 9.82 988 9.81
9.85 ,0.15 0.02 o_47

.19.85 19_87 49.86 .19 89 19.88i00

.19 82 49.85 49_87 .19.83 49 82
49 85 ,015 0.02 0.47

99.85 99.87 99.85
3 100.0

99.89 99.87 99.89 99.90
99_87 013 0.02 0_47

Cheiritai
600 032

SUNSHINE BIOMEDIGAL SOII,TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:0t14 - 2225 ZOa7,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshlnebiomedical.com.

ID.No. / SI. No.

I

Sr.lo. I

l

lsrul::looz,roroo:

lDate of Cnlibration

0h 10 202.1
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UNSHIN

CALI BRATION CERTI F I CAT E
Certif i.ate No: SBS/CL/23n3429

Cuslomer Nme & Addre.s

SRf No. sRI/23/00746,0004

0610-2023

Date of Calibration 07-10-2023

Due Date for Calibr.tion 061G202,1

COVERNMENT PRIMARY HIALTH CENTRE,

CHINNADHARAPURAM-6392O2,KARI]R DISTRICT

Mrcro Pip€tte

Issue Date

NIake

07,10-2023

THERMO IISHER

Rangc 100'1000FI NA

lFl Material PVC

Serill Number 111610105 Operating RanBe 100-1000F1

ID Number Cood

Cal. At

Environmental Condition

Nlechanical Lab Instrument Location

Cnlibration Method Used

LABORATORY

Iemperatue ("C) 218 Humidity (9!RH) 55 National / lntcmational Standald ISO 8655 6:2m2

Atmosphenc Pressue (mbar)

Descnp6onSI, NO,

W.ter Temperature ("C)1004) Cal Procedure No2\.6 SBS/CPA'IL/08

ID-No. / SI. No. Certificate No. Valid tiltMake/Model Traceability

l
Electsoruc Welghing

Balance
15112918 TVCSPL22/122115{1 A&D & GH-252 Naiional Standards 09,12,2023

Details of Unit Under Calibration

Z Factor 1.00319

Result of Calibration ir 4

Sl. No.
Nominal

Observed Readings
Systemati

c Eror
Random

Erlor Uncertainty (1)

I 100
99.85 99 87 99.85 99 84 99.95

99.89 0.11 0.04 a.q
99 89 99.95 99.90 99.87 99.90

5ilir
499.95 .199.90 {99 90 199.93

-0.i0 0.03 0_17
199.89 .199.88 199 8-< .199 85 199.90

l 1000
999.87 999.90

9q1.91 -0.09 0.03 0..17
999.90 999.91 999.9,I 999.95

1.This CalibGtion certihcate shall not be reprodued except in ful, without written approval of the laboratory.
2.The user should det€rmine the suitability of the instsument for iB intended use.

3.The lecaiibration interual should be deternined on the us€r requirement.

4.The results stated in this certilicate relate orilv to the item calibrared.

5. Equrpnrent us€d for Calibration were calibrated & tsac€able ro Natioial & Intemational Standaids
6.The indicated uncertainties are expanded uncertainry estimated for a conJidmce levet of approximately 95% for a
coverage lactor k=2.00

7. Calibmtion Liquid Used: Distilled or Crade3 as speofied m ISO 3696

Calibrated By, Authoris€d by:

t ' )ar .t ato\;= '.t(trDl ry {aiiase=ireItief Ere!-u hve)

C.SIVABALAN

A)
(Calibra r6i-Engu\eer )

M.RAGL1

i) iJ l

SUNSHINE BIOMEDIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

lsou 
r,," lr',n,n,,

lDate or Receipt

lvoa"r

Condition of UUC

I

I

/ cl,

I

999.89 9oe.88 | 999.8e

999.93


