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Equipment Name : Micropipette
Make : MICROLUX
Model : 10-100p1
Sl no :...

Asset no : PHC,AJP'LLAB/003
Calibration f)one at : customer place
CalibrationDate :3010812023

Next call due on :2910812021

CAL ItsRATTON CE RTTFTCATE
Requested B-v

GPH NATHAMPATTI,

TEST RESUL|S Volume

Error Acceptance : Not Applicable (user del-Lned)

Equipment Status : Working in Good condition

Materials used for testing and calibration:

2. Electronic weighing scale(EWC/SF400C)

Note:
4. Calibration points were selected as per customer request.
5. Each reading was taken by repeatability.
6. Results repofted are valid at the tirne of and under the stated conditions of measurements.

Hope
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Stardard Readine (rl)Sl. No. DUC readine(ul)
Traill Trail2

Correction (pl)

01 10 10.0 10.0 +0
02 20 20.0 24.0 +0
03 50 50.0 50.0 +0
04 80 80.0 80.0 +0

05 100 100.0 r00.0 +0
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