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NSHIN

CALIBRATION ERTIFICATE
Certificate No: SBS/CL/Bn3r27

Ctrstomer Name & Address

SRF No. t23/U)676Jm1

SRt Date 04,1G2023

Date of Receipt 03 1G2023

Date of Calibiation 04,10-2023

Due Date for Calibration 03-1G.2024

COVERNMENT PRIMARY HEALT}I CENTRE,

THOCAIPADI{O5IO5,VLLTIPUNAM DISTRICT

Issu€ Date 05 10,2023

Description Micro Pip€tte TI{ERMO SClENT]IIC
Range 10 100!l Mod€l TINNPIPETTI F3

Rerolution 0.2! Mateial PVC
Serial Number RW09019 Operating Range 1G100Ul

ID Numbe. Condition of UUC Good
Cal. At Mechanical Lab Instrument Location LABORATORY

Environmental Condition Calibration Method Used

Temperature (oC) ?3.9 Humidity (%RH) 55 National / Intemntional Standard ISO 8655 6:2002

Atmosphe.ic Pressure (mbar) 1006 waterTemperatuft ('C) 2t.6 Cal Pro.€dure No SBS/CPA,{L/08

Sl. No. Des(ription ID-No./SI. No. Celti6cate No. MakeA4odel Tlaceability valid till
1

Electromc Weighing

Balan(-
15112918 TvcsPL22t12t2tt5-0L A&D & GH.252 National Standards 09-12,2023

Details of Unit Und€r Calibration

Standard Used

Z Factor 1.00319

l.This calibration certificate shatl not be reproduced except in full, without written appmvat oI ttre laboratory.
2.The user should detemine the suitabiliry of the inskMent for irs intended us€.

3.The recalibration jnterval should be determined on the user r€quirement.
4.The results stated in this certiJicate relate orily to the item calibrated.

5. Equipment used for Calibrahon were calibrated & tsaceabl€ to National & Intemational Standards
6.The indicated uncerrarnties are expanded uncertainty estimated for a conJidence tevel of approxinE tely gs% tot a
coveraSe facto! k=2.00 .

7. Calibration Liquid Used:Dishlled or Deionized wat€r as specified in rSO 3696.

o
Calibrated By,

t1!z o
C

Authorised by:

M 'm h "'rza,rt(Caiibrarion Ensmee4
I
.J) i \I4

M  DHIB,\N C.SIVABALAN

Result of Calibration in y.l

Sl. No.
Norniral

Observed Readings Systemati

c Eror
Random

Enor Un.ertainty E)

9.9.r 9.97 995 9.96 9.93
10.0

998 995 9.92 9.97 9.96
9.95 -0.05 0.02 0_47

.19.85 .19.86 49_87 19_82 49.83
50.0

49.87 ,19.85 49.82 49 89 49.87
49.85 {.15 0.02 o.47

99.85 99_87 99 85 99.84 99.89
3 100.0

99.89 99.87 99.89 99 87 99.90
99.87 . 4.13 0.02 4.17

Chennai
600 032

SUNSHINE BTOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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SUNSHINE

CALIBRATION CERTIFICATE
CeItif icate No: SBS/CL/23l13128

CustomerName & Addiess

SRF No. sRr/23l00676 {t1002

SRF Date 04 10-2023

Date of Receipt 03,10-2023

Date oI Cdibration 04 10,2023

Due Date lor Calibration 03 10,2024

GOVERNMENT PRIMARY HEALTH CENTRE,

IHOCAIPADI.6O5IO5,IILLIJPURAM DISTRICT

Issue Date 05-10-2023

Des.iiption Micro Pipette Make THERMO SCIINTII]C
Rang€ 100-1000$ Model FINNPIPETIE F3

1d Materinl PVC

Serial Nunber R!V11634 Operating Range 100-10008I

ID Number NA Condition of UUC Good

Cai. At Mechanical Lab Instrument Lo.ation LABORATORY

Environmental Conalition Calibration Method Used

Temperatuie ("C) 23.8 Humidity (%RH) 57 National / Intemational Standard ISO 8655-6:2002

Atmospheric Pressure hbar) 1006 water Temperature (qC) 21.6 C.l Procedue No SBS/CPA,IL/OS

SL No. Description ID.No. / SI. No. Certificate r\_o. Make,Model Traceability Valid tiu
Eleckonic Weighing

Balance
15112918

T 
\tCSPL22/12I2ll5-O1 A&D & CH.252 National Standards 09-72)023

Details oI Unit Under Calibration

Standard Us€d

Z Fa.to.1.00319
Result oI Calibration in ul

Sl. No.
Nominal

Observed Readings Systemati

c EIIo!
Random

Error Uncenainty (1)

1 100
99.85 99.87 99.8s 99.84 99.95

99.89 -0.11 0.04 4.47
99.95 99.90 99.87 99.90

2
499.90 499.95 499.90 499.90 499.95

499.90 -0.10 0.03 4.47
499.89 499.88 499.85 499.85 .{99.90

3 1000
999.89 999.88 999.89 999_87 999.94

999.91 -0.09 0.03 4.47
999.93 999.90 999_91 999.94 999.95

Remarks

l.This Calibration cerlificate shall not be reproduced except in fu[, without wdtten appioval of the laboratory.
2.The user shodd determine the suitabiliry of the instsument for its intended use.

3.The recalibration interval shodd be determined on the us€r requiremmt.

4.The results stated in this certificate relate only to the item calibrated.

5. Equipment used for Calibiation were ca]ibrated & baceable to National & tnterrational Standards
6.The indicated unce(ainties are expanded unc€rtainty estimated for a confidence Ievel of approrjratety 95% for a
coverage f actor k=2.00 .

7. Catibration Liquid Used: Distilled or Deionized water as specified in ISO 3696.

o
Calibrated By,

o
ul --i Authorised bv:t'

r*l,ifll#,ku.."*",",
C.SIVABAI,AN

^.. i^'Ddh;tarl-
lLalbraEon Engmeer)

M.ADHIBAN

SUNSHINE BIOMEOIGAL SOLUTIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 - 2225 2O87,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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