
UNSH!N

CALI BRATI O N C ERTI F ICATE
C.rtif i.ate No: SBS/CL/23l12855

C!stomer Namc & Address

SRF No. sItF23/00624 0001

SRF Date 0.1 09 2023

Date of Receipi 0.1-09-2023

Dale of Calibration 0:l-09 2o?3

Due Drt. for Calibration 03,09-202.1

(J(}VERNMENT PRIMARY HEALT}i CENTRE(KANDAMANADY BLOCK),

KOLII'ANUR{O5103,VILLUI'URAM DISTRIC-T,

MICRO PIPI]TTE

lssue Date

l\Iake

05-.09 2023

THERMO SCIENTIFIC

It!nBe 100 1000p1 Model IINNPIPETTE IJ3

lul PVC

11w03174 Operiting Range 1tX]"1000pl

N]\ Condition or UUC

Cal. At

In!ironmentnl Condition

Instrument Locntion

Calibration :Uethod Used

LABORATORY

23.6 Ilumidity (obRH) 55 National / Internationnl Standard ISO 8655 6:2002

Atmospheri( P.essure (mbar)

S1, NO.

Water Temperatur. (oC)I00ar 21.6 Cal Proccdure No sBS/CPA4 L/08

ID.No. / SI. No. Certificate No. Nlake/Nlodel valid tillTraceability

l
Eleclroni. lveighmg

TVCSPr.22112/21r5,01 A&D & (Xt-252 N.lional Stan.lar.ls 09-12 2023

Details of Unil Undrr Calibrition

Z Fa.tor:1.00319
Result of Calibration in Fl

Sl. No. Observed Readings Systemati
c Eror Eror Uncertainty (r)

l 100
99.86 99.85

,0.13 003 0.{7
99.86 99.85

500
ter) 97 J'r9.C5 .199.95

-0.05 0.02 (\_47
{!rr 92 499.93 499 94 499.95

:r 1000
999.96 999.97

999 96 004 0.01 0.17
999 ()7 999.97 999.98

l.Thjs Calibration c.rt,Jicate shali nor be reproduc.d exc€pt in tull, withour wr ten approval of rhe tabomrory.
2.The user should determine the suitability of the irlstrument for its int€nded u*.
3.The rccalibrahon interval should be determined on th€ us€r requirement.
4.The results stated in this certificate relate orny to the item catibrared.

s. Equipme.l used for Caiibration rvere calibrated & traceable to National & International Srandards
6 The indicated unertainties a{e expanded uncerrainty estimated for a €onlidence level of approximatety 95% fora
coverage factor k=2.00 .

7. Catibrahon Liquid Used:Distilled or Deioniz€d wa
Calibrated By,

as sprcified nr ISO 3696.
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C,SIVABALAN

SUNSHINE BIOMEOIGAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:.044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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UNSHIN

CALI BRATI O N C ERTI F ICATE
Certif icate No: SBS/CL/23l12856

Customer Name & Address

SRf No. sRr23/00624-0002

SRIr Date 0-1-09 2023

Date o( Receipt 0.1-09-2023

Date oI Calibration 04-09-2023

Due Date for Calibration 03-09-2021

(I(]VERNMENT PIUMAITY HEALTH CENTRE(KANDAMANADY RLOCK),

KOLIYANUR.(,O5103,VILLUPUR-AM DISTRICT.

NII'RO PIPITTE \Iak€

0549 2023

P'IACI
Ilinge 5-50rrl Nlod€1

0.5Lrl Nhterial PVC

220221 OperatinB RanBe 1tL50!l

Nr\ Condition of UUC Good

Cil- At

Invironmental Condition

Medunical Lab lnstnment Locntion

Calibration Method Used

LABOITATORY

23.7 Humidity (%RH) 5'1 Nitional / International Stnndard ISO 8655'6:2002

Atmospheric Pr.ssure (mbar)

51. No.

1006 VlalerTemperatue ('C) 21_6 Cal Procedure No

lD.No. / Sl. No. Cetificate No. Trnceability Valid till

SBS/CPML/08

l
Electromc WeiBhinB

15111!15 TVCSPL22/r22115,01 A&D & CH,252 Nation,rl Standards 09-12 2023

ch
6oow,

I)etails of Unit Under Cllibration

Z Factor 1.00319

Result of Calibration in Fl

Sl. No. Obscwed Rerdinss Nlenn Systemati Random

Error Un.ertainty (!)

l r00
9.91 993

-0.06 002 o.47
995 9.93 .) c5 995

l 300
2! ()a 29.98 2(r 99 29.95

29.95 -0 05 0.03 0_17
29.90 29.91 :Lt ltl 29 9:l 29.95

:l 500
{9.8,1 49 83 19.85 .191J6

{9.86 -0.1{ 0.02 0.,17
,19.87 '19.88

l.This Calibration certificate shall not be rcproduced except in tuI, without written appioval of the laboiatory.
2.The user should determine the suitabi-lity of rhe iGtt1Dent for irs intended us€.

3.The recalibration interval should be determined on the user requirement.

4.The results slated in this certificate rslale only ro rhe item catibrated.

5. Equipmentused for Calibration were calibrated & traceable ro Nationat & Intemarioiat Srandards
6.The indicated unccrtainties are expanded uncertainty estirnnted for a conlidence lev€I of approxirnatety 95% for a
coverage factor k=2.00 .

7 Calibration t.quid Usedr Distilled or Deionized water in ISO 3696
Cilibrrted 8y

k.
Authonsed by:

^&ldJ**ffi";,""..,,,",C,SIVABALAN

(Calib o

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel:044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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