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CALI BRATION CERTI FICATE
CERTIFICATE NO: SBS/CU23l13655 MEDICAL DEVICES Page No:'l of 1

lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

07-10-2023
sRF/23l00790-0001 & 06-10-2023
06-10-2023
06-10-2023
0r10-2024

Customer Name & Address
GOVERNI\,4ENT PRII\,4ARY HEALTH CENTRE,
THEMANGALAM-61 1 1 OS,NAGAPATTINAM DISTRICT

Oetails of Device Under Calibration (DUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER
MULTI

MULTI

SATISFACTORY

irake & Model

Sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH
ATCD426122ORBK

NA
I.ABORATATORY

Environmental Conditions & Calibration Procedure Oetails
Environmental Details Temperature:25 6'C Relative Humidity 52% RH
Calibration Procedure No SBS/CP/MD/20 Calibration done at ONSITE

Reference Standards Oetails
S.No Description Make/ Sl No: Certificate No Validity

1 Electrical Safety Analyser Rigel Medlcal & 441-1059 lil-230809-16-4 10-oa-2024

ELECTRICAL SAFETY
RESULTS

S- no SPECIFICATION MEASUREO VALUES EXPANOED UNCERTAINTY (t)
1 lnsulation Resisitance Measured values in MO Uncertainty in % (t)

>20t\,4 0 88 13.92
2 Earth Leakaqe Measured values in pA Uncertaintv in % (i)

<5000pAfor B,BF,CF 175
3 Enclosure Leakaqe Measured values in UA Uncertainty in % (t)

7.2

REMARKS
'1 This Calibration ce.tificate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results staied in this certiflcate relate only to the item catibrated.

5.The indicated uncertainties are expanded uncertainty estimated lor a confidence level of approximatety 95% for a coverage factor k=2.00
6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By Authorised Signatory

ca anager Chief Executive
P.PRASANNA C,SHANMUGARA"Jii c- D,

/t ,J

Ir
\t

Chennai
600 032

l,
o

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Cheanai - 600 032, Tel:044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

<500pAfor B,BF,CF

tf""--J
(Calibration Engineer)



SUNSHIN

CALI BRATI O N CERT I F I CAT E
CERTIFICATE NO: SBS/CU23l13655 MEDICAL DEVICES Page No:1 of 1

lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

07-10-2023
sRF/23/00790-0002 & 06-10-2023
06-10-2023
06-10-2023
o5-'t0-2024

c Name &
GOVERNMENT PRIMARY HEALTH CENTRE,
THEi.4ANGALAI!1-61 1 1 OS,NAGAPATTI NAM DISTRICT

Betails ot Oevice Under Calibration (DUC)

DescripUon ELECTRICAL SAFEry
(MrcRoscoPE)

MULTI

MULTI

SATISFACTORY

Range

Resolution

DUC Condition

Make & Model OLYMPUS & CH2OI

111t202

NA

TABORATORY
Environmental Conditions & Calibration procedu.e Details

Environmental Details Iemperature:25.6 " C Relative Humidity 520/0 RH
Calibration Procedure No SBS/CP/MD/29 Calibration done at ONSITE

Reference Standards Details
S. No Description Make/ Sl No: Certificate No Validity
'1 Eleckical Safety Analyser Rigel lvledical & 441-1059 M-230809-16-4 10-08-2024

ELECTRICAL SAFETY
RESULTS

S. no SPECIFICATION MEASURED VALUES EXPANOED UNCERTAINIY (t)
I lnsulation Resisitance Measured values in MO Uncertainty in % (i)

>20t\,1n 90 13.92
2 Measured values in U i in Y.

<500 r B,BF CF 20 7.3
3 Enclosure Leakaqe Measured tn Uncertai in%

<500pAfor B BF,CF 215
REMARKS

l.This Calibration certificate shall not be reproduced except in full, withoul written approval of the laboratory.
2.The user should determine the suitabitity of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item catibrated.
5 Ihe indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately g5o/o for a coverage factor k=2.00
6. Equipment used for calibration were calibrated & traceable to National & lnternational standards.

Catibrated By Authorised Signatory

,"",,0P,ffie8,"d,
P,PRASANNA [t4*,laPt*"s", Chief Executive
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<] C,SHANI\,4UGARAJ
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SUNSHINE BIOMEDICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087 ,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

Sr. No

ldentification No

Location

Earth Leakaqe
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SUNSHIN

CALIBRATION CERTIFICATE
Certif icJte No: SBS/CU23n3657

Cuslomer Nam€ & Address

SRF No. sRr23/00790-O003

SRF Date 06-10 2023

Date of Receipt 05 10,2023

Date ol Calibration 06-10-2023

Due Date for Calibrrtion 05-10-202.1

CoVIiRNMENT PRIMARY HEALTH CENTRE,

TI II]MANCALAM,61ll08,NAGAPATTINAM DISTRICT

lssu€ Date 07-1G2023

Description MICRO PIPETTE MICITOLUX
Ring( 10(l-1000!l Model NA

1fl Material PVC

NA Operatin8 Ranse 100-1ompl
lD Number NA Condition of UUC Cood
Cnl. At lu.t}Ianical Lab Instrume t Location LABORATORY

Envircnmental Condition Calibration Method Used

23.9 Humidity (%RH) 55 National / Intemational Standard ISO86555:2002

Atmospheric Pressure (mbar) 1006 lvaterTemperaturc (qC) 2t.6 Cal Procedure No SBS/CP/M L/08

SI. No. Descdption ID.No. / SI. No. Certificate No. Make/Model Tnceability Valid till
Electronic WeiShing

Balance
151129t8 'fYcsPt22/1221.t54',1 A&D & CH.252 National Standards 0912-2023

Detnils of Unit Under Calibr2tinn

Z rado.1.00319

l.This calibiation certificare shall not be reproduced except in tuI, withour written approval of the laboratory.
2.The us€r should detemine the suitability of the irerrument for irs inrended !e.
3.The recalibration interval should be determined on the user requiremmt_
4.The resdts stated in this.ertificate retat€ only to the item calibrated.
5. Equipment used for caribrarion were calibrated & tsac€abre to National & Inremarional srandards
6.1he indi.ated uncerrainties are expanded r:ncertainty esrimated for a conlidence levet of approximabely 95% for a
coverage factor k=2.00 .

C.libra Lquid U Distilled Crade3 specified ts( t) 3696.

Cr By
Aulhorised by:

lL(.Fdl^^lrad-
(Crlrbrahon Ensineer) *(div*ra;Exeotive)

DHIB \
C,SIVABALAN

Result of Calibration in Ln

Sl. No. Obserued Readinss Systematic
Error

Random

Error Uncertainty (!)

9.87 9.85 9,IJ6 9.87
10

9.85 9.84 9.83
9.86 -0.11 0.01 o.17

{9.115 .I9.86 ,19.87 49.85 .19.85
.D

t,) 82 19.83 .{9.82 iI9.82 19.81
49.8{ 0.16 0.02 0-17

99 91 99.92 99.93
.l 100

99.92 99.93 99.92 99.91 99_92
99.92 0.08 0.01 4.47

SUNSHINE BIOMEDICAL SOII.ITIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087 ,

E-Mail: calibration@sunshinebiomedical,com, Website: www.sunshinebiomedical.com.

-: i C trcnn;r
a\ 600 032

1



\

UNSHIN

Certif icnte No: SBS/CL/23l136s8

Customer Nnne & Address

SRf No. sRF,23/007m-inx

SRF Date 06-1G2023

Date of Receipt 05,10-2023

D.te of Calibration 06-10-2023

Due Date lor Calibration 05,10-2024

(;OVI]RNMENT PzuMARY HEALTH CENTRE,

TIIEMANGALAM 6l 1 lOS,NAGAPATTINAM DISTRICT

Description MICRO PII'I]TTI]

Issue Date 07-10-2023

NA
RanB. 10's0!l NIodel

1ul luaterial PVC

N,\ Operatina Range 1G50pl

lD Numbcr N Condition of UUC Good

Cal. At

Environmcntal Condition

MechanicilLrb Instrument Location

Calibration Method Used

T-ABORATORY

Temperatur€ ("C) 23_7 Humidity (%RH) 5.1 N.tional / Intemational Standard ISO8655-6:2002

Atmosphenc Pressure (mba)

SI, NO Desdptior

lvaterT€mper.tuE (oC)

lD.No. / SI. No. CeItificate No. IrIake^lodel Valid till

100ar .a) alL/08

l
Electroni. Weighing

Balance
15112918 TVCSPL22/I221 15-01 A&D & Cll 25? National Standards

Details of Unit Under Calibration

Z Facto.1.00319

l This ca libration .:ertificate shall nor be reproduc€d except in ft , withour writt€n approval of th€ taboratory
2.The user shodd determine the suirabiliry of the inskument for ts intended uk.
3 The recalibration intesal should b€ determined on the user requirement.
4.The results siated in this c€rtificar€ relate only ro rhe ibem calibrated.

5. Equipment used for Calibmhon were calibrated & traceabl€ to Nahonat & Intemarionat Standards
6.The indicatcd uncertainrjes are expanded qa€€rrdirry tinated foi a confidence level of approxinately 95ol" for a
coveraSe factor k=2.00 .

7. Calibration Liquid Used:Distll€d o,
Calibrated By,

.^ ... r!,{'F.ttd4a^+ ,
(LaDDranon Lnqmeer)

M.ADruBAN

Dei Grade3 as specified in ISO 3696.

/ct,.,'t ;:i\ Authorised by:

( '4, ,ru n
lQ')aliVMinaier/Ehief Execubve)

C.SIVABALAN

0

Result of Calibration in Fl

Sl- No.
Nominal

Observed Readings Systemati

c Eror
Random

Error Un(ertainty G)

I.')3 9.9{ 9_96
t0

993 9.95 995
-0.06 0.02 4.47

29.96 29_97 29.98 29.99 29.93
30

29.q1 29.91 29.93 29_91 29.95
29.95 -0.05 0.03 0.17

19.U5 .{9.83 .19.8s ,19.86
3 50

49.86 4e.87 49.88 49.89 49.90
49.86 -0.14 0.02 0.47

SUNSHINE BIOMEDIGAL SOII'TIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032,Tel:044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.

CALI BRATION CERTI FICATE
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