
UNSHIN

CALI BRATI O N CERTI FICATE
Certif i.ite No: SBS/CL/23/12732

Customer lJame & Address

SRI No. sRI23/00592-(n0l

SRI Date 03-10-2023

Date of Receipt 03,10-2023

Date of Crlibrntion 03-10.2023

Due Date for Calibration 02-1&2024

(X)VERNMENT IITIMARY HEALTII CENTRE,

ENNA]RAM60565l,VILLUPURAM DISTITIC-T,

N'IICRo PII,I1TTE

0.r 1G2023

THERMO SCIENTIFIC

Rnnge l0 l00trl Nlod€i !INNPIPEITIJ I:3

0.2!j PVC

Operating Ranae 1G100}ll

lD Number NA Condition ol UUC Good

Envircnmentnl Condition

Instrument Location

Calibration Method Used

LABORATORY

Humidity (c;RH) 5l Nalional / Intemilronat Standard ISO 8655{:2txl2

Atmospheri. Pressure (mbar)

SL No.

water Temp€ralure (qcl1006 21.6

ID.No. / SI. No. Tra.eability vnlid titl

SBS/CPA4L/OI]

I

I511?918
El€ctron,c WeighrS

TVCSPL22/1221 15-01 A&n & cH-252 Nalronal Standards 09-12 2023

nlrn..
U.t.

C
500

Detnils of Unit Under Calibration

Z Iactoi 1.00319

Result of Crlibration rn Fl

Sl. No. Obserued Re.dings Systematic

EEor Uncertainty (1)

l 0.03 001 0.47
9.95

i0 tl
49 85 19 t17 49.86 .r9.85

{).}) 005 4.47
t9 95 19 95 19.95

3

q9 98
{.04 001 0,17

99.95

l.This Calibration ertifiGte shall not be reprodu.ed except in tuI, without written approval of th€ laboratory.

2.The user should determrne the suitability of the instrument for its rntended use.

3.The re(alibration interval should be detemined on the u*r requiremml.
4.The results stated in this certificate relate oily to the item calibrad.
5. Equpment u*d for Calibrahon were calibraH & tlac€abl€ to National & Intematonal Standards

6.The nd,cated ucertajnhes are expanded ucertarnty estinated for a confidenc€ l€vel of approximately 95% for a coverage
iactor k=2 m
7. Calibratun Liquid UsedrDistilled or Deronized water
Calibrated By,

H.ftth"ubarr-
(Calibration Engrnee4'

M.ADHIBAN

in lSlO 3696.
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C,SIVABALAN

SUNSHINE BIOMEDIC/AL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, TelO44 -72252087,

E-Mail: calibration@sunshinebiomedical.com, Website; www-sunshinebiomedical.com,
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UNSHIN

CALI B RATIO N C ERTI FICATE
Certif icate No: SBS/CU23l12733

Customer Name & Address

SRF No. sRr23/00592-0002

SRI Dite 03,10-2023

Date of Rec€ipi 03,10-2023

D.te of Calibr.tio.

Due Date for Cilibration 02-10-2024

(;OVERNMENT PzuMARY HEALTH CENTRE,

ENNAIRAM{O5651,VILI-UPURAM DISTRICT.

NIICRO PIPETTI]

Issu€ Date 04-1G2023

SCIENTIFIC

R.nge 100 ltnosl FINNPIPETTE f3

lul PVC

R\{11589 OperatinA Range 100-1000!l

ID Number NA Condilion of UUC Good

Cil. At

Environmentnl Condition

lnstrument Lo.ation

Calibration Method Used

LABORATORY

2'-r.5 Humidity (9bRH) 52 National / Intematio.al Standard ISO 8655{:2002

Atmosphenc Pressure tmbarl

Sl. \o. Des.nption

Wnl..Tenperature ("c)100a. SBS/CPA4L/08

ID.No./ Sl. No. Certificate No. valid tillNIake/Model Traceability
Electonic Weighing

Balance
1:112916 TVCSPL22/1221 rs-01 A&D & GH,252 National Standards t)9-12-2023

Details of Unit Under Calibration

Z Fa.toi 1.00319

Result of Calibration in FI

Obsewed Readings Systematic
Eilor Un.ertairty (1)

10(r
99.9.1 99.92 99 93

-0.05 0.02 0.47

,199 IJ5 ,199.li7 ,199.89

0.13 002 o_47
.{99.86 ,{99.89 J99 85 499 89

l 1rl)il
9E1.95

{.0{ 0 0l 0.17
or)9.98 999.96 y?9.95

Sl- No.

l.This Calibranon oertilicate shall not be reproduc€d except rn tu , without wdtten approval of the laboratory.
2.The usershould d!'termrne the suitability of the rsrrument lor s int.nded us€.

3.The recalibration inte^,al should be determined on the us€r requirement.
4.The results slated in this certifi.ate .elrte only to the item calibrated.

5- Equipment used for Calibrationwere calibrated & traceable to Nationat & rntemational Srandards
6.The indicnted uncrtainties are expanded uncertainty esUmated for a conJidence level of approximately 95olo for a
coverage fa.tor k=2.00 .

7. Calibration Liquid Used: Distilled or Deionized water (;rade3 as specified in ISO 3696.

Calibrated By,

14 F,Lluhat-
lCrlibrrtx,n EntsLnei)

N{ ADIIIAAN

n/l Authonsed by:
.n

ao,(u@ [l'#**]m* r."*,',",
C-SIVABALAN
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SUNSHINE BIOMEOICAL SOII'TIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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