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lssue Date

SRF No & oale

Receipt Date

Calibration Date

Calibration Due

09-10-2023

sRF/23l00837-0001 & 09-10-2023

09-10-2023

09-10-2023

0E-'t0-2024

Customer Name & Address

GOVERNMENT PRIMARY HEALTH CENTRE,

KOMAL-6O9sOS,MAYILADUTHURAI DISTRICT

Details of Devlce Under calibratlon (DUc)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

5250 RPM

10 RPM

Satisfactory

l\4ake & Model

Sr. No

ldentification No

Location

REM| & C-854/6

NA

NA

LABORATORY

Environmental Conditiorc & Standard OPerating Procedure Detalls

Environmental Details Temperature: 25.3oc Relative Humidity 55% Rh

Calibration Procedure No SBS/CP/MUO4 Calibration done at ONSITE

Reference Standards Detalls

S.No Description Make/ Sl No: Certificate No Validity

1 Digital Tachometer L|NE SEIK| / 'r 75-0034V J RPM-CCTR-A&S-2023-001 3 09-062024

CALIBRATION RESULTS

S.No
DEVICE UNDER
CALIBRATION

STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM olo

1 1500 '1498.9 1.1 4.2

2 2000 '1999.5 0.5 4.2

3000 2999.5 0.5 4.2

REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determine the suitabillty of the instrument for its intended use.

3.The recalibration interval should be determined on the user requirement.

4.The results stated in this certificate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a conlidence level of approximately 95% for a coverage factor

k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National& lnternational Standards.

Calibrated By

lcario,J*Psineerl
M.DINESH
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? Cha d,w:a1 (Chief Executive)
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Authorised Signatory

(c.srvABALAN)

*
-

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal i\,4ain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-lVlail: calibration@sunshinebiomedrcal.com, Website: www.su nsh in ebromed ical-com.
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UNSHIN

N CERTIFICATECALIBR,ATIO
Page No:1 of 1MEDICAL DEVICESCERTIFICATE NO: SBS/CU23r1391 I

09-10-2023
sRF/23/00837-0002 I 0910-2023
09-'10-2023

09-10-2023
08-10-2024

lssue Dale
SRF No & Date
Receipt Date

Calibration Date
Calibration Due

Customer Na e & Address

KOMAL-6O9EOS,MAYILADUTHURAI DISTRICT
GOVERNMENT PRIMARY HEALTH CENTRE,

Oetails of Devlc€ Under Callbration (OUC)

Make & Model

Sr. No

ldentirication No

Location

MISPA & VIVA

2',t22301612354

NA
TABORATORY

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER

MULTI

MULTI

SATISFACTORY
Environmental Conditions & Calibration Procedure Details

52% RHRelative HumidityTemperature:25.6 " CEnvironmental Details
ONSITECalibration done atSBS/CP/MD/20Calibration Procedure No

Reference Standards Details
validCartificate NoMake, Sl No:S.No Descriplion
1c-{8-2024M-230809164Rigel Medical & 441-'10591 Electrical Safety turalyser

ELECTRICAL SAFETY

RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINTY (t}

1 lnsulation Reslsitance

--liieasu 

red Yalues in Mo Uncertaintv ln % (t)
>20MO '100 13.92

2 Earth LeakaE€ ileasured vatues in pl Uncertaintv in % (t)
<5000uAfor I,BF,CF 't94 7.4

3 Enclosuro Leakag6 Measur€d values ln pA Uncertaintv in % (t)
<500pAfor B,BF,CF 225 7.3

REMARKS

1.This Calibration certflcate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determine the suitability of the instrument for its intended use.

3.The recalibration interval should be determined on the user requirement.

4 The results stated in this c€rtificate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor k=2.00

6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By Authorised Signatory

(cariol)r,{Sngineeo
M,DINESH

ME D/

!t!I chcnnai
600 0

7.

*

fQt -,TfthnicalManager
C.SHANMUGARAJ

Chief Executive

(rr
or

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, Frrst Floor, Poomagal Ailain Road, Ekkattuthangal, Chennai - 600 032, Tel:044 - 2225 2087,

E- Mail: calib ration@su ns h ine b io med ical.co m, Website: www.su nsh ine b iomed ical.co m.



NSHIN

N CERTIFICATECALIBRATIO
Page No:l of 1MEDICAL DEVICESCERTIFICATE NO: SBS/CU23r139'l 2

09-'10-2023

sRF/23/00837-0003 & 09-1 G2023
09-10-2023
09-10-2023
o8-'t0-2024

lssue Date
SRF No & Date
Receipt Date
Calibration Date

Calibration Due
CuEtomer Addresse&

KOMAL4OgS05,MAYILADUTHURAI DISTRICT
GOVERNMENT PRIMARY HEALTH CENTRE,

Detalls of Device Under Calibration (DUC)

Make & Model

Sr. No

ldentification No

Location

TABOMED & NA

130862418

NA
TABORATORY

Range

Resolution

DUC Condition

ELECTRICAL
sAFETY(MTCROSCOPE)

MULTI

MULTI

SATISFACTORY

Description

Envlronmsntal Conditions E Calibratlon Procedurs DetailE

54% RHRelative HumidityTemperature:25.4"CEnvironmentrl Details
ONSITECalibration done atSBS/CP/MD29Calibration Procedure No

Reference Standards Details
ValidCertificate NoMake, Sl No:S.No Description
10-08-2024M-230809-16-4Rigel Medical &,141-10591 Electrical Safety Analyser

ELECTRICAL SAFEW

RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINTY (t)

1 lnsulation Reslsitanle Measured values in MO uncertainw in % (t)
>20MO 80 13.92

2 Earth Leakaqe Measurcd values ln pA Uncertainty in % (t)
<5000pAfor B,BF CF 164

3 Enclosure Leakaqe Measured values in PA Unc€rtainty ln % (

<500UAfor B,BF,CF 233 7.2

REMARKS
'1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determine the suitability ol the instrument for its intended use.

3.The recalibralion intervat should be determined on the user requirement.

4.The results stated in this certificate relate only to the item calibrated.

s.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95o/o for a coverage factor k=2.00

6. Equipment used for cslibration were calibrated & traceable to National & lnternational standards.
Authorised Signatory

4..-
icalManager Chief Executive

C SHANMUGARA'

Calibrated By

1cr,,u.ffi*"4
M,DINESH 3!o"l!i,

(n
oI l-
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MED/

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal lVlain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E- Mail: calibratio n@su ns h ine b io med ical.co m, Websrte: www.su nshineb iomed ical.co m.



UNSHIN

CALIBRATION CERTIFICATE
Certifi cate No: SBS/CUZ}n39I3

Custom€r Namc & Addr€ss

SRF No. sRr23/006374004

GOVERNMENT PRIMARY HEALTH CENTRE,

KOMAL.6OgSOs,MAYILADUTHIJRAI DISTR]CT

SRI Date 09-1G2023

Date of R€ceil a7-fi-2023

Date oI Calibration 091G2m3

Due Date for Calibration 0&1G2024

Issu€ Date @-10-2023

Details of Unit Under Calibration

Desciption Miclo Pipette M.kc SCIENTIFIC

R.IE€ r0G1(mpl Model FINNPIPETTE F3

Resolution 1FI Material PVC

Serial Number RW12510 Operating Range 100'1molll

lD Numb€r NA Condition of lruC C,@d

Cal. At MeclEnical Lab In3tlument Location LABORATORY

Enwi$n$ental Condition Calibration Method Us€d

TempeEtue ('C) 23.9 Humidity (yoRH) ational / Intenational Standard rso 816516:2002

Armooph€ric Pr€ssur€ (mbar) 1005 wale! TenFrrtu€ (oC) 2t.6 Cal Prc<edue No SBS/CPA,TLl08

Standrd Us€d

SI. No. Description ID.No. / SI. No. C.lrtilicate No. Male^todel Traceability Valid tiU

1
Electsonic Weighint

Balance
15112918 rvcsPLzu12t21154t A&D & CH-252 National Standards s]-t2-2023

Z F.cton 1.00319

R$ult of Calibration in Fl

Sl. No.
Nomiral

Value
ObseEed ReedinSs

Mean

VaIue
Syslemati

c Enoi
R ndom

EtIor
Mearurement

Uncertainty E)

1 100
99.86 99.87 9.88 9.87 99.86

9.87 {.13 0,0r 0.t7
99.87 99.88 99.87 9.86 9.87

2 500
499 87 499.88 499.86 499.87 49 87

494.& {.14 0.01 0.47
499.86 49a.86 499.85 499.86 499.86

3 1000
998.76 998.77 998.76 998.74 998.72

998.75 -125 0.02 0.47
948.77 998.76 998.n 998.n 948.n

Remarks

l.This Calibration certijicate sllal not be reproduced exc€pt in fu]L without written approval of the laborarory

2.1he us€r shou.ld debemine the suitability of the instsu.ment for its int€ndd us€.

3-The rcra.librahon intervd shorrd be d€0ermined on the uset requiEmmt.

4.The resilts sLated in this certificate ehte only to the iiem calibraH.

5 Equipment used Ior CatibraUon were calibtated & I & Int€mational Standards
6 The indcated un.Ertainties ar€ exparded
cot€rage factor k=2.00.

level of approxtulately 95% for a

7 CalibGtion Liquid Us€d: Distilled or Deionizad as sFcfied in ISO 36%.

Calibrat€d By, Authodsed bla

&;.l{i*1gffi,,"",,*,
C.STVABALAN

tc"rOr"tiPengin*rt
M,RAGT'L

q{snflB
600 03;

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal A,4ain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2Og7,

E-Mail: calibration@sunshinebiomedical.com, Website: www.su nshinebiomed ical.com.



UNSHIN

CALIBRATION CERTIFICATE
Ce*ifi.ate No: SBS/CL23^3914

Customs Name & Adch€Bg

sRr23/00837{005SRF No.

09-1G2023SRF Date

07-70-m23Date of Rer€ipt

@-102023Date oI Calibration

0&1G2024Due Date for Cnlibration

09-1G.2023I$ue Date

COVERNMENI PRIMARY T{EALTH CENTRE,

KOMAL.6O98O5,MAYILADUTHIJRAI DISTRICI

II.IERMO FISHERMakeMjcro PiptbeDescription

NAModel10.100plRange

PVCMaterial0.2FIResolution

1G100plOperating RangeRW09963serial Number

GoodCondition oI lruCID Number NA

Lq.BORATORYlnstrum€nt LocationMechanicd LabCal. At

Calibration Method Us€dEnvironmental Condition

ISO 8655-.6:200253 National / Intemational Standard23.7 Humidity (%RH)Temperature ('C)

SBS/CPA,ILl08Cal Prccedure Nowater Tenpd.tuE ('g) 21.61006Ahrospheric Pressu€ (mbar)

Valid tillMakenvrodel TraceabilityCertiticate No.ID.No. / Sl. No.SI. No. Descdption

wl2)o23National StandardsTVCSPL2Zr2l2l1541 A&D & GH.25215112918
Electsonic WeighinS

Balance

NlE

Chenne,
600 032

*

I
u)

oc-c

Delails of Unit Unds Calibration

Standard Used

Z Facton 1.00319

Result of Calibration in pl

Sl. No.
Nominaf Observed Readings

Mcan Systemati
. EEor

Random
Error

Mcasulem€nt
Uncertainty (i)

1 10.0
9.90 9.92 9.88 9.91 9.92

9.91 -0.09 0.01 0.47

9.91 9.92 9.93 9.92 9.90

2 50.0
49.74 49.76 49.74 49.72 49.74

49.74 4.25 0.02 0.47

49.75 49.75 49.73 49.72 49.71

3 100.0
9a.92 98.94 98.94 98.96 98.92

94.93 -1.07 0.02 0.47

98.91 98.93 98.94 9a_92 98.91

Remarks

1.This CalibIahon ce ificate shall not be r?roduced excePt in fir.I, without r^.ritten aPProval oI the labolatory.

2.Th€ us€I shoutd detemine the suitabilily of th€ insEument for its intended use

3.TlIe recalibration inbewal should be determined on the user reqriremglt.

4.The results Btad in this ce ficate lelate only to the iEm calibrated.

5. Equipment used for Calibration were calibmted & traceable to National & Intemauonal Standards

6.The indicated uncertamues are expanded uncerlainty estimated for a confidence Ievel of aPFonmately 95% for a

coveraBe factor k=2.00 .

7. Calibration Liquid Used: Distiled or Deionized waber specified m ISO 3695.

Ca.librat€d By,

(Calibra

Arthorised bla

fu^u.,*n ,euu1;fu,W,,*,*,
M,RAGIJ'L C.SIVABALAN

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal lt4ain Road, Ekkattuthangal, Chennar 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical-com, Website: www.su nshinebiomedical.com.


