
UNSHIN

CALI BRATION CERTIFICATE
C€rtili.at. Nor SBs/CUBlr3E4s

Custom€r Narne & Ad&ess

SRF No. sRFz3rc0630{003

SR.F Dale @1WO23

Dale of R€.€ipt 0&-1G2023

Dale of C.libration 0,-1G2023

Du€ D.t€ for Calibralion &1tr2024

GOVERNMENT URBAN PRIMARY HEALfiI CENTRE,

BoMMAYAGOUNDANPATTY,62553I,THENI DISTRICT

D€s.ription MICRO PIPETTE

Issue Date

Make

1U2t/23

SCIENIIFIC

Range 10Gr000FI Model FINNPIPETTE F3

Resolutior 1Fl M.tcri.l PVC

Serial Nlmber RW12619 Op€Iatint Rant€ roG100qrl

ID NuEl,er NA Condirion o( UUC C,ood

Cal. At

Envimnmental Condition

Merhanical I-ab Instrument Laation

Calibration M€thod Us€d

TORY

Temperature (oC) 23_2 Humidity (%RH) 5l National / Intemational Slandard ISO 865tu:2002

Atmospheric Presrure (mbar)

SI. No. Description

wa!.r TenFntuE ('C,1006 Cd Prcccdu€ No21.6 SBS/CPAIL/m

lD.No. / SI. No. Certifi.ate No. Ttaceability vdid tillMak€/Model

1
Electronic WeiBhmg

Balance
15112918 TVCSPT22/122r rs{1 A&D & GH-252 National Standards @-12-2U2i

9
U,z

gro

Details of Unil Und€r Calibration

Standard Used

Z F.cton 1.m319

Result of CdibEtion in pl

Sl. No Obs€rv€d R€adings
M€in Sy6tenutic

EEor
R.ndom

EIIor Unccrtainty (!)

1 100
99_94 99.96 99.94 99.92 99.93

9.95 {.05 0.02 0.47
9.94 9.95 9_96 9.9 9.94

2 500
49.8s 499.86 499.87 499.89 494.85

494.a7 {.13 o.o2 o_47
499_46 49a.87 499_89 49.8s 499.89

3 1000
999_96 999_97 999.98 999.96 999.95

999.96 {.04 0.01 o.47
999.98 999_94 999.% 9,9.95 999.95

1.This Calibrahon certificate shall not be reproduc€d excep! in tull, Mthout w ten approval of the laboratory.
2.The user should determine the suitabiliry of th€ mstrument for its int€nded use.

3 The recalibration inteBal should be determmed on the user requuemmt.

4 The results stated in this ertificate relat€ o.ly to the item calibrated.

5 Equipment upd for Cnlibration were calibEbed & traceable ro Narional & InDernarional Standards
6.The indicated uncertainties are expanded uncertainly esttnated for a conJid€n e level of approximarely 95% for a covera8e
factor k=2 00 .

7. Calibration Liq

Calibrated By,

uid Used: Distilled or Deioniz€d CEde3 as speci6ed in ISO 36!)6.

Authoris€d by:

(Calibra,#***, ,d,;divffi**"*,,.,
M.RACUL C.SIVABALAN

5U NSH Ir .\E IdICIM EDICAL SOLUTIONS
No:68, First Floor, Poomagal A,4ain Road, Ekkatturhangal, Chennai , 600 032, Tel:044 -22252087,

E-Mail:calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.



UNSHIN

CALIBRATION CERTIFICATE
C€rtif icrte No: SBS/C1,23I13846

Customer Name & Address

SRI No. SRI23/00630.0m4

SRF Dal€ 09-1G2023

Dat€ oI Re(€ipl 0&lG2(Ia

Dal€ oI C:libr.tion 09-to-20l3

Du€ D.t€ (or Cdibration 0&10.2024

COVERNMENT URBAN PRIMARY HEALTH CENTRE,

BOMMAYAGOUNDANPATTYJ2553l,THENI DISTRICT

Desciption MICRO PIPETTE

Issu€ Dat€

Male

@-10-202i

ffiERMO SCIENTIFIC

RanBe 1G100Fl Model FINNPIPETIE F3

Resolution o.2pl Mat€rial PVC

Senrl Nurnber RW09313 Opcrating Range rGlmFl
ID Numbe. NA Condition of UUC tu
Cal. At

Envircnmental Condition

Medanical tlb lnsEurl€nt l.ocation

Cdibration Method Used

IABORATORY

Temperature ("C) 23_2 Humidity (%RH) 53 National / Intemational Standard ISO 8655{:200

Atmosph€ri. Pr€ssure (mbar)

SL No. Description

w.ter TempqatuE (.C) 21.6 Cal Pro.edure No SBS/CPA,{UO8

ID.No. / SI. No C€rtificate No. Tra.eability valid till

1006

Make^ro.tel

I
Electsonic Weighhg

Balmce
r5112918 TV(:Pt22A2ntE41 A&D & GH-252 National Standards 0,-t2-202i

Chennai
600 032

Delails of Unit Under Cati bration

Standard Used

Z Factor: Lm319
Result oI Calibration in pl

Sl. No. Observed Readings Mea Systematic

Erlor
Random

ElIor Unc€dainty (!)

1 10.0
9.47 9.86 9.88 9.88 9.88

9.87 -0.13 0.01 0.47
9.88 9.88 9_87 9_& 9.87

2 500
49.80 49.80 49.82 49.81 49.85

49.81 4.19 o.m 0.47
49 82 49.80 49.82 49.82 49.74

3 100.0
99_84 99.46 9.87 99.47 99.88

9.87 4.13 0.01 0.47
99_47 99.88 99.86 99.87 99.88

Remarks

l Tl's calibration certiricate shall not be reproduc€d exc€pt in tulL wirhout writ[en approval of th€ laborarory.
2.The user should detemine the suirabitiry of the irlstrument for its mlended use.

3.The re.alibration hterval should b€ deEmined on rhe user rcquilenient.
4 The rcsr ti stad m lhis cerrificat€ relaoe or y ro rhe ibem calibEted.

5. Equipment used for CaLbration were cilibrat€d & traeable to National & Inrernationat Standads
6.The ndica ted uncertainties are expanded un eltainry eshrhated for a mnfidence level of apFoximatety 95% Ior a coverage
factor k=2.00.

7. Calibration Liquid Us€d:Distilled or
Calibrated By,

Grade3 as sp€ciJied in ISO 36%.

Authoris€d by:

(Cal,bra *ft-*0 ,d,'dt)*,th,;;*,,,",
M,BACUL CSIVABALAN

SUNSHINE BIOMEOICAL SOLUTIONS
No:58, First Floor, Poomagal Main Road, Ekkarruthangal, Chennai 600 032, Tel: 044 - 2225 2087,

E-Mail:calibration@sunshinebiomedical com, Website:www.sunshinebiomedical.com.


