
TICS 

CUSTOMER DETAILS : 

MUTHANENDHAL, 
SIVAGANGAI. 

CALIBRATION DA TE 

2 

GOVT.PRIMARY HEALTH CENTRE 

CALIBRATION DUE DATE 

General maintenance required 

Any Physical damage observed 

3. Spare Replacement (if required) 

TEST EQUIPMENT 
DIGITAL. TACHOMETER 

TRANSINDIA CALIBRATION SERVICES PRIVATE LIMITED 

PARAMETERS 

ROTATION PER 
MINUTE 

UNITS 

RPM 

CALIBRATION /TESTING REPORT 
CERTIFICATE N0 

ELECTRICAL SAFTY ANAL YZER DATREND 

22/09/2023 

ØACCEPTABLE FOR USE 
Calibrated By : 

21/09/2024 

|KUSAM MECO 

TEST REPORT 

MANUFACTURE 

"Perfecting the art calibration in Medícal Equipment's" 

SET VALUE 

1538 

2051 

EOUIPMENT NAME 
MANUFACTURE 
MODEL 

ASSET NO 
|INSTALLED DEPARTMENT 

O Yes 

O Yes 

O Yes 

KM2234 BL 

/ Pad-mini 

1542 

2056 

No 

Z No 

MEASURED 
VALUES 

M No 

MODEL 

TICS/2023/SG/MNL/O01 
CENTRIFUGE 

O cORRECTIVE MAINTENANCE REQIRED 
ABRATI 

T 10 

518/08-09 

TENKASI 

LAB 

TOLERANCE 

+5 

S1049875 

SERIAL NUMBER 

VPM 18040011 

*The above mentioned instrument has been tested using standards manufactures recommended protocols, using equipment having 
raceability to National/International standards. 

Temperature 25°C 
Humidity RH 55% 

STATUS 

O REMOVED FROM USE 
Ariborized Sign With Seal 

PASS 

transindiacalibration®gmail.com e www.transindiacalibration.com 
CIN: U52100TN202OPTC139842 

No.763/19, Block No:10, KTC Nagar, Kulasekarapatti, Tirunelveli, Tamil Nadu, India - 627806. 
9 04633-210998 0+91 72000 04781, +91 95001 13759 
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