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CALIBRATION CERTIFICATE
CERTIFICATE NO: SBSrCU23rl4175 i,EDICAL DEVICES Page No:l of I
lssue Date
SRF No & Date
Receipt Date
Calibration Oate
Calibration Due

12-1G2023
sRF/23/00863-000'l & 1',t -1 0-2023
11-1G2023
11-10-2023
10-10-2024

Customsr Name & Addross
GOVERNMENT PRIMARY HEALTH CENTRE,
L,ENDATHUR$O34O6,CHENGALPATTU DISTRICT

Dotails ot Oevlce Under Callbratlon (DUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANAI-YZER
MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH
ATCD0021220R8K
NA

BIOCHEMISTRY LAB
Envlronmental Conditlom & Calibratlon Proceduro Dotails

Environmental Details Temperature:25.6"C Relativo Humidity 52% RH
Calibration Procedure No sBs/cP/MD/20 Calibration done at ONSITE

Refgrsnce Standards Datalls
S.No D€scrlption Make/ Sl No: Certiflcate No Validlty
1 Electrical Satety Analyser Rigel Medic€l a igL-1059 M-230809-1&4 't048.2024

ELECTRICAL SAFETY
RESULTS

S.no SPECIFICATION iIEASUREO VALUES EXPANDED UNCERTAINTY (T)

I l[sulatlon Reslsitanca tleasured ialues ln U0 uncenatnty ln % (t)
>20MO 87 13.92

2 Earth Leakaqe Moasured values ln pA uncertaintv tn % (t)
<5000pAfor B,BF,CF 195 9.3

3 losure Leakage Moasured valuea in $ Uncertalnty in % lt)
<500UAfor B,BF,CF 241 8.4

REiIARKS
l.This Calibration certillcate shall not be reproduced except in full, without written approval of the laboralory.
2.The user should determine the suilability of the instrument for its intended uss.
3.The recalibration interval should be determin6d on th6 user requirement.
4.The results stated in this cerlificat€ relate only to the it6m calibrated.
5.The indicated uncertainties are expanded uncartainty estimated for a confidenc€ levelof approximatoly gS% fora coverage factor k=2.00
6. Equipment used for caribralon were calibrated & tracsable to Nationar & lntemational standards.

Calibrated By Authorised Silnatory

,"r,kt*#, .-?","A+Sf,"""n",
Chie, Executive

P.PRASANNA (C.SHANMUGARA')Chennai
600 032
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SUNSHINE BIOMEDICAL SOLUTIONS
No 68, Flrst F oor, Poomagai Ma n Road, Ekkartuthanga , Chennai , 600 032, Tel: 044 - 2225 20g7,

E-Mail: calibrat onCsunshinebiomedical.com, Vy'ebsite: www.sunshinebiomedical.com.



NSH!N

S.No
DEVICE UNDER
CALIBRATION

STANDARD
INSTRUi'IENTS

DEVIATION EXPANDEO UNCERTAINTY

RPM RPM RPM oh

1 1000 998.9 1.1 4.2
2 3000 2999.5 0.5 4.2

5000 4999.6 0.4 4.2
REMARKS

1 .This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

5.The indic€ted uncertainties are expanded uncertainty estimated for a confidence level o, approximately g5o/o for a coverage factor
k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lnternational Slandards.

Calibrated By

,..,,k,r"*€$",
P,PRASANNA

c=,6,,ilmm
Authorised Signatory

(C.SIVABALAN)

Chief Executive)

CALI B RAT I O N CERTI F I CAT E
CERTIFICATE NO: sBs,cu23l14r76 MECHANICAL Page No:1 of 1

lssue Date

SRF No & Date

Receipt Oate

Calibration Date

Calibration Due

12-1G2023

sRF/23l00E63-0002 & 1 1 -1 0-2023
't1-10-2023

11-'.l0-2023

1G1o2024
CGtomer Name & Address

GOVERNMENT PRIMARY HEALTH CENTRE.

L,ENDATHUR-6O34O6,CHENGALPATTU OISTRICT

Details of Devlce Undsr Callbration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

5250 RPM

1O RPM

Satisfactory

Make & Model

Sr. No

ldentlfication No

Location

REM| & C-852

BHLC-2230

NA

LABORATORY
Enyironmental Condltlons & Standard Operatlng Procodure Dctails

Environmental Details Temperature: 25.5oC Relative Humidiv 5Zo/oRh

Calibration Procedure No SBS/CP/MUO4 Callbration done at ONSITE

Referrneo Standard! Dstalls
S.No DeBcriptlon Meke, Sl No: Certlficate No Validity

1 Oigital Tachometer L|NE SEtKt / 175-0034V JRPM-CCTR-A&S-2023-001 3 094E2024

Chennai
600 032
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SUNSH!NE BIOMEOICAL SOLUTIONS
No:68, Flrst Floor, Poomaga l,4ain Road, Ekkatrurhanga, Chennai ,600 032, Iel:044 2225 2Ag7,

E-Ma l: callbration!sunshineb omedrca com, Websire:www.sunsh nebromedical.com.

CALIBRATION RESULTS
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CALI BRATI ON CERTIFICATE
CERTIFICATE NO: SBS|CU23I14177 MEDICAL DEVICES Page No: l of 'l

lssue Oale
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

12-10-2023
sRF/23l0086+0003 & 1 1 -1 0-2023
11-',t0-2023
't1-10-2023
10-10-2024

Customgr Nam€ E Address
GOVERNMENT PRIMARY HEALTH CENTRE,
L.ENDATHUR€O3406,CHENGALPATTU DISTRICT

Details ot Devlce Under Calibratlon (DUC)

Oescription

Range

Resolution

DUC Condition

ELECTRICAL
sAFETY(MTCROSCOPE)

MULTI
MULTI

SATISFACTORY

Mske & Model

Sr. No

ldentification No
Location

ZOOM SCIENTIFIC WORLD & ZBCM-o8
474433

NA

LABORATORY
Environmsntal ConditionE E Calibration Procedurc Detallg

Environmental Details Temperaturo:25.6'C Relative Humidity 52% RH

Calibration Procedure No SBS/CP/MD/29 Calibration done at ONSITE
Referonco Standards Detalls

S.No D€scrlptlon Mak€, Sl No: Certlficate No Valldlty
,| Electncal Safety Analyser Rigel Medical & 44L-'1059 M-230809-16-4 10-0c2024

ELECTRICAL SAFEW
RESULTS

S.no SPECIFICATION ]f,EASURED VALUES EXPANDED UNCERTAINTY (T)

I lnaulatlon Realaltance Measured values ln MO Uncertalntv in % (i)
>20MO 92 13.92

2 Earth Leakaoo M€a8ur€d values ln pA Uncortalntv in % (t!
<50oouAfor B.BF.CF 181 o7

3 Enclosure Leakaqe iloasured values ln IA Uncerlalntv in % (t)
<500uAfor B,BF,cF 222 8.7

REMARKS

1 This Calibration certificate shall not be reproduced except in tull, without written approval of the laboratory.
2.The user should determine the suitability of the instrument for its intended use.

3 The recalibralion interval should be determin€d on the user requirement.

4 The results stated in this cerlificate relate only to the item calibrated.

5 The indicated uncertainties are expanded uncertainty estimated tor I confidence level of approximslely 95% for a coverage factor k=2.00
6. Equipment used for Calibration were calibrated & traceable to National & lntemational Standards.

Calibrated By Authorised Signatory

(Calib
aAL^-

echnicalfvlanager Chief Executivea

P.PRASANNA (C.SHANMUGARA')-Chennai
500 032
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SUNSH!NE BIOMEOICAL SOLUTIONS
No:68, F rsr F oor, Poomagal trrla n Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087.

E-Mail: calibrar on.isunsh nebiomedical.com, Websrre: www.sunshinebiomed jcal.com.
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CALIBRATION RESULTS

S.No. OEVICE UNDER CALIBRATION
READI GS

STANOARD INSTRUMENTS
READINGS

DEVIATION EXPANDED UNCERTAINTY (T)

oc cc € cc
1 2.0 1.8 0.2 0.62
2 4.0 3.7 0.3 0.62
3 8.0 0.3 0.62

REMARKS

1.This Calibration certificate shall nol be reproduced excepl in full, without Mitten approvalotthe laboraloay
2.The user should determine the suitability ofthe instrument for its intended use.
3.The recalibration interval ghould be determined on the user requirement.
4.The results stated in this ceftficate relate only to the it€m calibrated.

s.The indicated uncertainties are expanded unceatainty est maled for a confidence level of approximstely 95% fo, s coverage faclor k=2.00
6. Equipment used for Calibration were c€libraled & traceable to National & lntemational Standards

7. Temperalure Scale:lnlernational Temperature Scale,1990(lTS-90)
Calibrated By

I
A'l-+.rr-d\

(Calibfttion Engineer)
P,PRASANNA

Authorised Signatory

(C,SIVABALAN)
(Chi6l Executve)

CALI BRATION CERTI FICATE
CERTIFICATE NO: s Bsrcu23fl 4t 78 THERITIAL Page No:1 of I

lssue Dale

SRF No & Dare

Receipt Oate

Calibration Date

Calibration Due

12-10-2023

sR F/23l00863-0004 & 11]t0-2023

11-10-2023

11-1G2023

10-10-2024
Customer Nem6 & Addrcaa

GOVERNMENT PRIMARY HEALTH CENTRE,

L,ENDATHUR6O34O6,CHENGALPATTU OISTRICT

Detrlb ot Devlca Und€r Callbratlon (DUC)

Desc.ription
TEI\,IPERATURE INoICATOR WITH
SENSOR OF (RERFRIGERATOR)

2-8 .C

0.1 'c
Satisfaclory

Range

Resolutlon

DUC Condition

Make & Model

Sr. No

ldentification No

Location

HAIER & HRD.19O5-BR

850921E8000PtEA50269

NA

LABORATORY
Environmental Condltlon! & Calibratlon Procadur€ Detalls

Environmental Details Temperature: 25.3'C Relative Humidity 54% Rh

Calibration Procedure No SBS'CP/TI,UO4 Calibration done at ONSITE

Referonca Standardr Detrllg
S.No De8crlption Mako, Sl No: Cartlflcato No Validlty

1 RTD S€nsor with papedess Recorder Tenpsens & Temps€ns /
TO092@218

TMS/2262 0'l 'tGl1-2023

Chennai
6(x, 032

t

.o

4!a c

f L.:

-

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, F rst F oor, Poomagal Ma n Road, Ekkatturhangal, Chennai 600 032, Te.044 -22252087,

E-Mail calibrarronesunsh neb omedical.com, Website: www.sunshinebiomedical.com.



NSHIN

CALIBRATI ,v ERTIFICATE
Cedifi.ate No: SBS/CL/23/14179

Customer N.me & Addre6s

SRr No.

SRI Dare 11-tG2023

Date of R€.eipt 1GrG2023

Date of Calibr.tion 11-10-2023

Due Date for C.librdtion lGlG2m{

CO}TRNMENT PRIMARY HEALTH CENTRE,

L,ENDATHUR{O3405,CHENGALPATTU DISTRICT

Desciption Mioo PiFtte

l$ue Date

MaLe

12-10-2023

SCIENTIFIC

RanE€ 10G1000ld Model FINNPtrETTE F3

Resolution 1J'll Material PVC

Serial Number RW12ll5 Operahng Range 1oclm0Fl

ID Nu$b€r NA Condition oI lruC C,ood

Cd. At

Envircnmmtal Condition

MeclEnical t b INEument Lo(ation

Calibration Method Used

T.ABORATORY

T€mp€rahEe ('C) 23.9 Humidity (%RH) 55 Nationrl / Inlemational Standard ISO 8655{:282

Atmospheric Pressur€ (mbar)

DescdptionSI, NO,

w.rer TenFr.tuE {.C)1006 21.6 Cal PrDcedore No

ID.No./SI. No. C.rtiliqt€ No. Traceability Valid till

SBS/CPA,II."/08

Mak€Ivlodel

1
Eleftonic weithing

Balance
15112918 TVCSPL22/r22 r l5{t A&D & CH-252 Natiqtal Sbndards l,-{12-2023

Chennai
600 032

DetailB of Unit Under CalibEtion

Standard Used

Z Factor: 1.00319

Result of Crlibration ir FI

Sl. No.
Noninal

Valu€
Observed ReadinSs

Mear
value

Systetlati
c EIIor

R.ndom
Elror

Measurement

Uncertahty h)

1 100
99.8s 99.87 99.85 99.84 99.9s

99.89 4.11 0.04 o.47
99.89 99.95 9_q 99.87 99.90

500
499.n 49.95 499.90 49a.90 499.95

499.90 -0.10 0.G o.47
499.89 499.88 499.85 49.85 499.90

3 1000
w.89 99.88 999.89 999.47 999.90

99.9r {.09 0.03 0.47
91]9.93 999.n w.9t 999.94 999.95

R€markg

I This Calibmtion c€rtilicate shal not be reFoduced except in fu].I, without wntlen approval of the laboratory.

2.The user should det€mine the suitability of th€ insErEent fot its intended use.

3.The le(aliblation interval shoutd be determined on the user requiremmt.

4 The rc$ ts stad in this certfi(ale relate only to the iEm calibraH.

5. EquipEr€nt us€d Ior Calibradon w€rc calibEEd & Eaceabtre to National & Intemational Standards
5.The mdica@d rmcertainties are expanded uncertainty estinaled for a confidmc€ lev€l oI approxiniaEly 95% Ior a
coverate factor k=2.00 .

7. Calbration Liquid Used: Distiled or Deionized wa Grade3 as sFcifed in ISO 351]6.

Ca.librated By, Authorised by:

n&ffir,"*o"",
C,STVABAI.AN

r-#o.t$@i-
I\]IADHIDAN

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, F rst Fioor, Poomagal Ma n Road, Ekkarruthanga , Chennai 600 032, Telr 044 - 2225 2087,

E-Mail: calibrationGsunshinebiomedical.com, We bsite: www sunshinebiomedical.com.



NSHIN

LIBRATION CERTIFICATE
Certifi cate No: SAS/CL23fl 4180

Customer Nam€ & Ad&€cs

SRI No. sRr23/008${m6

SRI Dat€ l1-1G2023

Dat€ of R6eipt IG1G2O3

Date ol Calibration 11-1G2023

Du€ Date lor Calibration 1G1G2024

GOVERNMENI PRIMARY HEALI1I CENTRE

L, ENDATTIIJR.6OSO6,CHENGALPATTU DISTRICT

I$ue Date t2-1M023

Dessiption Miso PiFttt Make I1IERMO SCIENMIC
RanEe rGlmd Model FINNPIPETTE F3

Rcsolution 0.2Ff Mat€rid PVC
Serid Nurber RWff/ Operatint Rarge lGrmFl
lD Number NA Condition oI UUC Good
Crl. Al Medanical Lab lnstrument I-oaation LABORATORY

EnviDnment l Cordition Cdibration Merhod Us€d

Temperature ("C) 23.7 Humidiry e/.RH) 56 National / tnlemational Slandard ISO 865$5:2002

Atm@pheric Pr€ssue (mbar) w.t 'T@FarlE ("C) 21.5 C.l PrccdurE No SBSr'EA,fLIB

SI. No. Desqiption ID.No. /Sl. No. Cstific.te No. M.ke^.lodcl Trace.bility vdid till
ElecEonic W€ithing

Balance
r5112918 TVcsl,[2?]2nl,$41 A&D & GH.252 Nationa.l Standards 0,-t2-20I23

Chennrl
600 032

Details oI Unit Under Crlibration

Standad Used

Z FactoE 1,00319

Remarls

lThis caliblarion certificaE shar not be rcproduced exc€pr in fur, without written approval of the raboratory
2.The us€r should detemine rlE su ability of rll€ insEunent for its intended u*.
3.The recdibration intewal should be deErmined on the user lequilemml
4.The rcsdts stad in this certijicate rclate only to the iDem calibrad.
5. Equipment uied fo! carib.tion were calibratsd n Eaceable to Nationar & Intemationar siindards
6.The hdicated
coverage Iactor

uncertarnties ale eipandd uncertainty esE-rnated for a conJid€nce level of approxinaEty 95% for a
k=2.00 .

7. Calibration Uquid Us€d: Disriu€d or Deionized wa as sFcified in I-SO 36%.
oo

C.alibrated By,
gJ
z c Authorisd b),:

{&idk}dffi,*,6*)
C.SIVABALA}J

r.*11"13#k##o
M,ADHIBAN

R6ult of Crlibration ir F.l

Sl. No Nominal
Observ€d Readints M€an

value
Sygt€mati

c Eror
Random

Efior
Measu.rem€nt

Uncedainty (r)

9_94 9.97 9.94 9.96 9.93
10.0

9.98 9.9s 9.92 9.9 9_%
9.95 {.05 0.02 0.47

{9.85 49.86 49.87 49.82 49.&3
50.0

49.47 49.85 49.82 49.89 49.87
49.8t {.15 0.02 0.47

99.94 99.97 99.96 9.95 9.98
3 100.0

99.93 9. 9.97 99.94 9.95
99.95 0.02 o.47

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomaga t,ia n Road, Ekkartuthangal, Chennai 600 a32,felO44 _222520g7,

E-Ma l: cal brarron:sunshinebiomed cal.com, Websire: wr,vw.sunshinebiomedical.com.
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UNSH!N

CALIB TION CERTIFICATE
Certifcare No: SBS/ct 3[418I
CustoEer Name & Address

SR.F No. sRr23rcG53{Xm7

SRF Datc tt-10-2023

Date of Re.eipt lG1G2m3

Dat€ of Calibration 11-1G202i

Due Date for CalibEtion t0-1G2o24

GOVERNMENT PRIMARY HEALTII CENTRE

L, ENDAIHIJR{O34O6,CHENGALPATTU DISTRICT

Issue Date t2-10-2923

D$.ription MGo Pip€tb MaL€ NA
Rang€ r00d FIXED Mod€l NA
Resolution Mat€rid PVC
sedd Numb€r NA OpeEtint Rang€ rmd FIXED
ID Number NA Condition of UUC C,ood
Cal. At Mechanical Lab Inrkufient Lo<ation LABORATORY

Envircnmental Condition Cdib.ation Method Us€d

TemperatEie eC) 23.7 Humidity (%RH) 56 Natioral / International Standard ISO 865162002

Atnosph€ric PIessuI€ (mbar) 1m6 w.ter Tmp€ntlE (.C) 2t.6 Cal hoaeduIe No SBS/CPML,O8

SI. No. D€scription ID.No. /Sl. No. Certificate No. Male^Iodel Tracerbility Valid titl
ElecEohrc Weighint

Balance
151129r8 Tr,/esPL22[2nn54r A&D & GH.252 Natiol|al Standards @-12:2023

u?T#,
c

E
l,)

Detail6 of Unir Under Calibr.tion

Standard Used

Z Factor': 1m319

Remarkc

l'This caribration certificare slElr not b€ eproduced except in furL without written approvar of the raboratory.
2.The u-ser should deErmine the suitabitity of tlle instsu.Ersrt for ib inEnd€d us€.
3.The recalibration in0erval should be determined on the us€I requiEhent.
4.The results stated in tlus ertilicE relaE only r,o the item caliblated.
5. Equipment used for Catibrarion were calibrated & tsaceable to National & International Slandards
6-The indicad r'celtainties arc expanded uncrrainty estimated for a conJide.c€ rever of approximat€ly 95% for a
coverate factor k-2.00 .

7. Calibration Liquid Used: Dstilled or Deionized waE as rFcfi€d in ISO 3595

CalibHted By,
Aurhodsed bla

- l].rd*dlffi,-,0*r
C,SIVADALAN

.^...P1'R'd[I[..*-
tLall-Dratlon Lngineer)

M ADHIDAN

Result o( C.libration in Fl

SI. No.
Nominal

Ob3ew€d Readingc Mean

valu€
Systeneti

c Enoa
Random

Elror
Measuremenl

Unce(ainty (!)

99.94 99.97 9.96 99.95 9.98
100

E).93 9.95 99.9 q.94 9.95
9.95 {.05 0.02 0.47

SUNSHINE BIOMEDTCAL SOLUTIONS
No:68, F rsr F oor, Poorr:.19a ,ila n Road, Ekkattuthangal, Chennai - 600032, Tel: O44 -222520g1,

E-Marl: calrbration.tisunshineb omedrcal_com, Website:www.sunshinebiomedical.com.
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UNSHIN

C ALI B RAT I O N C E RT I F I C ATE
Certificare No: SBS/CLrBn41t2

Custom€r Nahe & Address

SRINo. SRF23i00853-0008

SRI Date l1-1G2023

Date of Re.eipt lGlG2023

Date of Calibration 11-10-2023

Due Date for Calib.ation 1G1G2024

COVERNMENT PRIMARYHEALT}I CENIRE,

L,ENDATHTJR.6OSO6,CHENCALPATTU DISTRICT

Mico PipetteDescription

bcue Date

Ma}e

t2-t0-2023

MCROLUX

Range 1000!l FIXED Mod€l NA
Resolution Matedal PVC

S€rial Number NA Operatint RanS€ r000Fl FUED

ID Nu$ber NA Condition oI UUC Good

Cal. At

Environment l Condition

Medlanicl Lab Itrruutrlml Loaation

C.libration Method Used

LABORATORY

Tcmperature (.C) 23.9 Hunridity (YoRH) N.tionrl / Intemational Standard ISO 86t56:20o2

AEDspheric Fllssu.re (mbar)

Sl. No. Dessiption

w.ler TerFntlE (t)1m5 PrEa€dure No sBs/cPA,n /0{t

lD.No./SI. No. C€rtificale No. Maler'Model Traceabiliry V.lid till

.6

1
Ele.tsonic Weighing

Balance
15112918 TVCSPI22n22rl5i1 A&D & GH-252 Nauonal Standar& @-72-2023

Chennai
600 032

U!?
t.

?

Detail6 o, Udl Under Calibration

Standard Used

Z Factor: 1.00319

Remarks

1.This calibration certificab shar not be Eproduc€d except in fu.ll without lrritt€n app.oval of the laboratory.
2.The user should determine tll€ suitability of Ele instrum€nt for its inDended use.

3.Ihe recalibration mterval should be delermined on the user requilem€nt.
4.The results stated in this certiricaE rclate only to th€ iEm calibrated.

5. Equipm€nt uled for Calibmtion wele c.tibrated & Eaceable to Nanonal & Iniemational Standards
6.Tl'. indicaied unc€flamdes are €xpanded uncertainry estimaH for a conJid€ncE level of approximat€ly 95% for a
coverate factor k=2.00 .

7. CaLbration Liquid Used: Distiued or Deionized wa0er as specified in ISO 36%.

C.librated By,

M.
rcalibErim

Authortu€d bla

@.r,r,a^4-Lngheer) rd;flid#ffi,,-","",
M,ADHIEAN C,SIVABALAN

R$ult of CdibEtion in Fl

Sl, No.
Nominal

value
Observed R€adings MeaIr

value
Syst€mati

c Elor
Random

Enor
Mealurement

Unce .inty G)

999.89 999.88 999.89 999.87 999.q
10m

999.93 999.90 w.91 9,9.94 w.95
999.9r {.09 0.m o.47

SUNSHINE BIOMEDICAL SOLUTIONS
No 68, First Floor, Poomaga I\,1ain Road, Ekkartuthangal, Chenna 600 032, Tel: 044 - 2225 ZA\T,

E-Mail: ca ibrarionisunshinebiomedical.com, Websire: www.sunshinebiomedical.com.
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