
UNSHIN

CALIBRATION CERTIFICATE
CERTIFICATE NO: SBSTCU23/14628 MEDICAL DEVICES Page No:1 of I
lssue Date
SRF No & Oate
Receipt Date
Calibration Date
Calibration Due

1+10-2023
sRF/23l00886{001 & 1 }1 G.2023
13-'.t0-2023
111G.2023
12-10-2024

er Na
GOVERNMENT PRIMARY HEALTH CEAITRE,
RAYAKOTTAI-6351 l6,KRISHNAGIRI DISTRICT

Detalls ot Oeylce Under Calibration (DUC)

Oescription

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER
MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentific€tion No

Location

ROBONIK & PRIETEST TOUCH
ATCO3670321RBK

NA

I.ABORATORY
Envlronmontal Conditlons E Callbration proceduI€ Detallg

Environmental Details Temperature;25.6'C Relativg Humidity 52016 RH
Calibration Procedure No sBs/cP/MD/20 Calibration done at ONSITE

Reference Standards Dotalls
S.No Descriptlon Make/ Sl No: Cortlflcato No Valldlty
1 Electric€l Safety Anatyser Rigel M€dic€l & .t4L-'l 059 M-23080S16-4 104&2024

ELECTRICAL SAFEW
RESULTS

S.no SPECIFICATION EASURED VALUES EXPANDED UNCERTAINTY (t)
1 lnsul Reslsitance Measured vatuCa in Mo- U ln%

>20MO AO 13.92
2 E Leaka Measur€d vilues ln lJA Un ln%rB BF CF 146 7.9
3 _ Enclosure Loakaqe Ugasu valucs in EA Uncertal t

<500pAfor B,BF,CF 223
REMARKS

1.This calibration certific€te sha not be reproduced except in fu[, without written approvat ot the laboratory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration intervalshoutd be det€rminod on the user requirement.
4.The results staled in this certificate retate only to the item calibrated.
5 The indicated uncertainties are expanded un@rtainty estimated ,or a confidence level o, approximately 95% tor a coverage factor k=2.00
6. Equipment used for caribration wore caribrated & traceabre to Nationar & rnternationar standards.

Calibraled By

L.8-
(Calibration Engineer)

E.ESWAR

Authoris6d Signatory

4Sr
echnicalManagerT

C,SHANMUGARA'
Chiet Executive

Chennai
600 032

c.

o
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or

iIEE/

SUNSHINE BIOMEOICAL SOLUTIONS
No:58, First Floor, Poomagal lr.,4ain Road, Ekkattuthangal, Chennai - 600 032, Tel: O44 2225 2\gl,

E-Mail: calibration@sunshinebiomedical.com, website: www.su nshin ebro med ical.com.
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UNSHIN

CALIBRATION RESULTS

S.No
DEVICE UNDER
CALIBRATION

STANDARD INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM %

1 '1000 998.6 1.4 4.2
2 2000 199E.6 1.4 4.2
J 3000 2998.7 1.3 4.2

REMARKS
'l.This Calibration certificate shall not be reproduced except in full, without written approval of the taboratory
2.The user should determine the suilability of the instrument for lts intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

5.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor
k=2.00.

6. Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By

trc-
(Calibrati6i fngineer)

E.ESWAR

eBrci Authorised Signatory

LIJ

z
?c
J

d,"ilrem6; Chief Executive
(c.srVAEALAN)

t

CALI BRATION CERTI FICATE
CERTIFICATE NO: sBsrcu23/14629 MECHANICAL Page No:1 of 1

lssue Date

SRF No & Oate

Receipt Date

Calibration Date

Calibration Due

14-',t0-2023

s R F/23l00886-0002 & 1$1G.2023

13-10-2023

13-10-2023

12-10-2024

@mor.Eg-UtlE-
GOVERNMENT PRIMARY HEALTH CENTRE,

RAYAKOTTAI-635'I 1 6,KRISHNAGIRI DISTRICT

Detalls of Deylco Under Callbration (DUC)

Description

Range

Resolution

DUC Condilion

CENTRIFUGE

35OO RPM
,I RPM

Satisfactory

Make & Model

Sr. No

ldentification No

Location

B.D INSTRUMENTS & BOI-152

NA

NA

LABORATORY
Envlronmental Condltlons & Standard Operating Procedure Detallr

Environmental Details Temperature: 25.4oC Relative Humidity 54% Rh

Calibration Procedure No sBs/cP/MU04 Calibration done at ONSITE

Refelrnce Standard3 Detalls

S.No Descrlptlon Make/ Sl No: Certlflcato No Valldlty

1 Digital Tachometer LINE SEIKI / 17HO34V JRPM-CCTR-A&S-2023-001 3 0c.0&2024

chennal
ioo osz

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal lVlain Road, Ekkatuthangal, Chennai 600 032, Tel:044 - 2225 20g7,

E-Mail:calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.



NSHIN

CALI B RAT I O N C E RTI F I CAT E
CERTIFICATE NO: SBSTCU23/14630 MEDICAL DEVICES Page No:l ot I
lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

14-10-2023
sRF/23l00886-0003 &',t 3-',t 0-2023
13-10-2023
13-10-2023
12-1G2024

Cu8tomer Name & AddreBg
GOVERNMENT PRIMARY HEALTH CENTRE,
RAYAKOTTAI635l 1 6,KRISHNAGIRI DISTRICT

Details of Devlce Under Calibratlon (DUC)

Description

Range

Resolulion

DUC Condition

ELECTRICAI-
SAFETY(MICROSCOPE)

MULTI

MULTI

SATISFACTORY

lrake & Model

Sr. No

ldentiflcation No

Location

LABOMED & CXL PLUS

NA

NA

LABOPATORY
Environmenlal Condltlons & Calibration Procedure Detalla

Environmental Details Temperature;25.6"C Rolative Humidity 52% RH
Calibration Procedure No SBS/CP/MD/29 Calibration done at ONSITE

Rsference Standards Detalls
S.No Descrlptlon ttlake/ Sl No: Certlflcate No Valldlty

I Electrical Safety Analyser Rigel Medical &,141-1059 M-230809-16-4 'tG08-2024

ELECTRICAL SAFETY

RESULTS

S.no SPECIFICATION MEASUREO VALUES EXPANDED UNCERTAINW (t}
1 lnsulation Resisltanca M€asur€d values in MO Uncertalntv in % (tl

>20MO 80 13.92
2 Earth Leakaoe Uncertalnw ln % (r)

<5000!Afor 8,BF,CF 155
3 Enclosure Leakaqo Measur€d values ln pA Uncertalntv in % (tl

<500pAfor B,BF,CF 2U
REMARKS

1.Thrs Calibration certificate shall not be reproduced exc€pt in full, withoul written approval of the laboratory.
2 The user should determine the suitability of the inskument for its intended use.
3 The recalibration interval should be determined on the user requirement
4 The results stated in this certificate relate only to the ilem calibrated.

s.The indicated uncertainties are expanded uncertainty estimated for a confidence level ot approximately 95% lor a coverage factor k=2.00
6 Equipment used for Calibration werB calibrated & kaceable lo National & lnternationat Standards.

Calibrated By Authorised Signatory

EEI
lcattraR.ngrneerl

E,ESWAR "d[Hr"n"n,, hief Executive
a

oo
t' C.SHANMUGARA'

*

Chen nal
600 032

-

SUNSHINE BIOMEOICAL SOLUTIONS
No:58, First Floor, Poom a9 al Main Road, Ekkattuthangal, Chennai - 600 03 2, Tel: 044 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedlcal.com.

Meisureoiaiuesln pf



UNSHIN

C ALI B RATI O N C ERTI F I CAT E
Certifi cate No: SBS/CLrBn4$1

Customs Name & Address

SRF No. sRF23/008860004

SRF D.te 1!1G2023

Date of Receipt 12-10-2023

Date of Calibration 1$.1G.2023

Due Date lor Ca-libration 12-1G2024

COYERNMENT PRIMARY HEALTH CENTRE,

RAYAXOTTAI.535ll5,KRISHNAGIRI DISTRICT

Dcs.dption Mico PrFtte

Issue Dale

Male

1+7G2t23

NA

Range 1Gl00Fl Model NA

Resolution o.2Fl Material PVC

Serial Nu6ber NA OpeIating Range 1G100d

ID Number NA Condition of truC (k
Cd. At

EnvLonmental Condition

Mechanical Lab Inshunr€nt Location

Calibration Method Used

LABORATORY

TempeEture ('C) 23.8 Humidity (yoRH) 53 National / International Standard ISO 86s16:2002

Atmosphedc Pressure (mbar)

sI. No. Des<ription

WabrTemperature (oC) CaI Procedue No2r.5 SBS/CPA,[UO8

ID.No. /SI. No. Certificate No. Valid till

1006

Make/Model Tnc€ability

I Electsonic Weighing

Balance
15112918 rycsPl22/l2211s-01 A&D &CH-252 National Standards w12:2023

?is1t";
(
C
-tz

Deteils of Unit Under Calibration

Standard Used

Z Factoi 1.00319

R€sult of CalibEtion;n FI

Sl. No.
Noninal

VaIue
Obselvd ReadingB

Mean

VaIue

Systemati

c Eror
Random

Ermr
Measu.!€ment

Uncedahty G)

1 10.0
9.90 9.92 9.88 9.91 9.92

9.91 -0.09 0.01 0.47
9.91 9.92 9.93 9.92 9.90

2 50.0
49.78 49.76 49.74 49.72 49_74

49.74 4.26 0.02 0.47
49.76 49.75 49.73 49.72 49.71

3 100.0
98.92 98.94 98.94 98.96 .92

98.93 -7.U7 0.02 0.47
98.91 %.93 98.94 .92 98.91

R€marks

l.Thii Calibration certificate shaU not be Eproduced except in fuI, without writh approval of the laboratory.

2.The tls€r should determme the suitabilty of the msEunEnt for iLs int€nded use.

3.The Ecatibration int€rval should be deErmined on the us€r Equtement.
4.The results staied in thjs certificaE relate or y to the ioem calibraled.

5. E+ipment us€d for Calibration were calibrated & trac€able to Narional & Inbe utional Srandards
6.The indicated uncertainhes are expanded uncertainty estirnated for a conJidence level of approximately 95%lot a
cor€rage factor k-2.00 .

7. Calibration Liquid Us€d: Distilled or Deionized water as specified in ISO 3696.

Calibratcd By, Authonsed by:

.^ ... 
^1 

{.tLr4a
(LauDraoon tngrneer) ,oG,dV,*€r*,o,"',,".,0,.,

M ADHIBAN C.SIVABALAN

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal l\,4ain Road, Ekkattuthangal, Chennai 600 032, Tel:044 - 22252087,

E-Mail: calibration@sunshinebiomedical.com, Websitei www.sunshinebiomedical.com.



UNSHIN

CALIBRATION CERTI FICATE
Certifi cate No: SBS/CL43n4632

Customer Narle & Address

SRF No, sRr/23l00886-0005

SRF Dale t3-1G2023

Dale oI Receipt t2-7MA3

Date oI Ca.libration t3-10-2923

Due Date Ior Calibration t2-10-2024

GOVERNMENT PRIMARY HEALTH CENTRE,

RAYAKOTIAI{351 I6,KRISHNAGIRI DISTRICT

Desciption Mrcro Pjpette

14-10-2023

NA

Issue Date

Make

Range 10G1000ln Model NA

Resolution 1d Marerial PVC

Seial Numbcr NA Operatint Rang€ r0G1000FI

ID Number NA Condition oI UUC Good

Cal. At

Environmental Condition

Mechanicd kb Instrument Lo.ation

Calibation Method Used

LABORATORY

Temperatue ('C) 23.8 Humidity f/.RH) 53 National / Intemational Standard ISO 8655-6:2002

Atmospheric Pressue (mbar)

D€scliptionSI. No.

warer TmPeFtuE {.c)1006 27.6 Cal Pro.edure No SBS/CPA'I"/o8

lD.No, / SI. No. Certificate No Make/Model Traceability vdid till

I Ele.tsoruc Welthmg
Balance

15112918 T\rcsPL2?t12t2115-Ot A&D & CH.252 National Sbndards 09-12-2023

chennal
600 032

oo'('tJ)

=
c

DetailB of Unit Under Caliblation

Standard Used

Z FactoE 1.00319

R€sult oI Calibration in Fl

St. No.
Nominal

Obsefled Readints Mean Systemati

c Error
Random

Ermr Unce ainty (t)

I 100
100.10 1m.12 100.14 100.16 100.14

100.14 0.14 0.02 o_47
100.14 1m.14 100.16 100.14 100.12

2 500
500.31 500.32 500.34 500.36 500.34

500.34 0.34 0.02 0.47
500.32 500.34 s00.36 500.34 500.34

3 1000
1001.20 1001.22 1001.23 1001.24 r001.25

1001.25 1.25 0.03 o.47
1001.25 1001.25 7007_27 1001.28 1001.29

Remarks

l.This Calibration certilicate shall not be reproduced except in hrll, wjthout writien approval of the laboratory.

2.The user should determine the suitabiliry of the insEummt for jts intended use-

3.The recatibration interval should be determined on the user requirement.

4.The resrrlts siated in ihis certificate relate only to the item calibrated.

5. Equipment used for Calibration were calibraH & tsaceable to National & Intemational Standards
6.The indicated uncertainties are €xpanded uncertainry estimated for a conJidence level of approxirnately 95% for a

coverage Iactor k=2.00 .

7. Calibmtion Liquid Used: Distiled or Deionized water de3 as sp€cified in ISO 36%

Caliblated By, Authorised by:

- l.
1oGri'qftJ*ffiie*"*u'"r
C SIVABAI,AN

- N:dU++-
(LauDratron EnSrneer)

14ADHIBAN

SUNSHINE BIOMEOICAL SOLUTIONS
N0:68, First Floor, Poomagal A,4ain Road, Ekkattuthangal, Chennai 600 032, f el044 - 2225 2087 ,

E-l\r1ail: calibration@sunshinebiomedical.com, Website: www.su nshinebiom ed ical-com.


