
UNSH!N

CALI BRATIO N CERTI F ICATE
CERTIFICATE NO: SBS/CU23r'14E38 MEDICAL DEVICES Page No:l of I
lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

16-10-2023
sRF/23l00897-0001 & 1G1G.2023
't6-10-2023
'16-10-2023

15-',t0-2024
Customsr Nams & Addross
GOVERNMENT PRIMARY HEALTH CENTRE,
NAVALPATTU62OOl 6,TIRUCHIRAPALLI DISTRICT

Detalls of Devlce Und€r Calibration (OUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER

MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentification No

Location

ROBONIK & PRIETEST TOUCH

ATCD1,14122ORBK

NA

LABORATORY
Environmontal Condltlons E Callbration Procedurc Detalls

Environmental Details TemperaturB:25.6"C Relative Humidity 52% RH

Calibration Procedure No SBS/CP/MD/20 Calibration done at ONSITE

Referenco Standards Detalls

S.No Dqscrlption Make, Sl No: Certllicate No Valld

1 ElBctrical Safety Analyser Rigel Medic€l & 441-1059 M-230809-164 10-08-2024

ELECTRICAL SAFETY

RESULTS

REMARKS

1.Thrs Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.

2 The user should determine the surtability of the instrument for its intended use

3.The recalibration inteNal should be determined on the user requirement.

4.The results stated in this certiflcate relate only to the item calibrated.

5.The indic€ted uncertainties are expanded uncertainty estimated for a conlidence leval ol approximately 95% lor a coverago factor k=2.00

6. Equipment used tor Calibration \,wre calibratod & traceable to National & lntemalional Standards.

Calibrated By Authorised Signatory

(cariorarr{ofHgineeo

K, SATHYAMOORTHY

LJ
ical Manager Chief Executive

(C,SHANMUGARA')

EXPANDED UNCERTAINTY (t}MEASURED VALUESS.no SPECIFICATION

Uncortalnty ln % (t)Measured valu€s in MO1 lnsulatlon Resisltance
13.9287>20MO

uncertaintv ln % (i)Measurod valuos in pA2 Earth Leakace
195<5000pAfor B,BF,CF

Uncortalnw ln % (t)M€asured values in BA3 Enclosure Leakaqe
8.424',l<500pAfor B,BF,CF

I

Chennai
600 032

$EB,

It! o

*

or?
o

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal l\,4ain Roarl, Ekkattuthangal, Chcnnai 600O32,fe| O44 - 2225 2081,

E- Mail: calibrationCrisunshinebiomr:dical..om, Websile: www.su nsh inebio med ical com'



NSHIN

CALIBRATION RESULTS

S.No
DEVICE UNDER
CALIBRATION

STANDARD
INSTRUMENTS

OEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM
I 1000 998.9 1.1 4.2
2 't 500 1499.5 0.5 4.2
3 3000 2999.s 0.5 4.2

REMARKS

l This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certilic€te relate only to the item calibrated.
5.The indicated uncertainties are expanded uncertsinty estimated for a confidence level ot approximately 9s% for a coverage factor
k=2.00.

6 Equipment used for Calibration were calibrated & traceable to National & lnternational Standards.

Calibrated By

(caribratimOneer)
K.SATHYAMOORTHY

Authorised Signatory

;4iffiE. hief Executive)

(C,SIVABALAN)

CERTIFICATECALIBRATION
CERTIFICATE NO: SBS/CU23ll/+839 MECHANICAL Page No:1 of 1

lssue Date

SRF No & Date

Recerpt Date

Calibration Date

Calibration Oue

16-10-2023

sRF/23l00897-0002 & 1 e1 0-2023
16-10-2023
'rGl0-2023

15-10-2024
Customer Name E Address

GOVERNMENT PRIMARY HEALTH CENTRE,
NAVALPATTUS2OOl 6,TIRUCHIRAPALLI OISTRICT

Detalls of Devlce Under Callbraflon (Duc)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

35OO RPM

l RPM

Satisfa

Sr. No

ldentilication No

Location

MICROSIL & MK-10

781735

NA

LABORATORY

Make & Model

nvlE nronme ctal no d onti &a Sta ndard o n ur9Procod lBD6taiperatl s
Environmental Details Temperature: 25.soc Relative HumidiV 52oloRh
Calibration Procedure No SBS/CP/MUO4 Calibration done at ONSITE

Refgronce Standardr Detallg
S.No Description Make/ Sl No: Certificate No Valldity

Digital Tachometer L|NE SEtKt / 175-0034V JRPM-CCTR-A&S-2023-001 3 09-06-2024

chennai
600 032

o
lt o

*

e or

tlEB,

-

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomag.rl ,4arrr Road, Ekk.rttuthangal, Chennai 600 032, Tel:044 2225 2087,

E-l\r1ail: calibration(r)sunshincbiornedical.com, \ryebsite www.su nsh inebiomed ical com'



NSHIN

CALIBRATION CERTIFICATE
MEOrcAL DEVICES48403nBS'C U2SRTIE CAFI ET NOc

16-10-2023

sRF/23l00897-0003 & 1 6-1 G2023

age No:'1 'I

16-10-2023
1&10-2023

15-10-2024

lssue Date

SRF No & Date

Recept Oate

Calibration Date

Calibration Due

GOVERNMENT URBAN PRIMARY HEALTH CENTRE,

NAVALPATTU62OOl6 TIRUCHIRAPALLI DISTRICT
ratlon (DUC)D€tails of Osvic. Undsr calib

Make & Model

Sr. No

ldentifcation No

Location

XSZ:N'!078 & t{A

009't 62
NA

LABORATORY

Range
Resolution

DUC Condflion

MICROSCOPE
MULTI

MULTI

SATISFACTORY

Description

]Bu DetalleI obrstl Pn roceditlonnd &3 Camoron ContalnvlE
52% RHRelative HumidityTemperature: 25.4'CEnvironmental Details
ONSITECalibr8tion done atSBS/CP/MD/14Calibration Procedure No

Relerence Standards Detallr
ValidCortltlcato NoMake, Sl No:DescriptionS.No
't0-0&2023rsct22-23n400-3Rigel Medical & 441-'1059Eleclrical Sahty Analyser

ELECTRICAL SAFETY

RESULTS

REMARKS

1.This Calibration certificate shall not be reproduced except in tull, without written a

2.The user should determine the suitability of the instrument for [s intended use'

3.The recalibration intervalshould be determined on the us€r requirement

4 The results stated in lhis certificate relate onty to the item calibrated'

5.The indicated uncertainties are expanded uncertainty estimaled for 6 confidence

6. Equipment used for Calibration were calibrated & lraceable to National & lnterna

Calibrated BY

pproval of the laboratory'

levelof approximately 95% for a coverage factor k=2'00

tional Standards.
Authorised Signatory

Vit*
(Calibration Engineer)

K,SATHYAMOORTHY

anager

(C,SHANMUGARA.J)

Chiel Executive

S.no SPECIHCANON iIEASURED VALUES EXPANDED UNCERTAINTY (T)

1 lnsulation Resbtanct Measur€d values in MO Unc€rtalnty ln % (t)

>20MO 85 13.92

Earth Leakago Meaaured valug3 ln IA Uncertalnty ln % (t)

<5000pAfor B,BF.CF 121 1.7

3 Patient Leakago Meaaurod values ln UA UncartElntyln%(t)

<lOOpAfor B,BF,<'1 opAfor CF 40 11.6

4 Enclosure Lsakage Measurgd values in IA uncartrlnty ln % (r)

<500pAtor B,BF,CF 19r 7.0

Chennai
600 032

*

t{tEo

Io

oo
fc

SUNSHINE BIOMEDICAL SOLUTIONS
No.68, First Floor, Poomag;rl M.rrn Road, EkIattuthangal, Chennai 600 0]2, Tel: 044 2225 2087,

E Mail: calibration(!r)sunshrnebiornedrcal.com, Websrle- www-sunshinebiomedical.com.



NSHIN

CALIBRATION CERTIFICATE
C€rtificate No: SBS/CL/2:}[4841

Customer Name & Addr€8s

sRF/23/0089{004SRF No.

SRF Date t4-10-2023

Date oI Re.eipt 13-1G20n

Dat€ oI CalibBtion 14-1G2023

13-tG2024Due Date for Calibration

GO\TRNMENT PRIMARY HEALT1I CENTRE,

NAVALPATTU.62OO16,TIRUCHIRA]'ALLI DISTRICT

Des.nption Miqo Pipette

16rG.2023

TMRMO SCIENTtrIC

Issue Date

Make

Range 1Gl00Fl Model FINNPIPETTE T3

PVCResolution 0.2p] Matedal

Operating Rante r0-100FlSerial Number NA

ID Number NA Condition oI truC Good

cd. At

Envimnmental Condition

Mechanical Lab Instrument Lo.ation

Calibration Method Used

LABORATORY

23.9 Humidity (%RH) 55 National / Intem2tional Standard ISO 85stu:2002Tenperatue ('C)

w.ter Tenpdature (cC) 21.6 CaI P$.edure No1005

vdid tittID.No. / SI. No. Certificale No. Traceability

SBS/CPA,fLl08

MHlGtiUlllllil

Atmospheric PressEe (mbar)

DeecriptionSI. No.

1
Electsomc Weighing

Balance
15112918 '11\tCSPL22|12I211A1 A&D & GH.252 National Standards 09-12-2023

chonnai
aBo or2

o'ar
? orc

Details oI Unit Under Calibration

St ndard Used

Z Factor 1.00319

Resutt oI Calibration in pl

Sl. No.
Nominal

Obs€.ved Readings
M€an

value
Syst€mati

c EEor
Random

EIIor Uncertainty (t)

1 10.0
9_47 9.46 9.48 9.47 9.46

9-45 {.55 0.02 0.47
9_42 9.43 9_43 9_44 9_45

2 50.0
49.57 49.56 49.58 49.56 49_56

49.56 -0.44 0.01 0.47
49.54 49.56 49.57 49.56 49.54

3 100.0
98.92 .94 98.93 98.94 98.93

.91 -1.09 0.02 0.47
98.9r 98.92 .89 98.88 98.88

RemarkB

1.Thj5 Calibration certificate sh.[ not be rcprcduc€d exc€pt in tuI, wi thou t wri tten appiovd of the labolatory.

2.The urer s}$u.ld detemine lhe suitability of tlle irLsEunent for iLs intended us€.

3.Th€ rccalibrauon inE al should be determined on thE us€r rcqutement.

4.The results stated in tlns certificabe relate or y to the item crlibrated.

5. Equipment us€d for Calibmtion wer€ calibmbed & Eaceabl€ to National & International Standards

6.Tlte indicated uncertainues are expanded unc€rtainty estiEated for a co.Jidence Ievel of appioxirEtely 95% for a

coverage factor k=2.0O .

7. Calibration Liquid Us€d: Distiled or D€iddzed water specified in ISO 36 .

Calibrated B,
M, p)li,,.

..dd
Authorised by:

l{e1F
liftug-er/eft f Executive)(Calibntion EryineeD

M,ADHDAN C,SIVABALAN

E@

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal lrzlain Road, Ekkattuthangal, Chennai 600032,Fe| 044 2225 2087,

E lvlail: calibration@sunshinebiomeclical.com, Web5ite: www sunshinebiomedical.com.



NSHIN

CALIBRATION CERTIFICATE
Certificate No: sBs/ct r23M842

Customer Nam€ & AddEss

SRI No. sRF23,/008C7,0005

SRF Date l4-1G2023

Date of Rereipt 11.1G2023

Date oI CalibBtion 14-rG2023

Due Date for Cdibr.tion 1!rG2024

GOVERNMENT PRIMARY HEALTH CENTRE,

NAVALPATTU.62MI6,TIRUG{IRAPALU DTSTRICT

Desc.iption Mico PiFtDe

Issue Dat€

M.ke

161&2023

TMRMO SCIENTIFIC

Rarge 10Gr000rd Mod€l FINNPIPETTE F3

Resolution 1d Materid PVC

NA Operatint RanteSerial Number 10G1000}d

ID Number NA Condition oI UUC C,ood

Cal. At

Envtonfi €ntal Condition

MedEnical Lab ln8kunrent lraation

Calibration M€thod Used

LABORATORY

23.9 Humidity e/oRH)Tenperatue eC) 55 National / lnt€rnational Standard ISO 86556:2002

Atmosphedc Pressure (mbar)

D€striptionSI. No.

watE Tehpentu( ('C)1m6 Cal Procedure No21.6

ID.No. / Sl. No. Certific.t€ No Mal€/Modd Traceability valid till

SBS/CPA,fLr'O8

1
Electromc Weithing

Balance
1s112918 TVCSPL22/122115{1 A&D & GH-252 National Standards @-12-2023

Chennai
600 032

*

o
orc

I

lu:
E

Details oI Unit Under Calibration

Standard Used

Z Factor 1,00319

Result oI Calibration in Fl

Sl. No,
Nominal

Value
Oblerved Readings

Mean

value
Systemati

c Eror
Random

Ermr

M€asuement
Uncertainty (t)

I 100
100.51 100.52 1m53 1m.52 100.51

1m5o 0.s0 0.02 o.47
100.49 100.48 1m.49 1m.49 100.48

2 500
500.{0 5m.42 500.43 500.44 500.46

500.43 0.43 0.02 o.47
500.45 500.44 500.43 500.42 500.41

3 1000
1001.24 1001.26 1001.23 7ffi7.22 10n7.22

1001.22 122 0.03 0.47
100r.r8 1001.17 1m1.20 1ml.24 1ml.26

Remarks

l.This Cal.ibration certilicate shall not be rcFoduc€d erept in fuI, without written approval of tlle laboralory.

2.1he us€! should detemine the suitability of tllc instsument for its iniendd use.

3.The rccalibrarion intervat shodd be determined on tlle user requircrnent.

4.The results stated in this certificate relaE only to the item calibrated.

5. Equipment used for Calibration wer€ calibEted & tsaceable bo National & Inlemational Standards

6.The indicaDed unc€rtainties ar€ expanded unceflainty estimaEd for a confidence ]evel of approximately 95% for a

coverate factor k=2-00 .

7. Calibration Liquid Used: Distil€d or Deioniz€d as specified in ISO 596.

Calibrrt.d Bv-'h'SJlirn
(Calibration EnEineer)

M,ADHIBAN

Authorised bla

g;Q'!ffi",,,*.,o"",
C STVABAI-AN

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal A,4ain Roarl, Ekkatttrthang.rl, Chennai 600 O32,Iel 044 2225 2087,

E -Mail: calibration(isunshinebiornedical-conr, Website: www su nsh in ebro rned ical.com.



NSH!N

CALIBRATION CERTI FICATE
C€rti6cat€ No: SBS/C1../23Aae,43

Customer Name & Address

SRI No. sRF23/0089{006

SRI Dale 14-1G2023

Date of Recapt 1$.1G2023

Date of Calibration 14-1tr2023

Due Date fo, Calibration 1!1G2024

COVERNMENT PRIMARY HEALTH CENIRE,

NAVALPATTU-62M16,TIR UCHINAPALU DISTRICI

Desciption Mico RFtte

Is6ue Date

Male

10--10-2023

MICROLUX

Range 10G1000F1 Modcl NA

Resolution 1OFl Matedal PVC

Sedal Nufiber NA OpeEting Range 10G.1000!l

ID Nu-urber NA Condition of UUC cood

cd. At

EnviD henlal Condition

Mechanical Lab lnstlum€nt Location

Ca.libration Method Us€d

LABORATORY

Temperature ("C) 23.9 Hurtidity (%RH) 55 National / Intem.tional St ndard ISO 8655{:2@2

AErosph€ric Pr€$ure (mbar)

SI. No. Descliption

wahr Tdpentlr (cC)1006 CrI hoceclue Nozt.6

ID,No /SI. No. Celtifi.ate No. Make/Model Tra.eability Valid tiU

SBS/CPML,O8

I Ele.tsonic Weighint
Balan.E

15112918 TVCSPL2Zl2211s{1 A&D & GH.252 National Standards wn-243

Chennai
600 032

D€tails of Unit Under Calibration

Standard Used

Z FactoE 1.00319

Result of Calibration in Fl

Sl. No.
Nominal

Obscrved ReadinSr
Mean Syslemati

a Eror
Random

Error Un ertahty (!)

1 100
99.92 99.94 9.9r 99.90 99.92

99.92 4.S 0.01 0.47
9.94 9.93 9.92 9.91 9.92

2 500
499.O4 498.9 499.05 499_O2 499.M

499.01 {.99 0.03 o.4?
498.% 498.99 499.02 499.03 498.99

3 1000
998.9 998.89 998.90 998.9r 998.91

998.93 -t.07 0.03 0.47
99U.96 998.9s 9,8.92 98-94 998.93

R€Elzrks

l.This Catibration certiicate shal not be reproduced except in full without written approval of the laboratory.

2.Tfu us€I should determine the suitabfity of the instsument Ior its intended usc.

3.The reca)ibration inte a.l should be determined on the user requireEEnt.

4.The r€su.lts staH rn this c€rtIieE relats only to tlre item calblated.

5. Equipmmt used for CalibBtion were calibrad & traceable to National & Iniemahonal Standards
5.The indicated uncerl.ainhes are expanded uncertainty estimad for a conJidme Iev€l oI approxirnately 95% for a
coverage factor k=2.00 .

7. Calibration Liqurd Used: Dstiued or Deionized waber CEde3 as speolied in ISO 3596

c.rib'",",rBr*. 
Rah.^.I n *#

Authorfued by:

i#ffi"r.,"..,0*1(Calibration Engrn€er)

M,ADHIBAN C,SIVABALAN

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, Flrst Floor, Poomag,rl A,4arn Roacl, EkkarrLrrhangal, Chcnnai 600 012, Tel: 044 2225 2OBt,

E-Mail: calibration(o)5unshincbiomc(lical.com, Website. www.sunshincbiomedical.com.



UNSHIN

CALIBRATION CERTIFICATE
Certificat€ No: SBS/CI,31r{84{

Customer Name & Address

SRF No swt23/ma97ffi7

SRF Date 1{.1G2023

Dete oI Rereipt 13-1G2023

Date of CalibBtion 14.1G2023

Due Date for Calibration 13-1G2024

GOVERNMENT PRIMARY HEALTH CENTRE,

NAVALPATTU62OOI6,TIRUCI{IRAPALU DISTRICT

Miso Pip€tteDes.ription

I6su€ Drt€

Male

16-1&2023

MICROLUX

Range tssod Modcl NA

Resolution 1Fl Material PVC

Sedal Nunber NA Op€ratillg Rangc S50Fl

ID Nunber NA Condition of UUC Cood

cd. Ar

Envircnmental Condition

Mechanicaf lab Iruhument Lo..tion

Calibiation Method U6ed

LABORATORY

TempeEture ("C) 23.9 Humidiry e,6RH) 55 Nationil / Intemational Standard 865tu:2m2

Atmo6ph€ric Pre$ule (mbar)

DcsniptionSI. No.

w.hrTmp.ntuE {qC) Cal Procedure No21.5 SBS/CPA,[UO8

tD.No. /SI. No. Certifi.ate No. Mak€/Modcl vdid tillTra.eability

1006

1
Electroruc Weithrg

Balance
15112918 TVCSPLZU12nrr54r A&D & CH,252 National Standards @-12-20n

Chennai
600 032

Detail3 oI Unit Under Calibntion

Standad Us€d

Z Factor: 1.00319

R$ult of Cdibrrtion in pl

Sl. No.
Nominal

Observed Readingg
Mer
value

Systemati

c Enor
Random

Enor
Measurement

Uncedainty (!)

I 10
987 9.86 9.47 9.87 9.88

9.87 {.13 0.01 o_47
9.88 9.86 9.87 9.88 9.89

2 30
29.76 29.n 29.78 29.79 29.76

29.78 4.22 0.01 o.47
29.n 29.74 29.79 29.7a 29_78

3 50
{9.88 49.87 49.88 49.87 49.E8

49.87 {.13 0.01 0.47
49.87 {9.86 49.& 49.87 49.88

Remarks

1.This Calibration cerEficrte shal not b€ r€poduced exc€pt in fu.U, withour wnnen approval of the laboratory.

2.The user shou.ld dehrmine the sldbbiLty of the lnstsll[lent fo! ils intmded use.

3.The recalibration interval should be determined on the user requirement.

4.The results stated in tlrt c€rtilicate r€late or y to the item catibrated.

5. Equipment us€d for Catibrahon weie clibraEd & u-aceable to National & Inoemational Sbandards

5.The indrcated uncertainties arc €xpanded uncertainry estinuted for a conJidsrce level of approrjmaiely 95% for a

covera8e factor k=2.00 .

7. Cdibration Liqurd Used: Dietiltred or Deioniz€d water conlorEdng Crade3 as sp€ofied in ISO 3596.

o$E D c*o'"t"u"'M. 
nAhk'

Authorised by:

(Calibration Engrneer) T.

oorq ,.ddlrgffi",u,,"."0,",
M ADHIDAN o C.STVABAI-AN

SUNSHINE SrOi.iEDICAL SOLUTIONS
No:68, First Floor, Poomagal f,4ain Roacl, Ekhattuth.rngal, Chennar 600032,Ie|:O44 2225 2087,

E-Mail: calibration(r)sunshincbromctlical.cont, Website: www.sunshinebiomedical.com.



UNSHIN

CALIBRATION C ERTIFICATE
MEDICAL DE EScERTIFICATE NO: SBSTCU23/14845

16-10-2023

sRF/23l00897-0008 & 1&1 G2023

16-1G2023

16-r0-2023
15-10-2024

Page No:'l of I

lssue Dale

SRF No & Dste

Receipt Date

Calibration Date

Calibration Oue

GOVERNMENT URBAN PRIMARY HEALTH CENTRE,

NAVALPATTU-6200 1 6 .TIRUCHIRAPALLI DISTRICT
Oetall! of Oevico unde. Calibrstlon (DUC)

Make & irodel

Sr. No

ldentification No

Location

SYSMEX & 85505
c t705
NA

LABORATORY

ELECTRICAL SAFETY
ANALYZER(CELL COUNTER)

MULTI
MULTI

SATISFACTORY

Oescnption

Range

Resolution

DUC Condition
IDeta 3roP aecodungo c& Ia bI ratlonto entrlnm ConditlEnv

57% RHRelative HumidityTemperature: 25.6"CEnvironmental Details
ONSITECalibration done atSBS/CP/MD/14Calibration Procedure No

Rsfsrenco Standards Detalls
VslldltyCe ificate NoMake, Sl No:DegcriptionS.No

1048-20237SCD2-2317400-3Rigel Medical & 441-1059Eleclrical Salety Analyser

ELECTRICAL SAFETY

RESULTS

REMARKS

1.This Catibration certificate shall not be reproduced except in full, without written approval oflhe lsboratory

2.The use. should determine the suilability of the instrument tor its intended use'

3.The recalibration intervalshould be determined on the user requirement'

4 The results stated in this certilicale relate only to the item c€librated

5.The indicated unc€rtainfies are expanded uncenainty estimated lor a confidence level of approximately 95% tor a coverage faclor k=2 00

6. Equipment used tor Calibratton were catibrated & traceable to National & lntemational Standards'

Calibrated By Authorised Signatory

(catioraPolJntneeo

K,SATHYAIIIOORTHY
3
Io

#nHr"n"n",
(C.SHANMUGAR ni)

Ur

tJ,EO,o

*

Executiveoor

S.no SPECIFICATION MEASURED VALUES EXPANDEO UNCERTAINTY (T)

1 lnsulatlon Resistanca Meaaurod Yalues in MO uncartalnty in % (t)

>20Mo 85 13.92

Esrth Leakago Mgasurgd vslues ln PA Uncsrtalnty in o/" ( t)

<5000lAfor B,BF,CF 126

3 Pauent Leakage Measurgd valuss in PA t ncaftalnty in % ( t)

<1ootAfor B,BF,<10pAfor CF 40 11.6

4 Enclosure Leakago Measurqd values ln YA Unca rlnty in % (t)

<500yAfor B,BF,CF 226 6.8

u?";Jj',

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal A/ain Roarl, Ekkattuthangal, Chennai 600 032, Tel: 044 - 2225 2087,

E-Mail: calibration(rlsunshincbiomedical.com, Website: www.sunshinebiomedical.com.


