
UNSHIN

S.No
DEVICE UNDER
CALIBRATION

STANDARD
INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM Yo

1 1000 999.0 1.0 4.2
2 2000 1999.6 0.4 4.2

3000 2999.5 0.5 4.2
REMARKS

1.This Calibration certificate shall not be reproduced except in full, without written approval of the laboratory.
2.The user should determine the suitability of the instrument tor its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item catibrated.
5.The indicated uncertainties are expanded uncertainty estimated for a confidence level of approximately 95% for a coverage factor
k=2.00.

6. Equipment used for Calibration were calibrated & traceable to Nationat & lnternational Standards

By Authorised Signatory

(ca ion Engineer)

E.ESWAR
r-,o*?t{Ml-,Chief Executive)

(C.SIVABALAN)

CALIBRATION CERTIFICATE
CERTIFICATE NO: sBS/CU23/14348 MECHANICAL Page No:l of 1

lssue Date

SRF No & Date

Receipt Date

Calibration Date

Calibration Due

12-10-2023

sRF/23l00879-0001 & 1 2-1 0-2023
't2-10-2023

12-10-202X

11-'t0-2024
Customgr Name & Address

GOVERNMENT PRIMARY HEALTH CENTRE,

ORAIYUR-6071 OS,CUDDALORE DISTRICT.

Details of Device Under Catibration (DUC)

Description

Range

Resolution

DUC Condition

CENTRIFUGE

35OO RPM

1O RPM

Satis

Sr. No

ldentiticalion No

Location

LINCO SCIENTIFIC INSTRUMENT & T.
10

718108-09

NA

LABORATORY

Make & Model

Envlronmental Condltions & Standard Operatlng Procedur€ Detalls
Environmental Details Temperature: 25.soc Relative Humidity 52%Rh
Calibration Procedure No SBS/CP/MUO4 Calibration done at ONSITE

Referenca Standards Detalls
S.No Description Make/ Sl No Csrtificate No vatidity

Digital Tachometer L|NE SErKr / 175-0034V JRPM-CCTR-A&S-2023-001 3 @

Chennai
600 032
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SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomaga Main Road, Ekkattuthanga , Chennai - 600 032, Tel: 044 , 2225 2A87,

E- Mail: calibration@sunshinebiomedica .com, We bsite: www. su ns h in e b io med ical. co m.

CALIBRATION RESULTS



UNSHIN

CALI BRATI O N CERTI FI CATE
NO:Ec RTI F Atc TE BS/Cs U23t 4341 9 MEDI DEVICE o No:1 of 1P

lssue Date
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

't2-'t0-2023
sRF/23l00879-0002 & 1 2- 1 0-2023
12-1G2023
12-',tG2023
't1-10-2024

ORAIYUR.6O71 OS.CUDDALORE DISTRICT

GOVERNMENT PR IMARY HEALTH CENTRE,

laDetai of Devl Uce dn cer bali onratl ouc

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER
MULTI

MULTI

SATISFACTORY

Make & Model

Sr. No

ldentification No

Location

TMNSACIA BIO MEDICALS LTD
CHEM 5X

N 151044

LABORATORY
Envl Coronmental Itind &ona lbraCal onfl rocedP ]Eu Dstalls

Environmenlal Details Temperatur€:25.6"C Relalive Humid itv 5206 RH
Calibration Procedure No SBS/CP/MD/20 Calibration done at ONSITE

Rel€rence Standards Detafls
S.No Dgscription Make/ Sl No: Cenlflcate No Valldl
1 Electrical Safety Analyser Rigel Medical & 441-1059 M-230809-16-4 10-08-2024

ELECTRICAL SAFETY
RESULTS

S.no
,|

2

SPECIFICATION

lnsulation s
>20MO

Earth

MEASURED VALUES

urod va ues ln MO
87

Measured values n

EXPANDED UNCERTAINIY (t)

%
13.92

3 Enclosure Loakaqo
195

lileaeured ln

n% t
9.3

in<500pAfor B,BF,CF 241 8.4
REMARKS

1'This caribration ce(ificate shal not be reproduced except in fu[, without written approvar of the raborstory
2.The user should determine the suitability of the instrument for its inlended use.
3.The recalibratDn intervalshould be d€termined on the user requirement
4 The results stated rn thls certificate retate only to the item calibrated.
5.The indicated uncertainties are expanded uncenainty estimated for a confidence level of approxi
6. Equipment used for Calibration r,!€re calibrated & faceabte lo National & tnlemationalStandsrd

Cal dBv

E.
(Calib Q n Engineer)

nical Manager
E,ESWAR

(C.SHANMUGARAJ)

mately 95yo for a coverage factor k=2.00
s.

Authodsed Signatory

Chief ExecutiveoU! o?
C

l,

*

rAED

Chennai
600 032

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, Flrsr Floor, Poomagal l\ri a n Road, Ekkarruthangal, Chennai 600 032, f el044 . 2225 2Og7 ,

E-Mail: calibrarion!sL.:nsh nebiomedical.com, Websire: www_sunshinebiomedical.com.



UNSHIN

CALIBRATION CERTIFICATE
Certificate No: SBS/CU23/I4350

Customer Name & Addrcss

SRI No. sRrn3/0G79{ml

SRI Dat€ 12-r0.202i

D.t€ oI Re.€ipt 11-1G2023

Date of Calibration 12-10.2023

Due Dar€ for Calibhtion 11-lG2m{

COVERNMENT PRIMARY HEALIH CENTRI,

ORAIYIJR{OTl08,CTJDDALORE DISTRICI,

Description Miqo PiFtte

Is3ue Date

Make THERMO SdENTIFIC

12+202i

Rant€ roE FXED Model FINNPIPETTE F3

Regolution Matedd PVC

Serial Numbei NA Operatint R.nge 1qd FXED

ID Number NA Conditior of UUC tu
cd. At

Environm€ntal Condition

Mectunical bb In kument Lo.ation

C-alibEtion M€thod U3ed

LABORATORY

Tempentu€ ('C) 23.9 Humidity e,6RH, 55 Natiord / lntemational Standad ISO 8555{:2002

AElff pheric Pressu.re (mbar)

SI. No. De6.ription

W.cr TEpeatEE (.c)1006 21.6 Cel Prcedure No

lD.No. /SI. No. Ceitili(itc No TEceability Valid till

SBS/CPA,{UO8

Mak€A{odel

1
Electsonic Weithing

Ealanc€
15112918 T'VcsP[2z/12n1154r A&D & CH-252 Nationd Standards @-72-2023

Chennai
600 032

r3
ln

Details of Unit Urder Cdibration

Standard Us€d

Z Factoi 1.@319

Remarks

l.This calibrabon certificate sl,r not be EproducEd €xcept in fu.u, without writEn approval of the laboratory.
2.The urar slrculd detemine the suitalility of tlle inshu.fient for tb intended us€.
3.The recaLbration interval should be det€rmined on the user requiremmt.
4.The results stated in this certifrcaE elate or y to the ioem catibrad.
5. Equrpm€nt us€d for Calibration were .alibraled & Eaceable to Narionat & InrenEtional Slandards
5.The mdicad unceltainties are erpanded uncerhinry estirhated for a conJiderce levcl of approximaEly 9s% for a
coverate factor k=2.00 .

7. Calibration Lquid Used: Distiled or Deioniz€d waler as sFciJi€d ln ISO 3696

Calibrated ,7 Authortued bla

4;""tL---
ItaJtagerTodef Executive)Engineer) /

(OualiB,
M,RAGIJ,]- C,SIVABALAN

R6ult oI Calibration in ld

SI. No.
Nomin l

ObseBed Readingr Mean 5)stemati
a Elror

Rindom
ErIo!

Measurcment

Unc€daing (!)

9.94 9.97 9.95 9.96 9.
l0

9.95 9.93 9.98 9.9 9.96
9.96 4.04 0.02 0.47

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal l\z1ain Road, Ekkattuthangal, Chennai , 600 032, Tel: O44 2225 20g7,

E-Mail: calr b ration @su nsh ine bio med ical.com, Website: www.sunshinebiomedical.com.



NSH!N

CALIBRATION CERTI FICATE
Certifi.ate No: SBS/CU2,14351

Customer Name & Address

GOVERNMENT PRIMARY HEALIH CENIRE,

ORAIYUR6OT1OE,CIJDDALORE DISTRICT.

SRI No. sRr23/0G79{m4

SR.F Date 12-10-2023

DateofReceipt 11-1G.2023

Date of C.libration t2-1G2023

Due Date for Cdibration lt-10.2024

Issue Date t2+202i

D€tails of Unit Under Calibration

Description Mcro Pipette Male SCIENTIFIC

Rante l0G1omll Model NPIPETTE F3

Resolution 1Fl Mat€rial

Scrial Numbei NA Op€r.tint Ran8e 10Gr000Id

ID Nuhb€r NA Condition of truC cood

C-al. At Medlanical Lab Irutrumenl Loaation LABORATORY

Envircnmental Conclition Calibntion Merhod U.cd

T€mperature ("C) 2i.9 Humidity ftRH) NatioMl / lnt€mational Standard 86ss5:20@

Atrrosphedc PItssuI€ (mbar) 1006 w.le. TnFEtuE (cC) zt.5 C-al Pro.du.Ie No SBS/CPA,|L106

St ndad Us€d

SI. No. Des.dption ID.No. /SI. No, Certilicate No Mak€/Model Ttaceability Valid till

1
El€ctonic Weithint

Balance
15112918 TVcsPl-?2.n2m1541 A&D & CH-252 National Standards @-12-2023

Z FacloE 1.00319

Result of Cdibration in pl

Sl. No.
Nominal

Valuc
Observed Readings

Meari

VaIue
Systemati

c &Ior
Random

ErrDr

Measurtment
Uncedainty G)

1 100
99.85 99.87 99.85 99.84 9.

9.89 4.ll 0.04 0.47
99.89 99.95 9.n 9.87 99.90

2 500
49,.90 499.95 {9.m 499.90 t9.95

49.fi {.10 0.03 0.47
499.89 499.88 49.85 499.85 499.90

3 1000
999.89 999.88 w.89 99g.87 999.X

9,9.91 -0.09 0.(B 0,47
999.93 w.90 w.91 w.94 999.95

Rem,Iks

l.This Calibmtion cerhficaE shal not be leproduc€d except in full, without writtn approval of the laboratory.

2.Th€ user shodd deoermine the suitabilty of the ulrEument for its inDsded u.se.

3.The recalibnrion inDerval should be delermined on tIrc uset r€quirehent.

4.The results staH in this certihcate elate only to tlle iiem calibrad.
5. Equipment used for Calibration were calibraDed & tsaeable to Natiorul & Intemational Standards
6.The indicad unceltainties aI€ expanded uncertamty estinated for a conlidence level of approximately 95% for a

coverate factor k=2.00 .

7. Crlibration Liquid Us€d: Distiltred oi Deiomzad a! spcified in ISO 36%
ot!

2
Calibat€d av- ^ /'w

(Caf ibra-tron Engineer)

M,RACIJL

rL
Aurhortu€d bu

fl-6,'"",oL;
(Quaf iry\'Man/gerrchief EJGClrti!,E)

C.SIVABAI-AN*

EB/

Chennai
600 032

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal i\r1ain Road, Ekkattuthangal, Chennai 500032,Ie| O44-22252087,

E-Mail: calibrationGisunshinebiomedical.com, Websjte: www-sunshinebiomedical.com.


