
UNSHIN

CALIBRATION LTS

S.No
DEVICE UNDER
CALIBRATION

STANDARD
INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM
1 1000 999.9 0.1 4.2
2 2000 1999.8 0.2 4.2
3 3000 2999.7 0.3 4.2

REMARKS
'l This calibration certiricate shall not be reproduced except in full, without writen approval of the labo;atory.
2.The user should determine the suitability of the instrument for its intended use.
3.The recalibration interval should be determined on the user requirement.
4.The results stated in this certificate relate only to the item calibrated.

i;*: XgH" 
uncenainties are expanded uncertainty estimated for a confidence tevet of approximatety 95% for a coverage

6 Equipment used for caribration were caribrated & traceabre ro Nationar & rntemationar standards.

Calibrated By

lcariuratiFnffiee4
K.SATHYAMOORTHY

coe

ts

Authorised Signatory

cuz J;d Manager)

(C.SIVABALAN)
Chief Executive)

CALIBRATION CERTIFICATE
CERTIFICATE NO: sBS/CU23l15028 MECHANICAL Page No:'l of 1

lssue Date

SRF No & Date

Receipt Date

Calibration Oate

Calibration Due

18-10-2023

sRF/23l0092A0001 & 18-1 G.2023

18-1G2023

't8-10-2023

17-1G2024
Cuslomer Name & Address
GOVERNMENT PRIMARY HEALTH CENTRE,

EDUMALAI42,I OOT,TRICHY DISTRICT.

Details of Device Under Calibration (DUC)

Desciption

Range

Resolution

DUC Condition

CENTRIFUGE Make & Model

Sr. No

ldentification No

Location

LABOTECH & BDI-152

35OO RPM 70111922
1 RPM NA

Satisfacto LABORATORY
En Ironmental Cond Ition3 a Standard Operati nI Proced urc Detail8

Environmental Details Temperature: 25.3oC Relative Humidity 55% Rh
Calibration Procedure No SBS/CP/MUO4 Calibration done at ONSITE

Refercnca Standards Details
S.No Description Make/ Sl No Certificate No Validity
,| Digital Tachometer LINE SEtKt / 17r0034V JRPM-CCTR-A&5-2023{01 3 0s.0G2024

Chennal
600 032

-

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, Farst Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel. 044 2225 20g7,

E-Mail: calrbration@sunshinebiomedicar.com, website: www.sunshinebiomedicar.com.



UNSHIN

C ALI BRATI O N C ERTI F I CATE
C€rtificate No: SBS/C1,23[so29

Cuslomer Name & Address

SRF No sRri23/009264002

SRF Date l&1G2023

Date o( Re.€ipt 1E-lG2m3

D.t€ of Cdibration 18'10.2023

Due Date Ior Calibration 17-10-2024

COVERNMENT PRIMARY HEALTH CENTRE,

EDUMALAI.62T OOT,TRICHY DISTRICT,

Des.riptior MICRO PIPETTE

Issu€ Date

Mak€

1&1G2023

MICROLUX

Rang€ SsOFI Model NA
Resolution lFI Material PVC

Seri.l Number NA OpentinS R nge lG50td

tD Number NA Cordition oI UUC Good

Cal. At

Envircnmental Condition

MedEnical t-ab Instrunr€nt t ocation

Calibntion M€thod Used

LABORATORY

Temperature ("C) 23.7 Humidity (YoRH) 54 National / lnlemational Standad ISO 8655-6:20(n

Atmosphedc Pressure (nbar)

SI. No. Description

w.tq TenpeBruE (.C) 21.6 CaI ftoc€due No SBS/CPiML/o8

ID.No. /SI. No. Certifi.ate No. Valid ti

1006

Make/Model Trac€ab iry

I
Etectronic W€ighing

Balance
15112918 TVCSPI2Ut2211541 A&D & CH-2s2 National Standards 0,-12-2023

u"03";ir",

Details of Unit Under Calibration

St dard Use.t

Z FactoE 1.00319

R€marks

l.This calibration cer[ficate shall not be reFoduced except in fur, without written approval of the laboratory
2.The user should debermrne the suirabiliry of the instsum€nt for its inrended use.

3.The recalblation interval should be debermind on the user requirement.
4.The results stated in this cerrificate rclaDe only to the item calibrated.

5 Equipment us€d for Calibration werc calibrated & traceable ro National & Iniernational Standards
6.The hdica0ed uncerta

.overa8e factor k=2.00 .

inties are expanded uncertainty estimared for a cohlidenc€ l€v€l of approxirna0ely 95% for a

7 Calibration Liquid Us€d: Dstilted or Deioniz€d water
Calibr.ted By,

- H'Ht^IflrP
((auDrabon Engineer)

M,ADHIBAN

in ISO 3696

Authoris€d by

..,f,di"Hhm..,".,.*,
C.STVABALAN

Result of Cdibration in pl

SL No
Nominal

Obseryed Readings M€an

valu€
Systemati

c EIIor
Randon

ErI0r
M€aeur€m€nt

Un.e ainty (!)

9_97 9.93 9_92 9_94 9.96
l0

9_94 9_95 9.93 9.95 9.95
9_94 -0.ffi 0.m o.47

29.96 29.97 29.9a 29_9 29_
30

29_q) 29.91 29.93 29.94 29.95
29.9s {.05 0.03 0.47

{9.85 49.U 49.83 49.&5 49.46
3 50

49.86 49.87 49.88 49.E9 49.90
49.86 {.14 0.02 0.47

ts
SUNSHINE BIOMEOICAL SOLUTIONS

No:68, Flrst Floor, Poomagal Azlain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 20g7,
E-Mail: calibrataon@sunshinebiomedacal.com, Website: www.su n shinebio med ical.com.
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UNSHIN

CA ERTIFI TEBLI TIRA o,v c CACertificate No: SBS/CI-.23/r5m0

Custoner Nalrle & Ad.tress

SRF No.
sRF23r'ofi)26{m3

SRF Datc r8-1G2023
Date of Re.€ipt rs1G2A3
Date of Calibretion 1&10.2023

Due Dat€ for Catibretion 77-tG2U24

GOVERNMENT PRIMARY HEALTII CENTRE,

EDTJMALAI{2lOO7,TRICHY DISTRICT,

I33u€ Date 18.rc"2023

Description MICRO PIPETTE
Make IHERMO SCIENTIFICRanSe 1G100gl Morlel

FINNPIPETTE F3Resolution 0.2}rl Material
PVCSedal Numb€r NA Operating R nSe lGlm|rlID Number NA Condition of UUC GoodCal. At Mechanical llb IruEum€nt t-ocetion LABORATORY

EnvironEental Condirion
Calibration Method UsedTenpeEtut€ l.C) 23.9 Hurhidity (o/oRH) 55 National / Inremationat Srandard ISO 865.16:2m2

Athosphedc prcssule (mbar) 1006 W.l,er TehFnru! (qC) 2r.6 Cd Pro(eduE No SBS/CPA4UO8

SL No. De3cliption ID.No. /SL No. Certificate No. Make^,todel Traceability valid titlEleclronic WeiShing
Balanc€ 15112918 TV(SPL22n2nr154r A&D & GH.252 National Sbndards 09-72-2023

Details of Unit Under Catibrarion

Standard UsGd

Z Factor: 1,00319

ReDarks

1'Tlus caribrarion certificate shau nor be reproduced e),cepr in turi, without wr*ren approvar or the laboralory.2.The u:€r should deteminp rhe suirabitity of rhe iBrrurrmt for rrs inrmded u*3.The rec,atibrdhon rnteNajshoutd b€ derermiDed on the user rcquirment.
4.The results stated in rhis certificale rctate or y ro rhe iterh calbrared.
5. Equipment used for Calibradon were calibra
o ]re nautea r,.cerrain tres;;,;;;,#.*o 

* *ceabre to National & lnrernauon t srandards

mveraSe factor k=2.00 
:Prtainty estimat€d for a confidmce level of approximaoe ty gsty" tot a

7. Caliblation Lquid Us€d: Dishled or Deioniz€d water
Fcified in ISO 36 .

Cdibrat€d By,

io?
o

(c,'tbH;fHHkrp
M,ADHIBAN

o , Authodsed by:

e6,idLx#ffi,**0,",
l-c

Result of Cali bration in gt

SL No.
Nominal

Observed Rea.tings Mean
Valu€

Systematic

Ermr
RandoE

Etror
Measurenr€nt

Uncc(ainty (r)
9.97 9.92 9.90 9.92 9.93100
9.C2 9.93 9.92 9.93 9.91

9.92 {.08 0.01 o.47

49.95 49.96 49.95 49_95 49_962 50.0

49.96 49.97 49_9A 49.97 49 96
49.96 {.04 0.01 0.47

99.89 99.88 99 89 99.87 99.88100.0
99.88 99.87 99.85 9.86 9.87

9.a7 {.13 0.01 o_47

,:3'ri"

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkarruthangal, Chennai - 600 032, Tel:044 _ 2225 20g7,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com
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UNSH!N

IB ERTIFICALCA RA TI No c TE

MICRO PIPETTE Make
Description

SCIENTIFIC

Certificate No: SBS/Ctn3ns$I
Customer Name & Addr*s

I$ue Date

Due D.te for CatibEtion

SRF No

Date of Calibration

SRF D.te

Dal€ ofReeipt

l&1G2023

17-1U2024

sRrz3/O0926{004

18-1G2023

ty10-2mi

7U7U2923

GOVERNMENT PRIMARY HEALTH CENTRE,

EDIJ'IUALAI{21 OO7,T&CTry DISTRICT,

Ranae 10O,1000F1 Mod€l
F1NNPIPETTE F3Resolution lPl Material PVC

S€daI NuEb€r NA Operathg R nge 10G1000p1ID Number NA Condition of UUC C,oodCal. At Mechanical Lab Instrument Location LABORATORY

Tenlcrature (.C)
55239 Humidity (o/oRH)

Envircnm€ntal Condition

National / Intemarionat Srafttard

Crlibration Method Us€d

ISO 865 :2002
Atmospheri. Pressul€ (mb.r)

SI. No De3diption

1006 wate! Temp.ratue fC) 21.6 Cal Prccedure No

ID.No. / SI. No. Certificat No. Male^,lodel Traceabi-tity valid till

SBS/C?/MUOS

1
El6Eonic Weighing

Balan.€ 15112918 TVCSPI22/12t2115{1 A&D & GH-252 National Standards @-12-2023

Chennai
600 032

Details of Unit Under C.libration

Standard Used

Z Fa.ton 1,00319

Remarks

1'Thrs Caribration 
':ertificate shar not be reproduced €xc€pr in tuI, withour wrirren approval of rhe laboratory2.The user shoutd derermine the su abiliry oI the irukument for its intended us€.

3.The rEGlibration mDerual should be d€termined on the user requirpment.
4.The re$lrs sraied rn thrs ertificat€ relare only to the item catibrared.
5 Equipment used for Calibrarion were calibrated &
6.The indicated uc€rrainries are expanded urertain
coverage factor k=2.00 .

haceable to Narional & InterMtionat Standards
ly estimated for a conlidence level of approxilrlarely 95% for a

7. Calibratjon Liquid Usedr Disriled or Deioni2ed waEr inISO35 .

lU o
Calibnted By,

,.,'*H"Hkr.
M,ADHIBAN

?
T, r
l,, Aurhorised by:

*/*drc#ffi.,"*",",*

R€sult of Catibntion in Fl

Sl. No.
Nominal

Observed ReadinF M€an

VaIue
Sy!tematic

Erlor
Random

Elror Unc€rtainty G)
99.85 99.86 99.87 99.85 99.84100

99.83 9.82 99.85 99.81 9.82
9.U {.16 0.02 o.47

499.88 499.a7 499.86 499.85 499.U2 5m
499.85 499.87 499.85 499.U 499.83

499.85 {.15 0.m 0.47

999.95 999.97 999.95 999.94 s99.933 1000
999.C2 999.91 w.93 999.94 999.95

999.94 {.06 0.m 0.47

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai , 600 032, Tel: O44 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.


