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CALIBRATION CERTIFICATE
cERTIFICATE NO: SBS/CU23I15032 i,EDICAL DEVICES No:'l ot I
lssue Oate
SRF No & Date
Receipt Date
Calibration Date
Calibration Due

18-',tG2023
sRF/23l00927-0001 & 1 8-10-2023
'tE-10-2023

18-1G2023
17-10-2024

Customer Name & Addrcss

ORATHUR{21653,TRICHY OISTRICT

GOVERN MENT PRIMARY HEALTH CENTRE

Dotalls ot Devlce Undor Calibraflon (DUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALTZER

MULTI
MULTI

SATISFACTORY

Make & Model

Sr. No

ldentmcation No

Location

ROBONIK & PRIETEST TOUCH
ATCD2750818RBK

NA
I.ABORATORY

n3 & Callbratlon ProceduB DetaitsEnvlronmental Condltlo
Environmentrl Details Temperature:25.6'C Relative Humidity 52% RH
Calibration Procsdure No SBS/CP/MD/20 Calibration done at ONSITE

Rofer€nc€ Standarda Detalls
S.No D€scrlption Make/ Sl No: Certificato No Vall
,| Eledncal Safety Analyser Rigel Medical & 44L-1059 M-23080+16-4 104A2024

ELECTRICAL SAFETY
RESULTS

S.no SPECIFICATION iIEASURED VALUES EXPANDED UNCERTAINTY (t)
1 lmulation R€slsltan ce Measured vaiues ln MO uncefialnty tn % (i)

>20MO 93 't3.92
2 Earth LeakaEe easur€d valu€s in lIA Uncertalnty in % (t)

r B,8F,CF 181 9.7
3 Enclosuro Leakaqe MeasurEd v€luos ln pA c€rtalnty in % (t!

<500UAfor B,BF,CF 211 8.9
REMARKS

1.This calibration c€rtific€te shall not be reproduced except in full, withoul witten approval o, the laboratory.
2.ThE user should determine the suitability of the instrument for its intendsd use.
3.The Gcalibration interval should b€ determined on the user requirement.
4.The rosults statod in this certific€te relate only to th8 item calibrated.
5.The indicated uncertainties are expanded uncertainty estimatod for a @nfidence lev6l of approximately 95% for a coverage tactor k=2.00
6 Equipment used for calibration lrere c€ribrated & racaable to Nationar & lntemationar standards.

Authorised Signatory

c,sL-
Technical Manager
(C,SHANMUGARA')

Chief Executive

Calibrated By

Yvy
(CalibAton EnEineer)

K,SATHYAMOORTHY

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal lr.,4ain Road, Ekkattuthangal, Chennai - 600 032, Tel: 044 - 2225 2087,

E-lVlail: calibration@sr.rnshinebiomedical.com, Website: www.sunshinebiomedical.com.
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