
SAMVANA MEDICO
Shop No.41l50,

E-mail : r
Good shed Road, 4th street, Adambakkam, chennai - 600 0Bg-matl : saravana

)raa Na :Olof02

CALIBRATION CERTI FICATE femp :25t4 "C

l'lumidity : 30-75 RH%

cERTr FICATE NO: LDM/CAL I UPHCI 0323 I SAOL ILR.NO: -- Date of lssue :30.09.2022

NAME AND ADDRESS OF THE CUSTOMER Date of Receipt of item :25.09.2022

The MedicalOfficer Date of Calibration 30.092022

Government UPHC, iuggested date of Calibration 29.09.2023

Periyar Nagar,Avadi Ref. Documents : As per Manufacturer specification

Cal. Procedure Ref. No. LDM-CP-MD19

Customer Ref No. : Verbal

DESCRIPTION OF DUC

lame of the DUC : Semi Auto Analyser Receiving Condition of the DUC : Good

Make Location Laboratory

Model Calibrated at : Onsite

il.no. Range : Multi

D No. Resolution Multi

DETAILS OF MASTER USED

Standard lnstrument Used Make / Model lD No./ SI.No. Traceable to / Certificate No. Validity

Electrical Safety Analyzer
Datrend /vPad Rugged

2
vRR20070452 2780622-EO7 29-5ep-23

l'he Master are traceable to National / lnternational standards.

VISUAL INSPECTION

SL.No. Description
Remarks

Pass Fail

1 Device Clean and Decontaminated v

2 Physical damage v

3 Power Cord check v


