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REMARKS

6 Equipment used for caribration were caribrated & traceabre to Nationar & rntemationar

l This caribration certiticate shafl not be reproduced except in ful, without witten approvar of the raboratory.2.The user should determine the suitability of the lnstrument for its intended use.3.The recatibration intervat shoutd be de6rmined on th" *", ,"qrii"i"ni.
4.The resutts stated in this certificate retate onty to the item cad;i;. - '

ffinoit"t"a 
uncertainties are expanded uncertainty estimated for a confidence level of approxrmately 95% for a coverage fac{or
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rcaiofu"do
P.PRASANNA

Standards.

Authorlsed Signatory
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(C.SIVABALAN)
ief Executive)

TIFICATEON CERCALIBRATI
CERTIFICATE NO: sBs/cu23l15(N6 MECHANICAL Page No:l of 'l
lssue Oate

SRF No & Oate

Receipt Oate

Calibration Oate

Calibration Oue

191G.2023

sRF/23l00931{OOl & 1&1G2023
'tE-10-2023

18-1G2023

17-',t02024

GOVERNMENT PRIMARY HEALTH CENTRE,
PUDUCHATRAM.6OS50l ,CUDDALORE OISTRICT

Deta oll8 c9Devl Unde Caf nbratlo UC(D

Description

Range

Resolution

OUC Condition

CENTRIFUGE

35OO RPM

1 RPM

Satisfaclo

Sr. No

ldentification No

Loc€tion

LABOTECH & BD-153

76333

NA

LABORATORY

Make & Modet

EnYi nnonme tal Co Ifind &on3 n(hrdSt n ProcedOperatl ur€I Detal lsEnvironmenlal Details Temperature: 25.soc Relawe Humidity 52%Rh
Calibration Procedure No sBs/cP/MU04 Calibration done at ONSITE

Refe rEnce Standards Details
S.No Descrlptlon Make, Sl No Certltlcate No Validlty

Digital Tachometer L|NE SEtKt / 175{034V JRPM-CCTR-A&S-2023_OO1 3 09-06-2024

S.No DEVICE UNDER
CALIBRATION

STANDARD
INSTRUMENTS DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM
1 '1000 999.0 1.0 4.22 1500 't499.5 0.5 4.2
3 3000 2999.5 0.5 4.2
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SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: O44 - 2225 2087,

E-Mail:calibration@sunshinebiomedical.com, Website: www.su n sh inebiomedical.com.
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CERTIFICATECALIBRATION
CERTIFICATE NO: SBS/CU23l150.17 MEDICAL OEVICES No:l of I
lssue Date
SRF No & Oate
Receipt Date
Calibration Date
Calibration Due

19-1G2023
sRF/23/00931 -0002 &,1 8-1 0-2023
18-1G2023
18-1G2023
17 -',t0-2024

PUDUCHATRAM-6O65O1,CUODALORE DI

GOVERNMENT PRIMARY HEALTH CENTRE,
STRICT.

ofIr,stallE UDevics ndgr Cal onibl"tl DUC)

Description

Range

Resolution

DUC Condition

ELECTRICAT
SAFETY(MTCROSCOPE)

MULTI

MULTI

SATISFACTORY

Make & Model
Sr. No

ldenlification No

Location

LABOMED & NA
221',t44592

NA

LABORATORY
ronmEnvl ntae I Conditlong Caa I nbratlo DetalProc€dur€ ls

Environmental Details Temperature:25.6"C Relative Humidity 52% RH
Calibralion Procedure llo SBS/CP/MD/29 Calibration done at ONSITE

Refercnce Standads D€talls
S.No Dgscrlptlon ilake/ Sl No: Certiflcate No Valld
1 Electdcal SaEty Analyser Rigel Medic€l & /t4L-1059 M-230809-184 10-08-2024

ELECIRICAL SAFEW
RESULTS

S.no SPECIFICATION MEAttURED VALUES EXPANDEO UNCERTAINTY (I)
1 lsitan ileasul€d valueg no U ln>20MO 87 13.922 Ealth Leakage

<5000 B BF CF 9.33 una gaaured ln I ln
<500pAfor B,BF,CF 241 8.4

REMARKS

1.This calibration certificate shafl not be reprodu@d exc€pt in fu , without written approvar of th€ raboratory.
2.The user shoutd determine the suilability ot the instrument for its intended use.
3.The recalibration intervat shoutd be determined on the user requirement.
4.The resulb stated in this certificate relste only to the item calibrated.
5 The indicated uncertainti$ are expanded uncertainty ostimated for a confidenc€ level of approximately 95% for a coverage lactor k=2.00
6. Equipment used tor caribration were caribrated & tracaabre to Nationar & rntemar,onar standards.

Calibrated By

(A*r.t4
(Calibration Engineer)

P, PRASANNA

oME@ Authorised Silnatory

ager Chisf Executive
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SUNSHINE BIOMEOICAL SOLUTIONS
No:68, First Floor, Poomagal l\rlain Road, Ekkattuthangal, Chennai 600 032, Telr 044 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshinebiomedical.com.
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IB CERCAL RA TI ,v CA TE

Micro PiFtte
MIGOLI,rX

Dessiption
Make

Certificate No: SBS/Ctl23fl S{X8

Custome! Name & AdaLe3B

SRI No.

Issue Date

SR.F Date

Due Date for C:libration

Date of Rffeil
Date of C.libration

SRr23/0093r {Xn3

t9-rG2U23

tv10-2923

77-102024

1*1G2023

1&1G2(D3

MVERNMENI PRIMARY HEALTI] CENIRE,

PTJDUC}IATRAM{O8SOI,CIJDDAIORE DTSTRICT

RanEe 1G100Fl Model NA
Rerolution 1PI Meterid PVC
Serial Nutrrb€r NA Opehtiry nange lG100Fr
ID Number NA Condition oI UUC Good
Cil. Al

EnviEnmmtal Condition

Meduarcd Lab lnstsuDrent Loaation

Cdibration Method Used

I.ABORATORY

Temperatue (.C) 23.9 Humidity (%RH) 55 National / Intemational Standard 86556:2002

Ahlo3pheri. Pressue (nbar)

SI. No. Desdiption

w.LrTaF rtuE FC) 2r.6 C.al Ploccdule No

ID.No. / SI. No. Certiliarne No. Thceability Valid till

1m6
SBS/CPA,II4'G

Mak.A{odel

I Eleckonic Weighint
Balance

151129r8 TycsPt22n22tr541 A&D & CH-252 Natiqlal Standards 0+12.,2023

D€tails oI Unit Under C:tibration

Stand.d Used

Z Fador: 1.(x)319

R€El2rts

l This Calibration certificale rl,r not be reFoduc.d except in fur.r, without ,^ritt. approval of the laboratory
2.Th€ user slEuld deErmine the suitability of tlle insku.ment for its inEded use.
3.The Ecalibra6on irtervsl shou.Id b€ determined on the user Equir€ment
{.The rcsults statsd in this cetilicate Elate only to the item ca.librad.
5 Equipmmt uied for caribration we* calibrated & tsacprbre to Natioiar & InEn,tional sbndardr
6.The indicaEd uncertainues a.r€ expanded unceltainty estiEla a conlidene l€vel o( approximaEly 95% Ior a
colerage factor k-2.00 .

7. Calibration Uquid Used: Distilled or DeionizEd as sF(ified in ISO 36%

C:liblated B,
1.4 . Mh,,"".-

(C.alibdrion Eryineer)

M,ADHIBAN

Io o
t-c Aurholb€d be:

AAjffi**o*,*
C.sTABAt.AN

Result of CaliDration ir Ft

Sl. No.
NoErinal
v.llr€ Obgeived Rcadintt Mean

Vdue
Syrtenati

c Ermr
Random

fuor
Meacu€ment

Uncertainty G)

9.94 9.9 9.9 9.96 9.93l0
9.98 9.95 9.92 9.97 9,96

9.95 {.05 0.02 0.17

49.85 49.M 49.a7 49.U {9.83
2 50

49.87 {9.45 49.82 49.89 49.87
{9.85 {.15 0.m 0.17

99.85 9.a7 99.85 9.84 99.953 100
9.89 99.95 99.90 9.a7 Lq

99.89 {.11 0.04 o.47

SUNSHINE BIOMEOICAL SOLUTIONS
No:58, First Floor, Poomagal Main Road, Ekkattuthangal, Chennai - 600 032, Tel: O44 - 2225 2087,

E-Mail: calibration@sunshinebiomedical.com, Website: www.su nsh ine b iomed ical.com.
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LIBRATION TE

De3ciption Micro PiFtte M.Le MICROLIIx

Certifi.ate No: 5BS/q.|23n5049
Customer Name & AddrcBs

I$ue Date

SRI No.

Due Date {or Calibation

SRI Dat€

Date of Calibr.tioa

DateofRe(eipt

1ct0-2u23

SRF23/I09J1{OO4

t7-10-2A24

1&1G2C23

1&1G2023

1&1G2023

CO!'ERNMENT PRIMARY HEALTH CENTRE,

PUDUOTATRAM-6O85OT,CUDDALORE DISTRICT

Rery€ 10Gr000pl Model NAResolution 1opl Matedal PVCSerial Number NA Operating R.nte r0G100q!ID Numb€! NA Condition of UUC C,oodC.l. At iledunical l.ab

T€mperatu€ (.C)
55

Frrvilonlrmtal Condition

23.9 Humidity (%RH)

Inskument Loaatior

Cdibr.tion Method Used

LABORAIORY

Nationrl / Internatiold St nd.d 86555202
Atnosphctic Pre3sur€ hbar)

SI. No. Deroiption

w.br Te,'Fr..ue (t) Cal Procedsra No

lD.No. / SI. No. Cedidcate No. Traceability Valid tiu

1005
sBsrcPA,It /08

IvtakdModel
1

Ehcfonic WeEhing
Ba.lance

1511291E TVCSfl.Za2n115{1 A&D & GH.252 Nati@El Stsndar& @-12-2A23

Detail! of Unit Under Catibntion

Standa-rd Used

Z factor 1lrc619

Remarks

l.This Cdibration certificaE shal not b€ Eptoduced except in full without wdtten apFoval of the laboratory
2.The user should debrmine the suitability of OE instsu.Elert for ib intsnded us€.
3.Th3 rEelibration intsn/.al should be detsmined 6l the us€, EquiEment.
4.Ttte resu.lts 6tated in thjs certificate rclate or y to the iEEl calibrated.
5. EquipnEnt for Calibra calibratsd & Eaceable to Natio|al & InEIItatidta.l Standardj
6.The indicated rmcertaintie6 expanded lmceftainty e6tirEted for conlidmcE level of aPPIoxi[lahly % forcoverate factor k=2.00 a

7. C-a.lib[ation Liquid Us€d: Disriled or Deioniz€d as specified in XSO 36%.

o
Cdibtatd By,

chenna
00

f'

- tl.'o,du;t**-
(Lj{Dlation Engineer)

M]C.DHIBAN

o AEthorised bla

*dioh,*g#.,"."0*,*

RerElt of Calibr.tion in F.l

SL No.
Nominal
Vdue Obrervd Readiqs Mean

Vdue
SyateEEti

c Eror
Rrndon

Enor
Mearur€riqrt

Uncertainty G)
9.85 9.87 99.&5 9.U 9.951m
9.89 9.$ 99.90 99.E7 9.90

9.89 4.u 0.0{ 0-47

499.90 49.95 499.90 4q.90 49.95500

49.a9 49.E8 499.85 499.85 499.90
499.90 {.10 0.G) 0.47

999.89 999.88 999.a9 999.a7 9p9.n3 1000

999.93 w.90 w.91 999.94 999.95
w.91 4,@ 0.ol 0.47

SUNSHINE BIOMEDICAL SOLUTIONS
No:68, First Floor, Poomagal A,4ain Road, Ekkattuthangal, Chennai 600 032.1e!:044 - 2225 2087 ,

E-Mail: calibration@sunshinebiomedical.com, Website: www.sunshrnebiomedical.com.
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