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lssue Oate

SRF No & Date
Receipt Oate

Calibration Date
Calibration Oue

'13-'t0-2023

sRF/23l00874-000't &'t2- 10-2023
12-10-2023
12-1G2023
't 1-10-2024

Cu6tomer Nams & Addross
GOVERNMENT PRIMARY HEALTH CENTRE,
MANALURPETTAI605TO4,KALLAKURICHI DISTRICT

Dstalls ot Oovice Under Calibration (oUC)

Description

Range

Resolution

DUC Condition

SEMI AUTO ANALYZER

MULTI

MULTI

SATISFACTORY

Mske & Model

Sr. No

ld6ntification No

Location

HEMATOLOGY & NA

ATCD268O321RBK
NA

LABORATORY

Envlronmental Condltions & Calibratlon Procedur8 Details

Environmental Details Temperature 25.6"C Relative Humidity 52% RH

Calibration Procedure No SBS/CP/MD/20 Calibration done at ONSITE

Reterence standards Detailg

S.No Oescriptlon Make/ Sl No: C€rtlllcate No Valid

1 Eleclrical SaEty Analyser Rigel Modical & il4l-1059 M-230809-1S4 't0-0,8-2024

ELECTRICAL SAFETY

RESULTS

S.no SPECIFICATION MEASURED VALUES EXPANDED UNCERTAINW (t)

1 lnsulation Resisitanco Measured values ln MO uncertalnty ln % (
>20MO 't3.92

2 Earth Leakaq€ Measured values ln Unc€rtalnty ln% (t)
<5000pAfor B,BF CF 195 9.3

3 Enclosure Leakage Mea3urod ues ln Uncertai ln

<500tAfor B,BF,CF 241 8.4

REMARKS

1.This Catibration cenificate shalt not be reproduced excspt in full, without written approval of the laboratory.

2.The user should determine the suitability ol the instrument for its intended use.

3 The recalibration interval should be delermined on the user requirement.

4.The results stated in thrs certificale r€late only to the item calibrated.

s.The indicated uncertaintEs are oxpanded uncsrtainty ostimated tor a confidenc€ level ol approximately 95% for a coverage factor k=2 00

6. Equipment used for calibration were calibrated E tracesble to National & lnternational standards
Authorised Signatory

tt\ E Or C SL"
Chief E(ecutive

Calibrated By

Y,.s+{
(Calibratron Engineer)

K-SATHYAMOORTHY -o
f,
t_

Technical Manager

(C,SHANMUGARAJ)

*

Chenrrai
600 032

SUNSH!NE BIOMEOICAL SOLUTIONS
No 68, Firsr Floor, Poon.aqal l',1.rln Road Ekkattuthangal, Chennai ' 500 032, Tel: 044 2225 2087 

'

E-Mail: cal bration@sunshrneb omedica.com, We bsitel www sunshinebtomedical com

q



NSHIN

CALIBRATION RESULTS

S.No
OEVICE UNDER
CALIBRATION

STANDARD
INSTRUIT'IENTS

DEVIATION EXPANDED UNCERTAINTY

RPM RPM RPM

,| 1000 999.0 '1.0 4.2

2 '1500 1499.5 0.5 4.2

a 3000 2999.5 0.5 4.2

REMARKS

1.This Calibration certilicate shall not be reproduced except in full, without written approval of the laboratory.

2.The user should determine the suilability of the instrument for its intended use'

3.The recalibration inteNal should be determlned on lhe user requiremenl.

4.The results stated in this certificate relate only to the item calibrated.

5.The indicated uncertaintios are expanded uncerlainty estimated for a confidence level of approximately 95o/o for a coverage faclor

k=2.00.

6. Equipment used for calibration were callbrated & kaceable to National& lntemational standalds.

Calibrated By

rcarior#offieer)
K,SATHYAI\4OORTHY

Authorised Signatory

=6;d#",*::,(c.srvABALAN)

chief Executive)

CALI B RAT I O N C E RTI F I CAT E
CERTIFICATE NO: sBS'CU2U14324 MECHANICAL Page No:1 of 1

lssue Date

SRF No & Oate

Receipt Oate

Calibration Date

Calibration Due

1!10-2023
sRF/23/00874{002 &',t2:tu2023
12-1G2023

12-10-2023

11-10-2024

Customer Name & Addross

GOVERNMENT PRIMARY HEALTH CENTRE,

MANALURPETTAI605T04,KALI-AKURICHI DISTRICT

Detalls of Dsvlco Und€r Calibratlon (DUC)

Description

Range

Resolution

OUC Condition

CENTRIFUGE

35OO RPM

1O RPM

Salisfactory

Make & Model
LABOTECH & NA

201't 1505

NA

LABORATORY

Sr. No

ldentification No

Location

Envlronmental Condltions & Standard OPsrating Procadur€ Dotalls

Environmental Details Temperature: 25.5oC Relative Humidi9 52016Rh

Calibration Procedure No SBS/CP/MUO4 Callbration done at ONSITE

Reforcnca Standads Detalls

S.No Descriptlon Mako, Sl No: Certlficate No validiry

'l Digital Tachometer L|NE SEIKI / 175-0034V JRPM-CCTR-A&S-2023-001 3 09-06-2024

ffislta

f

SUNSHINE BIOMEOICAL SOLUTIONS
No:68, Flrst Floor, Poomaga l.,4arn Road, Ekkattuthangal, Chennai - 600032,Te:044 -2?252087'

E-Mail: calibrarionSsunshinebiomed cal.com, Website: www-sunshinebiomedical.com.



UNSH!N

CALI BRATION CERTIFICATE
Certifi .ate No: SBS/CU23|14325

Customer Name & Address

SRI No. sRr23rc0874-0003

SRF Date 12-10-2023

Date of Receipt l1-1G2023

t2-1G2023Date oI Calibntion

Due Date for Calibr?tion t1-1G2024

Issuc Date

MaLe

13-10-2023

THERMO SCIENTIFIC

CO}TRNMENT PRIMARY HEALTH CENTRE,

MANALIJRPETTA]{O5TO4,KALLAKIJRICHI DISTRICT

Dessiption Mico f\Ftte
FINNPIPETIE F3Model10(}10001dRanSe

PVCMaled.lResolution lttl
l0Gr00oFlOperating RangeRWl1732S€rial Numb€r

GoodCondition oI LruCID Number NA

ln3Eumcnt Locati(m

C-alibration Method Ueed

LABORATORYCal. At

Envircnmental Condition

Meclrani6l llb

rso 86s5-6200255 National / Intemational Stardad23.9 Humidiay (%RH)TempEratu€ ('C)

ca.l Prccedue Nowal€I TenPeatlE (qc) sBs/cPA.{1"/0821.6

vdid tiuTIaceabilityMakeModelCe iliaate No.ID.No. /SI. No.

1006AEDspheric Pressue (mbar)

Des.riptionSI. No.

@-12-2023National StaidardsA&D & CH-252TVCSPL22t12t211fr1151129181
ElecEonic WeiShint

Balrnce

Det ile of Udt Und€I Calibration

standard U6ed

Z f.ctor 1.m319

Remaks

l.This cahbration ertiJicate slu.ll not be reproduced except in ful, without Mitten aPProval of the laboratory

2-The user should deErmine the suitability oI the insEumet for its intended use.

3.The recalblation tntewal shodd be deErmined on the u!€r requitem4nl

4.TlE results staEd in this certilicaie relaE oily to the it€m calibrated.

5. Equipment used for Calibration weft caliblad & tsaceable to National & InDemational Standads

6.The hdicaDed uncertainties are exPanded rmc€rtainty for a conid€nce level of aPProxtnaldy 95% for a

coverate facror k=2.m

7. Calibration Uqud Us€d: Distiltred or Deioniz€d Ir as sPecifid in ISO 3696

caltbratedBy. 

@ -
(Calibral6n Engin€er)

M RAGT]L

Authortu€d bv:

-r aA*@
(Quality l,ta6ter/Chi€f Executive)

C.SIVABALAN

R6ult of Calibrtion in Fl

MeasuEm€nl
Unc€nahry G)

Mean
VaIue

Syst€mati

cE or
R ndom
EorSl. No

Nominal Observed Readin8s

9.U 99.959.87 99.8599.85
0.0{ 0.4799.89 -0.11

99.87 99.9099.95 9.90
100

99.89

499.m 499.95499.95 49.90499-9o
0.m 0.47

49.90
499.* {.10

499.85 499.85499.89 499.88
500

w.87 999.90999.88 999.89999.89
0.03 o.47999.9r 4.09

999.94 999.95999.m 999.91
1000

99g.93
3

Ghennai
600 032

SUNSHINE BIOMEDICAL SOLUTIONS
Nor58, F rsr Floor, Poomag.rl Ma n Road, Ekkatturhangal, Chennai - 600 032, Tel: A44 - 2225 2087,

E-Mail: calibrationGsunshinebiomedical.com, Website:www.sunshinebiomedical com'
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UNSHIN

CALIBRATION CERTI FICATE
Cedificale No: SBS/CL/8n$26

Customer Nam€ & Addresg

sRr23/0087+0004SRI No.

SR.F Date t2-1G2C23

DatG o, Re(€ipt u-lG2m3

12-1G20,iDate oI CalibEtion

Dte Date for Calibration tt-10-2024

1,1G2023

THERMO SCIENMIC

Issue Date

MaLe

COVERNMENI PRIMARY HEALTH CENTRE,

MANALURPETTAI.6O5TO4,KALLAXURICIII DISIRICI

Description Micro Pipetle

FINNPIPETTE F3ModclRant€ lGlmFl

TryC0.2pI Mat€rialResolution

lGr00FtOpelating RangeS€rial Numbcr RW09593

CnodCondition oI LruCID Numb€r NA

Inskum€nt Location

Calibration Method Used

LABORATORYCal. At

EnviIonmmtal Condition

MedEnical Lab

ISO 8,65tr:2002National / lnternational StandadT€mperature ('C) 23.9 Humidity (%RH)

Cal Prccedue NoW.t rTmFEtu!? (t) SBS/CPA{L./D821.6

valid tiltMakeModel TraceabilityID.No. / Sl. No. Cartific.te No.

1005Atm6pheric PrEssue (mbat)

DessiptionSI. No.

A&D & CH.252 Natidul Stardard8 @-12-2023TVCsPr22l,2nl$4lI Electronic Weithing
Dalance

15112918

D€taiIB of Unit Under CalibEtion

Slandad Us€d

Z FactoE 1.00319

Reeult oI Calibration in pl

Sl. No.
Nominal

Obsewed Readin8E
Mean Syst€mati

c Etror
Random

EItor
MeasurE€nt
Uncetuinty G)

1 10.0
9.94 9.97 9.94 9.96 9.93

9.95 {.05 0.02 o.47

9.98 9.95 9.92 9-q7 9.

2 50.0
49.85 49.46 49.87 49.82 49.83

49.85 {.15 0.02 o.47

49.87 49.85 49.82 49.89 49.87

3 100.0
9.94 9.97 99.96 9.95 99.98

9.95 4.05 0.02 o.47
99.93 99.95 9.97 9.94 99.95

Remarkg

l.This Ca.libration certificaE slBI not b€ rcproduced ercePt in fu.lt without writtm aPProval of the l,aboratory

z.The user should determine the suitability of the instsument for its intended use.

3.The recalibration intewal should be det€rmined on the user requr€rnenl

4.The resutts stated in this cerulicate relaDe or y to the item calibmted.

5. EqurpE ent used for Calibration were calibrad & tsaceable to Nahona.l & InErutional Stardards

5.Tlle jJdicaled urcertainties are expanded

.overage factor k=2.m .

a confidmc€ level oI apFoximaEly 95% for a

7. Calibrauon Liquid Used: Disuled or as sFcified in ISO 36%

C.alibrated By, 
^ I

Q4-
(Cahbradon Enginee4

7j /.7 Authorised by:(,5rat rt,--
(Qua-tity Mar{ager/Chief Etecutive)

C,SIVABALANM,MGUL

chennai
500 032

SUNSHINE B!OMEOICAL SOLUTIONS
No:68, First Floor, Poomagal lr.,1arn Road, Ekkatturhanga , Chennar 600 032, Tel: A44 - 2225 2087,

E-N4ail: calibrat onGsunshrnebiomedical.com, Website: www.sunshrnebiomedical.com.


